CERTIFICATION by CUSTODIAN of RECORDS

Tucson Police Department Crime Laboratory r‘r.l

[ hereby certify that these documents are a true and correct copy of the
periodic maintenance* for the Intoxilyzer 5000 Serial Number

@Y 0020 5% (#/3maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following

dates. The acceptable accuracy limits, as defined in A.A.C. R9-14-404.A.3,
for a 0.080AC solution are 0.070AC to 0.090AC.

Date: 0/43/05  cCall 0.07F ac cal2 JO5O  Ac
Date: 7/2/0S cal _).079 Ac caz2 0.052 ac

Date: Cal 1 AL (Cal?2 AC

Between the dates of o [2G/05 and ?/Q/ﬂf

the instrument was operating properly and accurately.

The instrument was taken out of service for repair on

The instrument was MCB on =

. S—

Irene Doran

FlHe /05—

ADFS QAS Permit # QAS 29586
SUBSCRIBED AND SWORN to before me this / 9 , day of

“ S\ KATHY A. KINNEY

_(_Fl]'f'l.a :ZDQ;j =

OFFICIAL SEAL

MOTARY PUBLIC-ARIZONA— it f‘{:mm S

4) PIMA COUNTY
My Comm. Exp. Sept. 4, 2008 Notary Public
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*Includes documents specified in A.AC. R5-14-404.4.6

Pursuant to section 25- 1327, Arizona Revised Starures, this document is a centified duplicate of the
information contzined in computer storace davices of the Tuczon Police Deparment,



ARIZONE DEPARTMENT OF HEALTH SE3VICES
STANDARD QUALITY ASSUBANC Eaacacuzzsl<jh\
INTOXILYZER MODEL Juaa*

AGENCY  Tucson Police QA SPECIALIST _Z}fy}{ DG!’Z’-‘"} "7"’&:53(

[Print Name)

OXILYZER SERIAL ¥ W'QOQQS‘? (ﬂ“z’g) LQCATIC%IZ Dyr HQ

DIAGNOSTIC TESTS
DVH Test check. Satbting should be betwean 200 -and
.800. Mode selection switech 52 on, Sl and 53 offJar
slection "HY%: Regding is _ :355
gck. ‘Mode selection switch Sl on and 52
and 53 off or keyboard menu selecrian. "V

reyboard menu s
[ Display Test ch
keyh
vff cintar Test chack. Mode selscrion: switch S1, g82. 53
L or keyboard menu sslactign "D,
fo gck time check. Mode selectiopn switch 510 on or
Selegbicon VE™ .,
w/f ate checx. Mode selection switch S11 on or keyvboard
menu sglsction “EBY.

OPERATIONAL TESTS
\lcohol free subject Test rasulr 0. Opo AC
rror recognition logic systam functioning
Invalid test printad " ]
v’f Eroper sample recognition system
Invalid sample printed
Deficient sample printed
- Cempleteness of sample purge with collection tubex*
Calibration standard 0. O5D AC

Resules: 0.0I940 —§ 5. AP0 4C.

Instrumsnt operating properly and accur ately. YES =" w0

Hx

EL

COMMENTS :

SICWETURE W\}/ Kg-cg’ld-']____._

8. ¥/a alcohol concentratiaon standard collectsd for subsaguent
analysis.**

*WLITE QR WITHOUOT VAFOR RECIRCUOLATION AND WITE OR WITHOUT EETBORRD
**THIS STEF 15 ONLY REQUIHED IF THIZ DEVICE IS5 BEINGC OSED FOR
SAMRPLE CODTURE.

DHS/DSLS/Form C117 (Rev. 7-93)

Purstsant to section 23-1 327, Arzona Revised Stﬂi"..l'[tﬁ, this document isa certifed duphm[{'; of the-information contained 10 Computer
storage devices of the Tucson Police Deparmment
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Pursuant 1o section 18-1327, Arizona Revised Statutes, this document is a certifed duplicate of the information contained in eampiuter

storage devices of the Tucson Police Depariment.
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EXHIBIT P

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY
BuR Co R9-14-=404 (7)

ARIZONA DEPARTMENT OF HEALTH SERVICES

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 5000%*

STANDARD CALIBRATION CHECK PROCEDURE \

Agency’ Tucson Palice Departmeant Dats ;%AQ%&TSF Time !GGF%Z
Intoxilyzer Sarigl & éff-ﬁk;;{gsé’ #r’f_g Location _f;’u fﬁ@_

QR Specialist ,d’?-}”{’%?( ;DGP’HM cf&?jﬂf

[Print MNama)

L 1. Pour a standard alcohol solution of known value into a
clean dry simulator jar and assemble the simulator.
Insure that a tight sezl has bespg made.

Standard value: 0. f£7 aAc

ik//h 2. Turn on the simulator and allow the temperature tao
reach 34Y%C+.270.

ti/fb 3. Set Intoxilyzer mode selection in the ACA modsa by

switching mode selection switeh £9 on or selecting “C*
on keyboard menu.
Attach simulator to the simulator entrance port on the
Intoxilyzer,
Intoxilyzer 5000 display reads “READY TO START” or
“BUSH BUTTON".
€. Push Start Test button or press enter on kKeyboard,
7. Insert card in response to display.
B. RAir blank completed.
g Cazlibration check completed.

Test results G. f) %-ﬂiﬁﬁf} L
10, Rir blank ccompleted.
11. When display reads Test Complete remove evidence card.
Attach the card to the completed checklist.
Return mode selection switch #9 to off position after
all calibration checks are complete or type  and enter
ocn keyboard.

SIGNATUREM M
2N

*WITH OR WITHOUT VAPOR RECIRCULATION AND WITH OR WITHOUT EEYBOARD
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DHS/DSLS/Form Cl1l6 (Rev. 7-93)

Pursuant to s¢ction 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in computer
storage devices of the Tueson Police Department.
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» this decument i3 a certified duplicate of the information contained in computer

Pursuant to section 28-1327, Arizona Revised Stanes

storage devices of the Tucson Police Department.



