CERTIFICATION by CUSTODIAN of RECORDS

Tucson Police Department Crime Laboratory

I hereby certify that these documents are a true and correct copy of the \
periodic maintenance* for the Intoxilyzer 5000 Serial Number

LY - 00R0SY (#3) maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R9-14-404.A.3,
for a 0.080AC solution are 0.070AC to 0.090AC.

Date: ;a/:)o§ Call (,079 AC Cal2 ¢ 7% AC

Date: _ R|A Cal 1 AC Cal2__ AC
Date: N |A Cal 1 AC Cal2 AC
Between the dates of _ N /pf and N /44

the instrument was operating properly and accurately.

The instrument was taken out of service for repairon 1o }3‘7 los

The instrument was returned to service on ey

wily £ Cvuts

0 @nnifevr L. Coombs
12 )2 JoS

ADPS QAS Permit # QAS 29886
SUBSCRIBED AND SWORN to beforeme this 2, day of

gl C) | oTARY PUBLIC-ARIZONA

Necemaen ,2005 .
OFFICIAL SEAL

KATHY A. KINNEY c

Km—m A Wi,
s/ PIMA COUNTY¥ = 2 K
% M.y Comm. Exp. Sept. 4, 2008 N&tary Public 'a\

*Includes documents specified in A.A.C. R9-14-404.A.6

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department.




MEMORANDUM

DATE: October 27, 2005

TO: Applied Electronics FROM: Irene Doran Johnson >
448 Grand Avenue Tucson Police Departmeént
Eagle, CO 81631 Crime Laboratory

270 S. Stone Avenue
Tucson, AZ 85701-1917

SUBJECT: Intoxilyzer 5000 Maintenance and Repair

Enclosed is Intoxilyzer 64-002659 (#13). Officer reported “Unstable Ref” while initiating subject test in
the field.

Please inspect and repair as needed.

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in computer storage
devices of the Tucson Police Department.




02v5-82€ (0£6) :8UOUd « LEILB OO ‘TTDVI « 859 XO8 "O'd » "JAY ONVHD 8¥¥

S12NA0Yd Ia E QaNV —Eo
[N .mo....c.ﬁ_Em..._WLH\N nu:.ﬂ_w@

TIV HOd ALIMOVH 3DIAHIS

ALNVHYVM G3ZRIOHLNY AHOLIVA

.I0L
ONITNVH/ONIddIHS / ZONVANSNT S 1Sk NI TR
XVL
Y0EV1 W.0L 7 9%
SLvd WIOL
_ lg
| [Se0hg| oYW vaddoyy
A | 3SP0Lh —¥ 9 72 -
] *ON’ 435 OSTW
DI1Yd LINN| ALD ['ON Lavd %]b%m%u 40 NOILJI¥DSIA "ON' 43S 04 ONINAL
| [ OV quy ¥amod oV L LIOVYd ive "ON' ¥3S d0d4 ONINML
. 0 YIOUVHO AY3LIVE O 1IDOvad Yo3a "ON"Y3S WA/'W'D'3
3ENL HLY3E O Yovd A¥3LLYE OJ 10VIE Hsva "ON’¥3S YNNILNV
OLVINWIS O HOMDd Y04 ONINNL O 007 ILOWIY \ "ON' 43S YNNILNY
X0€ Lvd L] HOMOd Y0 ONINNL ) d79Y0 Wod b397,O0—fFoN Wiy
ON TR /@v0aA O JEVD NOISNALXI 0 ISV NI AUMVD ISR R
| AYOLNIANT a3IATIOIIY LNIWIINDT |
o L) K () 3NOHd
uosowﬁomoamww%nm%wwﬁ iNALLY "ON '0'd | , PNILLY
e s W o 3IV1S QLS54 diz Md&w AWVIS
oe10%® H%&%uwmwma%%om o ALID 394VHD @02 3 0L MID
o0 sy LS JEENTD . I REs SEEEN AAFEETTT
b ‘1430 5d7] via a,om _ 1430
MIOLS | e \M NN T I\ T30 w0327 [ uaoism
OL dIHS WO¥d Q3AT3IDIY
140d3d IDIAYIS HINOLSND |




s1onpold HdW/IND 104 Ajitoe4 adiales pazuoyiny Aioyoed

—1
[ SOINOYLOIT— | A3I1dd\ V

uogy, .

AR YA i S LT

(8L6T ‘G "N £9508-65%08 GIE 'ON “YH 8°C)
J0Y0I]Y YIDALG d.NSVIP 01 $32103(] 10f
PLOPUDIS UONDISIUIUWDPY A13)DG 21ffv4], ADMYSIEL 10UCDN Y] Y1Im

2oupndwiod u1 3qQ 03 punoj puv pPajsaz som ggm@Sﬁz ]01L3S
e¥AZXTIXOLNI J0 u0101q1m2 2y 10y} AJ13.49 03 $1 S1Y],

NOLLVHAI'TVD P
HO HLVOIALLHHD &




1
4ZA \PPLIED | ——LECTRONICS |
L J

* P.O.BOX 658 » EAGLE, CO 81631 Phone: (970) 328-5420

STATIMENT OF SERVTCE WARRANTY

{
Applied Electronics werrants that any component having been
replaced, to be free of defects in material and workmanship
for a period of 90 days from date of delivery to its customer.
This warranty is limited to only componernts that have been
replaced during the revair of your product.. Applied Electronics
obligation is limited :o repairinag or replacing as we may elect
of any component cove:ed under this servicze warranty.

Any parts or components considered cove red by this warranty
shall be returned freight prepaid to Aynlied Electronics.
Return freight shalj 1l paid by Appliec Electronics.

This warrnaty may be voided if the product has been adveréély
effected or tampered with in any way.,

This service warranty is scparate from the original manufacturers
warranty. In no even! shall Applied Elecitronics be liable for

any loss or damages arising oul of any such defective component
or workmanship.

. . ised
Pursuant to section 28.1327, quona Rev.1
Statutes, this document is a gernﬁed duplicate of
the information containéd.in computer storage
devices of the Tucson Police Department. )



TUCSON POLICE DEPARTMENT
CRIME LABORATORY

N7 INTOXILYZER SERVICE RECORD

e

QAS: ‘\-Bpf\nr\%( COOMBS 90160

Intoxilyzer Serial Number: 194 - 002 (OS C? (_&’/3 3

Date Returned to Service: /] / ! / o\

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in
computer storage devices of the Tucson Police Department,




EXHIBIT Q ,Ogb

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY 4 /
A.A.C. R9-14-404(A)

ARIZONA DEPARTMENT OF HEALTH SERVICES

STANDARD QUALITY ASSURANCE PROCEDURES 4&4
INTOXILYZER MODEL 5000%*

\ )
AGENCY  Tucson Police QA SPECIALIST \\U\(\of(f C@D{V\BS HlbD

(Print Name)

INTOXILYZER SERIAL # (g4 - 002 (p159 C"tl?)\ LOCATION  ( AYA

PATE _ Detgmboer | = 8 Qone  TINE 06 43
V// Display reads “RgibY TO START” or “PUSH BUTTON TO START
TEST.”

DIAGNOSTIC TESTS
/ DVM Test check. Setting should be between .200 and
.600. Mode selection switch S2 on, S1 and S3 off or

keyboard menu selection “H”. Reading is 384 .

v// Display Test check. Mode selection switch S1 on and S2
and S3 off or keyboard menu selection “V”.
v// Printer Test check. Mode selection switch sl, S2, S3

off or keyboard menu selection “p”.

Clock time check. Mode selection switch S10 on or
keyboard menu selection “E”. ‘

< Date check. Mode selection switch S11 on or keyboard
menu selection “E”.

OPERATIONAL TESTS
v~ Alcohol free subject Test result 0. HOO AC
v~ Error recognition logic system functioning
Invalid test printed
/ Proper sample recognition system
Invalid sample printed
Deficient sample printedv/
N/A Completeness of sample purge with collection tube**
/ Calibration standard 0. KO AC

Results: 0.079 AC ¢ O OIE AT

Instrument operating properly and accurately. YES v/ NO

COMMENTS:

{ /N
SIGNATURE M Of M

0. N/A alcohol 4gnceé;}ation standard collected for subsequent
analysis.**

*WITH OR WITHOUT VAPOR RECIRCULATION AND WITEH OR WITHOUT KEYBOARD
**THIS STEP IS ONLY REQUIRED IF THIS DEVICE IS BEING USED FOR
SAMPLE CAPTURE.

DHS/DSLS/Form C117 (Rev. 7-93)

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in computer
storage devices of the Tucson Police Department,
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this document is a certified duplicate of the information contained in computer

Pursuant to section 28-1327, Arizona Revised Statutes
storage devices of the Tucson Police Department.
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this document is a certified duplicate of the information contained in computer

Pursuant to section 28-1327, Arizona Revised Statutes,

storage devices of the Tucson Police Department.
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Pursuant to section 28-1327, Arizona Revised Statutes,
storage devices of the Tucson Police Department.

this document is a certified duplicate of the information contained in computer




EXHIBIT P

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY
A.A.C. R9-14-404(R)

ARIZONA DEPARTMENT OF HEALTH SERVICES

’

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 5000%*

STANDARD CALIBRATION CHECK PROCEDURE A@N

Agency Tucson Police Department Date | /I{D( Time 05(107
Intoxilyzer Serial # (o4 - 002oSq (¢l3\ Location L AL
QA Specialist \XQAﬂbgéf' CQDCNV\kii HiolloO

(Print Name)

( V/T 1. Pour a standard alcohol solution of known value into a
clean dry simulator jar and assemble the simulator.
Insure that a tight seal has been made.
Standard value: 0.H%D AC

( V/S 2. Turn on the simulator and allow the temperature to

reach 34°cC+t.2°C.

( J/T' 3. Set Intoxilyzer mode selection in the ACA mode by
switching mode selection switch #9 on or selectlng wc”
on keyboard menu.

( ) 4. Attach simulator to the simulator entrance port on the
Intoxilyzer. .

/ﬂfv/ﬁ 5. Intoxilyzer 5000 display reads “READY TO START” or

“PUSH BUTTON".

6 Push Start Test button or press enter on keyboard.

7. Insert card in response to display.

8. Air blank completed.

9. Calibration check completed.

e
/7
\‘//z/‘;} Test results 0.D79AC ¢ 0.0718 AC
A
/)

10. Air blank completed.

11. When display reads Test Complete remove evidence card.
Attach the card to the completed checklist.

12. Return mode selection switch #9 to off position after
all allbratlon checks are complete or type Q and enter
on k ybo

SIGNATURE U /7/ /)M

*WITH OR WITHO‘@ 4 RECIRCULATION AND WITH OR WITHOUT KEYBOARD

DHS/DSLS/Form Cl11l6 (Rev. 7-93)

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in computer
storage devices of the Tucson Police Department.
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, Arizona Revised Statutes, this document

storage devices of the Tucson Police Department.
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