EXEIBIT Q ' lOFb

THIS REPORT PREPARED PURSUANT TO DUTY IMPOBED BY
A.A.C. R9-14—-404(A)

ARIZONA DEPARTMENT OF HEALTH BERVICES

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER HODEL 5000% /1%

AGENcY Tucson Police QA SPECIALIST \SGJ\Y\I‘QI C(SDIV\bS 4eilbo

(Print Name)

INTOXILYZER SERIAL #/04-‘003505@‘:“0\ LOCATION_ Dill H®

DATE_Desombey 24 7zood — TIME__094%
Display reads " Y TO START'" or "PUSH BUTTON TO START
TEST."

TAGNOSTIC STS
DVM Test check. Setting should be between .200 and

.600. Mode selection switch S2 on, S1 and S3 off or
keyboard menu selection "H". Reading is _

v Display Test check. Mode selection switch S1 on and S2
and S3 off or keyboard menu selection "V".

v// Printer Test check. Mode selection switch S1, S2, S3
off or keyboard menu selection "P".

M'xb Clock time check. Mode selection switch S10 on or

V/ keyboard menu selection "E".
Date check. Mode selection switch S11 on or keyboard
menu selection "E".

OPERATIONAL TESTS
fi Alcohol free subject Test result 0. 00O AC
Error recognition logic system functioning
Invalid test printed
v Proper sample recognition system
Invalid sample printed ,/ .
) Deficient sample printed
'+ N/A Completeness of sample purge with collection tubex*
;Z Calibration standard 0. 8& AC
Results: 0.051AC £O0BIAC.
Instrument operating properly and accurately. YES{Z&O__

compents: Hnied clock 0941 = 0g4R

| [ i,
R t .
Coonds
SIGNATURE Z(‘
alcohl égncentration standard collected for subsequent
anal Sis.n# _

*WITE OR WITHOUT VAPOR RECIRCULATION AND WITH OR WITEOUT XEYBOARD

**THIS BETEP IS8 ONLY REQUIRED IP THIS DEVICE IS8 BEING USED FOR
S8AMPLE CAPTURE.

DHS/DSLS/Form €117 (Rev.7-93)
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EXHIBIT Q ' ‘Ogb

THIS8 REPORT PREPARED PURSUANT TO DUTY IMPOBED BY .
A.A.C. R9-14-404(2)

ARIZONA DEPARTMENT OF HEALTH S8ERVICES

STANDARD QUALITY ASSURANCE PROCEDURBS
INTOXILYZER HODEL 5000« ’éh

AGENCY Tucson Police qa SPECIALIST JGJ\V\PQI GYDM&)S Yo l(gD

(Print Name)
INTOXILYZER SERIAL # LOCATION__ Dl H®
DATE_Defombey 29 Zo0q  TIME__ 0943

v Display reads "

TEST."

TAGNOSTIC STS
DVM Test check. Setting should be between .200 and

.600. Mode selection switch S2 on, S1 and S3 _off or
keyboard menu selection "H". Reading is _.

Display Test check. Mode selection switch S1 on and S2
and S3 off or keyboard menu selection "V".

Printer Test check. Mode selection switch S1, S2, S3

L
v
?#’ off or keyboard menu selection "P".

Y TO START" or "PUSH BUTTON TO START

Clock time check. Mode selection s¢1tch S$10 on or
keyboard menu selection "E".

Date check. Mode selection switch S11 on or Keyboard
menu selection "“E".

QPERATIONAL TESTS
fi Alcohol free subject Test result 0. 0D AC
Error recognition logic system functioning
Invalid test printed
v Proper sample recognition system
Invalid sample printed ./ .
Deficient sample printed
- N/A Completeness of sample purge with collection tubex=
z calibration standard 0. 8& AC
Results: 0.051AC £OCBIAC.

Instrument operating properly and accurately. YES{CNO__

commENTS :. Ffnued an(L 0941 = 0443

i /! Py
SIGNATURE /AM-/{ MS
alco%r ncentration standard collected for subsequent
anal Sis.w

*WITHE OR WITHOUT VAPOR RECIRCULATION AND WITH OR WITHOUT KEYBOARD
**THIS BTEP IS ONLY REQUIRED IP THIS DEVICE I8 BEING UBED FOR
8AMPLE CAPTURE.

DHS/DSLS/Form Cl117 (Rev.7-93)
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EXHIBIT P 5of b

THIS8 REPORT PREPARED PURSBUANT TO DUTY IMPOSED BY
. A.A.C. R9-14-404(2)

ARIZONA DEPARTMENT OF HEALTH SBERVICES

STANDARD QUALITY ABSURANCE PROCEDURES
INTOXILYZER MODEL 5000%*

S8TANDARD CALIBRATION CHECKX PROCEDURE (%\'\

Agency _Tucson Police Department pate I& 37/0‘{ Time ﬁ(ﬁﬂé

Intoxilyzer Serial# #%?ﬁg7?:iLT&§ocatlon DUl "o

QA Specialist __.)gnni Joleo

(Print Name)

( /) 1. Pour a standard alcohol solution of known value into a
clean dry simulator jar and assemble the simulator.
Insure that a tight seal has been made.
Standard value: 0.080 AC

( v/) 2. Turn on the simulator and allow the temperature to
reach 34°C+.2°C. ‘

( V') 3. sSet Intoxilyzer mode selection in the ACA mode by
switching mode selection switch #9 on or selecting "c"

on keyboard menu.
( V/) 4. Attach simulator to the simulator entrance port on the
I

Intoxilyzer.

wn

Intoxilyzer 5000 display reads "READY TO START" or
"PUSH BUTTON".

Push Start Test button or press enter on keyboard.
Insert card in response to display.

Air blank completed.

. Calibration check completed.

Test results 0.(RIAC¢0,050 AC

Air blank completed.

11. When display reads Test Complete remove evidence card.
Attach the card to the completed checklist.

12. Return mode selection switch #9 to off position after
all ,calibration checks are complete or type Q .and enter

. on Keyb ari%o (q
'SIGNATURE M A - M

*WITH OR WIT UTéghPOR RECIRCULATION AND WITH OR WITHOUT KEYBOARD

.

~ SN
BRI

DHS/DSLS/Form C116 (Rev.7-93)




@
S (/4

Qyvd HILNIYd ._.Zw.ZDE.wZ_ LHIZAUXOLN

f

SHHVWIY HO/ ANV NOLIVIWHOINI WWNOLLIQAY

HOUVH3JO

(I[N

GaAH3SE0 150 INL

m ﬁg PZMMEMZ.

INVYN S.1I3r8NS

“03MIY180 LS3IHSIH SUM O3ILMIdd

INIBA - I1dUES LHITIII430 *
he tET anaE " LRI
f@iel BE@ " 1531 1a3rans
Tatal @ MHETE AlY
311 3INTYA 298 | 1534

he e2/21
fBEEBB=—hF NS pe@s 13004 ZV
IZATRME IOHNANE ~ HIZATIHOLMI

JHT THD

uz__s_uiowmr.w,

e ]

ONIIWD Aq omm_ O

QHvD H3LNIEd INIWNHLISNI HIZXUXOLNI

RTINS

SHYYW3H HO/ ONY NOLLYWHOSNI

il HOIVH3dO

Q0o

- T wz_ * GIAGISAR0 15013 INL
IANYNS.L N

§

;
mm. a1 g8a ANYTE m:u.
r.:w. gmy ARET ANAHBS OITMHANI
Ao @l Bae AHES mHa

r
w .um.:._. Inga agg ._.Um._. )
...... L_,_m_ 52721
. cBrEgo-h9 HS . m:um_.u .._w_ucz 24
3\ HIZATEMHY TIOHOITY - HIZATINOLHI
N F JHT THO




