CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Department Crime Laboratory 4‘)}1

I hereby certify that these documents are a true and correct copy of the
periodic maintenance™ for the Intoxilyzer 5000 Serial Number
(00330 %@’;/{;_‘) maintained by the Tucson Police Depariment
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R9-14-404 A 3
for a 0.080AC solution are 0.070AC to 0.090AC,

¥

Date: $/27/05 Call_0.079 AC Cal2_ 0.079 AC

Date: AJ7t Cal 1 AC Cal?2 AC
Date: ALA Cal 1 AC Cal?2 Al
Between the dates of AL and A/ A

the instrument was operating properly and accurately.

The instrument was taken out of service for repair on
The instrument was returmed to service on /A7 /NS

[rene Doran

7/l /OS5

ADPS QAS Permit # QAS 29586
SUBSCRIBED AND SWORN to before me this _é- , day of

?7:;/.*, 2RO

— 3FFICIAL SEAL
A KATHY A. KINNEY
2 | NOTARY PUBLIC-ARIZONA |
&) PIMA COUNTY

*Includes documents specified in A.A.C. R9-14-404. A6

Pursuznt to section 28-1327, Arizona Revised Statutes, this document is-a certified duplicaiz of the
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EXHIBIT Q }Ehﬁ (ﬂ

THIS REPOBRT PREPARED PUBSUANT TO DUTY IMPOSED BY /fgl.’
AA.C, RE-14-404 (7]

LRIZONA. DEPRRTMENT OF HEALTH SER‘-.",EGELSJ‘{

STANDARD QUALTITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 5000%

QA SPECIALIST "r-{{yp:j @QZ(-E&&} = BB¥F
BEfint Namel
INTOXILYZER SERIAL § (94”003303 éﬂ-’fﬁ.) LOCATION Lol
bATE  June 2F 5 2005  TTIME [[:23
v Display reads “READY TO START" or “PUSH BUTTON TO START

TEST."

AGENCY Tugson Police

DTAGNOSTIC TESTS

v DVM Test check. Setting should be between .200 and
+B00: Mode selection switeh 82 on; 51 and 53 off or
keyboard msau selection “H™, Reading is iffﬁ :

Vﬂf Display Test check. Mode selesction switch 51 on and 52

/ and $3 off or keyboard menu selectian “V7.
Printer Test check: Mode selection switch 51, §

/ cff or keyboard menu selection “B".

%]

i oad

Clock tims check. Mode selesction switch 510 on ar
keyboard menu selsction “E".

L// Date check. Mode selection switch 311 dn or keybdard
menu selection “E”

hol free subject Test result 0.000 AC
r recognition logic system functioning
Invalid test printed
./”/ Proper sample recognition sysktem
Invalid sample printed "
Deficient sample printed

M/ R Completeness: of sample purge with collectien tcube**
v~ Calibration standard 0.080 AC
Results: i 0
Instrument operating properly and accurately. YES _-ACI i

COMMENTS

SIGHNATURE i { g,&_‘ﬁfﬁ
0. N/ alcohol concentration standard- collscted for subseguent

analysisg, **

*WITH OR WITHOUT VAPOR RECIRCULATION AND WLTH OR WITHOUT EKEIBOARD
**THIES STEP IS ONLY REQUIRED IF THIS DEVICE 15 BEING USED FOR
SAMPIE CAPTUEE.

DHS/DSLS/Form C117 (Rev. 7-93)

Pursuarnt 1o section 28-1327, Arizona Revised Stanmes, this document 13 o certified duplicate of the information contained in computer
storzge deviees of the Tucson Police Departiment
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Pursuant to section 28-1327, Arizora Revized Statutes, this document i3 a certified duplicate of the information contained in computer

storage devices of the Tucson Police Department.
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Revised Siatutes, this document isa cerified duplicate of the information contained in computer

storage devices of the Tucson Police Department.

Pursuant 1o section 28-1327, Arzona
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; i 2a- , Arizona Revised Statutes, this decu 15 3 i i | i
Sk 5o Ao aF the TucsonPelite Diparment ! decument is a certified duplicate of the information contained in computer
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THIS REPORT DREPARED PURSUANT TO DUTY IMPOSED BY 75
R.A-C. RO-14-4041R)

EXHTEBIT P

ARIZONE DEPERTMENT ‘OF HEALTH SERVICES

STANDARD QUALITY ASSURANCE If-"E'L[]"‘;.‘E.I:}'T_JE'.ESlﬁéJI
INTOXILYZER MODEL 5000+

STANDARD CALIBRATION CHECK PROCERURE

Agency Tucson Police Department Date 62?-2005 Time Hf_g
Intoxilyzer Serizl # t;ﬂ-—[}OﬁﬁnB Ir£ ! Location A.b.-b

; i
QA Specialist [evvy Qulleaps 2884
-/ ?'f')n Name |
l Vfi 1. Pour a standard alcohol =plution of known valug into a
clean dry simulator jar and assemble the simulator.

ITnsure that a2 tight seal has been made.
V/f Standard wvalue: 0080 ¥l
| | 2. Turn on the simulateor and allow the temperature Co
reach 34°C+.2°9C.
{ Vfa . Set Intoxilyzer mode selecticon in the ACA mode by
switching mode selection switch #% on or selecting “C”

Lad

M//’ on keyboard menu
) ) 4. Attach simulator to the simulator entrance port on th

r
[

un

Fntoxilyz
EV{/T . Intoxilyzsar 5000 display reads “READY TO START™ or
“BUSH BOTTON™.

iVLf‘ 8. PFush Start Test butten or press enter on keyboard.
t:;;i 7. Insert card in response to display.
{ ] B. Air blank completed.

{meﬁ §, Calibration check completed.

WP o Test results 0.0FAC and {}O:t'“q AC
V} 10, Bir blank completead.
11. When display reads Test Complete remove evidence card.
Btkach the card to the completed checklist.
{ V/T 12. Return mode selection switch #% te off positien after
all calibration checks are complete or type Q and enter

on keybogrd.
SIGNATURE ff”*"£ZLLMA (:al;éz*—nn

Se=—— ==
*WITH OR WITHOUT VAPOR RECIRCULLE ON AND WITH OR WITHOUT KEYBOARD

DHS/DSLS/Form C116 (Rewv. T-93)

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a centified duplicare of the information contained in computer
storage devices of the Tucson Police Department
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Pursuant t o0 28- : e ;
o section 28-1327, Arizona Revised Stanres, this document is 2 certified duplicate of the information contained in computer

storage devicas of the Tucson Police Department,



MEMORANDUM

DATE: June 6, 2005 j(f

TO: Applied Electronics : FROM: TIrene Doran
448 Grand Avenue Tucson Police Department
Eagle, CO 81631 Crime Laboratory

270 S. Stone Avenue
Tucson, AZ 85701-1917

SUBJECT: Intoxilyzer 5000 Maintenance and Repair

Enclosed is Intoxilyzer 64-003303 (#16). It was pulled from service for preventive maintenance. The
date and time were incorrect. Please check printer functioning, Although I was unable to reproduce any
problems, they were reported in field use.

Please repair.

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in computer storage
devices of the Tucson Police Department.



CERTIFICATE OF
CALIBRATION

;Wz;-i@j This is to certify that the calibration of INTOXILYZER®
| serial number 6L4-0033603 , was tested and found to be in compliance

with the National Highway Traffic Safety Administration Standard
for Devices to Measure Breath Alcohol
(3.8 ER., No. 212 30459-30463 Nou. 5, 1973.)

Dat&n;m )gf 2005 Signed ‘IQJM %ﬁ;{%/\,—{

e U
gﬁ_\‘wusn | SLECTRONICS |
]

Factory Authorized Service Facility For CMUMPH Products




‘replaced during the rr sair of

// A \PPIIED bt_.fs_ CTED Jcsthc

Wwﬁ:—w Se= Uy it - .04 2R Phona: (870) 328:5420

STATIMEMWDT O v ier WHARRANTY
Applied Electronics werrants thol any «omoonent having beean

replaced, to be free of defects Ln matior

for a perlcd of 90 days from dake
This Warrantcy 15 limilad En vy

21 and workmanship

of drlivery to its customer.
somoonenos: that have bBeen

yrn el ac? Applied Electronics

obligation is limitrd -a TOPpaiTinmg oo qrLau:lrg a3 we may elect
of any companent cove.sd under bhain sesvise warranky.
ANy parts or componcal s cons it OO by Ehis warranty
shall be relurned Everghl pvgsneint 1 Aol ted Electronics.
Rekburn frelgut shali lz pair b "iplice Electronics.
This warrnaty may Bee valdorl 70 o prothuct: has bean adversely 5
effected or tampered wibh in .o LA
- . | . PI "l
This service warranty is soparake (vam the original manufacturers

warranty. In no ovedl
any loss of ‘damages actisine el

thoany sueh defective component -
or warkmanship.

Pursuant to seetion 28,1327, Arizona Revisad
Statutes, this document is a certified duplicate of
the mformation contained in computer storage
devices of the Tucson Police Department.

shall Apypd el H1Hr1r0n1L5 be liable for iz



RECEIVED FROM SHIP 10
= DATE r.,r ID-05 i
asToER "y zcon Policg Bﬂwﬁa = [ EUSTOMER
DEPT, REC'D VIA (A Pr DEPT, ; )
Crimwe [ b : STREET _ Pursuant to section 28,1327, Atizona E...m__aam »
STREET .mlulx 0 S. Stens fe [0 gytutes, this document is a certified duplicate
CITY ll_ﬂuw.mh.m.d_./ ERD LA CITY the informalion contained in computer s :__n:_mm
STATE A ..N| mEu%v,m 7O % devices of the Tueson Police Departmen
7 PO, NO. 7 il
ATTEN: ATTEN:
PHONE { ) | PHONE ( )
EQUIPMENT RECETIVED INVENTORY
MODEL 9§ DOS CARRY ING CASE il EXTENSION CABLE ] KEYBOARD/ CABLE. [\ )y D
SERIAL NO. (LY ~QDn wu@ E4 ECM CABLE [ TUNING FORK POUCH ] PAT BOX E
ANTENNA SER.NO. REMOTE LOCK 8] TUNING FORK POUCH ] SIMULATOR L]
ANTENNA SER.NO, DASH BRACKET ] BATTERY PACK ] BREATH TUBE X
E,C.M./VM SER.NO, DECK BRACKET ] BATTERY CHARGER ] ]
TUNING FORK SER.NO, BAIL BRACKET ] A/C POWER CORD Woong Y] O
TUNING FORK SER.NO. DESCRIPTION OF CHARGES————] PART MO,| @Ty |UNIT PRICE| TOTAL
MISC, SER (NO. \lwlummhﬁqﬂ Crromt 220093 |
e a0t i jong || 4=
= - e ——— — e m—
CUSTOMER COMPLAINT / SERVICE REQUESTED
In._\__ pg Sy ,_l,v.DIm incgrrect
my_:n,mﬁ Cronren
CORRECTIVE ACTION TAKEN Clollcusisn (e [
Tﬁlﬁh‘}ﬁh,ﬂm Hina ﬁxﬁswxﬁﬁ I _ﬁ..mpn_um.r =
nsc. flaxor ?& Foploced musiing Leot TOTHL ATS
?_%: nu?:h}.__h_.d _u...ui_nuw. Z ,GI.@.
N mwambﬁTa? : TAX
= TNSURANCE/ SHIPPING/HANDLING

FACTORY AUTHORIZED WARRANTY

SERVICE FACILITY FORALL

Og— AND g ﬂ_—l— PRODULTS

e |
&@%ﬁu | SILECTRONICS, INC.]

£48 GRAND AVE. » P.0. BOX 850

* EAGLE, CO PG = Phane. (B70] 32R-5430



[of 1

TUCEON POLICE DEPARTMENTT%
CRIME LABORATORY

INTOXILYZER SERVICE RECORD

YK

QAS: (WVHU} Gﬂ: ijf@ﬁ AEY 7

Intoxilyzer Serial Number: 64-00 330‘3 é#fé )

Date Returned to Service: &J '23' 05

Pursuant to section 28-1327, Arizona Revised Statutes, this decument is a cenified duplicate of the information contained in
computer storage devices of the Tueson Police Department.




