CERTIFICATION by CUSTODIAN of RECORDS,

Tucson Police Department Crime Laboratory

4

| hereby certify that these documents are 2 true and correct copy of the
periodic maintenance® for the Intoxilyzer 5000 Serial Number
_(Y=00 3203 (At naintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program,

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R9-14-404.A 3,
for a 0.080AC solution are 0.070AC to 0.090AC.

Date: é’/ﬂ??/ﬁﬁr Call, O.27F7 AC Cal2 f:?éj?? AC
Date:_ 7 /[/2/05Call_0.080 AC Cal2_).057  AC

Date: s Cal 1 AC Cal?2 AC
Between the dates of le/d ?/QTF and ?/XJ/GF_

the instrument was operating properly and accurately.

The instrument was taken out of service for repair on
The instrument was returned to service on

e o

Irene Doran

2//9/05

ADPS QAS Permit # QAS 29586

SUBSCRIBED AND SWORN to beforeme this /9, day of
Jul 2065 .
DFFICIAL SEAL <

& e KATHY A. KINNEY
{[55=] | NOTARY PUBLIC-ARZONA—

vS%/ PIMA COUNTY
My Comm. Exp. Sept. 4, 2008 otary Public

*Includes documents specified in AL A.C. R9-14-404.A.6

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a-cenified duplicate of the
informartion contained in compurter storage devices of the Tuecson Police Deparmment:
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EXHIBIT O E’K’

THIS5 REPORT PREPARED PURSUANT TO DUTY IMPOSED BY
A-A.C.—R9-14-404(48)

ARIZONA DEPARTMENT OF HEALTH SERVICES

STANDARD QUALITY ASSURANCE PROCEDURES /bb\
INTOXILYZER MODEL 5000*

AGENCY Tucson Police QA SPECIALIST I.:FE!:IE Dor—ar; KBS
[Brint Nams)

INTOXKILYZER SERIAL & (% —00 3203 6%"&) LOCATION ME,L,LQ

DATE July 13 17 2005 Tins /e [
/ ‘ —ks ’
Display reads "“READY T8 S5TART™ or “PUSH BUTTON TO START
TEET:

DIAGNOSTIC TEST!
v T E Setting should be between .200 and
. lection switeh 52 on,;, 51 and 33 off or
- keyboard menu selection “H”. Reading is 290 -
[ Display Test check. Mode selsction switch 21 on and 52
\///;and 53 off or keyboard menu selection “V*.
Printer Test check. Mode selectian switch S1. 52, &3
~ off or keyboard menu selaction “B~.
Vi Clock time check. Mode selection switch 510 on or
keyboard ment Selectign ™E™.

Lf/f Date check. Mode selection switch S11 on or keyboard
ment- selection “EY.

OPERATIGNAL TESTS
v/ BAlcohol free subject Test result 0. GO0 AC

7 Error recognition logic system functioning
Inwvalid test printed

v, Proper sample recognition system ;
Invalid sample printed
Deficient sample printed
H/a Completeness of sample purge with collection tubakx*

Sy Calibration standard 0.8 AC
Results: 0.05DAC « 4 0¥ (AT

Instrument operating properly and accurately. YES wa

COMMENTS:

SIGNATURE W.(_‘ ngﬂ/&ﬂt-,__..-

0. N/A alcohol concentration standard collaected for subseguent
analysis.**

*WITHE OR WITHOUT VAPOR RECIRCULATION AND WITH OR WITEOUT KETYBOARD
**THIS STEP IS ONLY REQUIRED IF THIS DEVICE IS BEING USED FOR
SAMPLE CAPTURE.

DHE/DSLESForm CHIT (Rev. 7-93)

Pursuant to section 23-1327, Arzona Revised Statutes, this document is a certified duplicate of the information contained in computer
storage devices of the Tucson Police Department,
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Pursuant to section 28-1327, Arizona Revised Stanies, this document is a certified duplicate of the information contained in computer

starage devices of the Tucson Police Department.
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Pursuant to section 28-1327, Arizona Revised Statutes, this document is & certified duplicare of the information contained in computer

storage devices of the Tugson Police Department.
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INVALIO TEST

SAMPLE INTRODUCED 7#EZZ,

AT IHRROFER TIME.

B 12405
12: 24

/

SUBJECT S HAME

NE FIRST CRAERTE

Yp33

DFERATOR L%

ACDITIOMNAL BFCRMATION ARD QR REMARCS

INTOXILYZER™ BSTRUMENT PRINTER CARD

£ 1966 by CMIING.

o =/ / /A

Pursuant to section 28-1327, Arizona Revised Statures, this document is a certified duplicate of the information contained in computer
storage devices of the Tucson Police Department.
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EXHIBIT P

THI3 REFORT EREPARED PURSUOANT TO DOTY IMPOSED BY
B.A.C. RS-14-404 (1)

ARTZCONA DEPBETMENT OF HEALTH SERVICES

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MCDEL 5000%

STANDARD CALIBRATION CHECEK PROCEDURE /\j\\

Agency Tucseon Police Department Date .?7&Q/Eﬂr Time /21
Intoxilyzer Serial # (0% =00 330 = 7 fe ]' Logcation Dul He
OA Specialist Lrene Paran 23y

{ iy

I
d‘/a o4
{4 5=
{‘/L/f 5.
[ijf' T
(v A4 Bi.
(SA ol
T

{
(Sur” 11,
7T T

SIGNATURE

(Print ¥ame)

Pour a standard alcohol solution of knewn values into a
clean dry simulator jar and rassemble the simulator.
insure that a tight seal has: been made.

Standard wvalus: 0.08D AC

Turn on the simulator and allew tChe temperature to
reach 34°C+.2°%C.

Set Intexilyzer mode selection in the ACA mode by
switehing mode selection switch #92 on o selecting “Co
gn keyboard menu.

Attach simulator to the simulator entrance port omn the
Intoxilyzer.

Intexilyzer 5000 display reads "“READY TO STABET" or
“PUSH BUOTTON™.

Push Start Test burtton or press enter on keyboard.
Insert card in response to display:

Air blank completed.

Calibration check completead.

Test results 0. GSD o (0.0 AC

Rir blank completed.

When display reads Test Complete remove evidence carcd.
Bttach the card to the completed checklist.

Return mode selectlon switch #9% to off position after
all calibration checks are complate or type 0 and enter

on -keyboard.

e

*WITHE OR WITHCUT VAPOR RECIRCULATION AND WITH OR WITHOUT EEYBOARD

DHS/DSL5/Form CllEe (Rev. 7-93)

Purstant to section 28-1327, Arizona Revised Statutes, this document is a cemified duplicats of the information contained in computer
storage devices of the Tucson Police Department.
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Pursuant (o section 28-1327, Arizona Revised Stanutes, this document is a certified duplicate of the information contained in computer

storage devices of the Tucson Police Department.




