CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Department Crime Laboratory 5(}._

[ hereby certify that these documents are a true and correct copy of the
periodic maintenance* for the Intoxilyzer 5000 Serial Number

04- 003303 (#16) maintained by the Tucson Police Department

Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for a 0.080AC solution are 0.070AC to 0.090AC.

Date: 4-9-2006 Call _ 0.0F2 AC Cal2 0.078 AC
Date: JO-{- 2006 Call__).08] AC Cal2__0.080 AC

Date: = Cal 1 AC C(Cal2 AC

Between the dates of q A 20006 and  [0-b- 2006

the instrument was operating properly and accurately.

The mmstrument was taken out of service for repair on J\J ’/af
The instrument was returned to service on MIA
/

Q?&MMLA
o 0

Terry S. Gallegos
(0-30-200

ADPS QAS Permit # QAS 976
SUBSCRIBED AND SWORN to before me this 70, day of
Aoty e 2024 .

AW 4_,(7; -'4 fo/r?bf’?'f_m

Notary Public

i OFFICIAL SEAL
A KATHY A, KINNEY
1%l NOTARY PUBLIC-ARIZ

S5 pIMA COUNTY
My Comm. Exp, Sept 4, 2008

*Includes documents specified in A.A.C, R13-10-104.A.5

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contzined in computer storage devices of the Tucson Police Department.



EXHIBIT E-4

THIS BREPORT PREPARED PURSURNT TO DUTY IMPOSED BY }Dgfa
L.A.C, R1l3-10-104 (&)

LRIZONAR DEPARTMENT OF PUBLIC SAFETY FSH

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 5000%

STANDARD QUALITY ASSURANCE PROCEDURE A

2

B SPECIALIST f.f,VVu' 611["&!{}5 AEJE:Q?: AGENCY Tucson Police Department

DATE [0 G ZGO{p"‘} TIME 1SS

INTOXILYZER SERIAL # (04‘5'033013 (#16) zocatzon NDNUT H‘f?

( pfﬁf 1. Display reads “READY TO START" or “PUSH BUTTON TO START TEST

DIAGNOSTIC TESTS

{Vf 1. DVM

Test check. Setting should be betwsen .010 and .&00.

selection switch 52 on, 51 and 53 off or keyboard menu sslection

/ “H". Reading is  SF2 ;
) 2

,_,/ or keyboard menu selection V.
}

!
L]

kevboard menu selection "P7,

Display Test check. Mode selection switch S1 on and 52 and 32 oiff

3. Printer Test check. Mode selection switch 581, 852, 53 off

*i w7 4. Clock time check. Mode selection switch 510 on or keyboard menu

selection “E".
i\'/J 5. Date check. Modse selsction switeh S11 on
selection “E",

CPERATIONATL TESTS

1. Alcohol-fres subject Test result 0.0060 AC
vf{f 2. Errpr recognition legic system functioning
Invalid test printed
{ ) 3. Proper sample recognition system

I.n'l.ra?.:i.d sample printed V"

Deficient sample printad
{ w7 4. Standard Calibration Check standard 0. ﬁﬂ AC
Results: 0.OBIACand 0.080 AC

Instrument cperating accurately and properly. YES /HG

COMMENTS : ime  1b.0H 1o /6110

or kevboard menu

STGNATURE AdUAM (&U‘g/—-

*WITE OR WITHOUT vAPOR CLR*ULHTIDL AWND WITH OR WITHOUT EEYEOARD

r':.

DES Forzm Exh E-4 (Rew. 05-1)

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information
contained in computer storage devices of the Tucson Police Department,
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28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information

vontained in computer storage devices of the Tucson Police Department.
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Pursuant 1o section 28-15327, Arizona Revised Stanges, this document is & certified duplicate of the information comtained in computer
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EXHIBIT E-2

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED EY
A.R.CL RIZ=-10=-104 (1)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES :H};F
INTOXILYZER MODEL 5000 1

STANDARD CALIBRATION CHECK PROCEDURE

|
U
QA SPECIALIST “T¢ Vv £ BHYH- ncENCY Tucson Bolice Department

DATE gﬂ- (o' 200 TIME IS56

INTOXILYZER SERIAL # GY-003303 {#"sz LOCATICON ))l'.ﬂ: H’Q

[ Vﬁ 1. Pour a standard alcohol concentration solution into a
clean dry simulator jar and z2ssemble £he simulator.
Ensure that a tightit seal has been made.

Standard value: D.ﬂ&ﬂ aC,

i‘/r] 2. Turn on the simulatoer and allow +the temperature to
- rEach 34°C & B.2°C,
{ | 3. BSBet Intoxilyzer mada selection in the ACA mode by
switching mode selection switch #9 on or selecting “C”
V/H on keyboard menu.
| ] 4. Attach simulator to the simulator entrance port on the
Intoxilyzer,
i“’"{i 5. Intoxilyzer 5000 display reads “READY TO START" or
“POSH BUTTON™.
v v

€. Push Start Test button or press enter on keyboard.
7. 1Insert card in response to display.
(V¥ v B. Rir blank completed.
8. Standard Calibration Check completed.
Test results 0. ﬁ M !!!'IJ ﬂﬂ& AC.
(v V{ 10, Rir blank completed.
W v  11. When test complete, remove printed record. Attach the
record to the completed checklist.
{ } 12. Return mode selection switch #89 to off poesition attar
all calibration checks are complete or t
on keyboard.

S ENATTRE K?Lw«éﬂ»%/
ot

*WITH OR WITHOUT VAPOR RECIRCULATION AND WITH OR WITHOUT KEYBOARD

DPS Form Exh E-2 (Rav. 05-1)

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information
contained in computer storage devices of the Tucson Police Department.




e

-~
=
<

e

y// /' —=4

TN D MY agEs

04 HIANIEAG ISANLSN] A2 OLN

WAL TS

GAEIY 31 0 OHY RERVISETHNT Ty U0

EETCT e

heee SO Y

——

CAAEEED il 3AIL

EN TSN

P/ L=

SIS A BREL 1D

QYD HALATRS LNINHESM 2 HEZAOEN]

ARSI 0GR OO Ty

g_lnﬁ_._.

£hEBT SOV

nagw

EFLUHRTICN ESB1S TR0

Thng

TR e

T

c@:aT
LS9l
haiat
INIL

CHEEBE-hT NS

Byae "

Baa

HATTHEA

AMBIE dIY
MBS dII9ANL
AMETE 1Y
agg L3l
a@/9a/ 81
aaas 330K ZY

HITLTOHNE JOHOOY — AHIZANIEOLNI

OMI TM3

I

TOEM1IEL80 LS3IHOIH

dTes -
EBIRT gEa "
HEiaT £da’
QAT HeE®
INT L AM71HS JEd

EBEEBE—HD HE

AFZATTHHE TTOHOITY -

8N O03LHIdd

F1dHBS IN3TITAFN

ANETIE 414
1831 133rans#
AMBTIE AIY

131

S8/98/,681

BRBS 1300 26
MIZATTIXOLHE
B

Pursuant 1o section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information

contzined in computer storage devices of the Tucson Police Department.




