EXHIBIT P /%2
AT

TEIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY
' A.A.C. R9-14-404(2)

ARIZONA DEPARTMENT OF HEALTH B8ERVICES

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 5000% /g«

S8TANDARD CALIBRATION CHECX PROCEDURE

Agency _Tucson Police Department Date/ & 05‘ Time 1035
Intoxilyzer Serialf{/5) ¢« -C0 33% Lo a/ﬁion opE

QA Specialist _ £zl Doros Liooe
(Print Name)

(~/E;-1. Pour a standard alcohol solution of known value into a
clean dry simulator jar and assemble the simulator.
Insure that a tight seal has been made.
Standard value: 0.0 AC

(/&) 2. Turn on the simulator and allow the temperature to
reach 34°C+.2°C.

(\jKB 3. Set Intoxilyzer mode selection in the ACA mode by
switching mode selection switch #9 on or selecting "C"

f( on keyboard menu.
Lﬂ ) 4. Attach simulator to the simulator entrance port on the
' Intoxilyzer.
‘ékjgpﬂl) 5. Intoxilyzer 5000 display reads "READY TO START" or

6 "PUSH BUTTON".
‘#QJ ) 6. Push Start Test button or press enter on keyboard.
’ c{ g 7. Insert card in response to display.
Ja K) 8. Air blank completed.
JEHE) o LT e
JA“CJQ/) 10. Air blank completed. 00 ;‘?ﬂ
q%ﬂ;/ 11. When display reads Test Complete remove evidence card.
Attach the card to the completed checklist.
QjﬂﬁT/lz. Return mode selection switch #9 to off position after
all calibration checks are complete or type Q and enter

SIGNATURE £r— @\&LI W Y‘Au
DL '

*WITH OR WITHOUT VAPOR RECIRCULATION AND WITH OR WITHOUT XEYBOARD

DHS/DSLS/Form Cl116 (Rev.7-93)
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