CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Department Crime Laboratory /{6"\

I hereby certify that these documents are a true and correct copy of the
periodic maintenance* for the Intoxilyzer 5000 Serial Number

4 - 3(y (#¥/$ ) maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following

dates. The acceptable accuracy limits, as defined in A.A.C. R9-14-404.A.3,
for a 0.080AC solution are 0.070AC to 0.090AC.

Date:_5[17[ole  Call_0.079 __AC cal2__0.08] _AC

Date: N /A Cal 1 AC Cal2 AC
Date:  N[f Cal AC Cal2 AC
Between the dates of Nla and N / A

the instrument was operating properly and accurately.

The instrument was taken out of service for repair on ___ </, //90 /o(p
The instrument was returned to service on 5’ /17 / 0(,

Jwids o Lovects

J e@fer L. Coombs

5123/t
ADPS QAS Permit # QAS 29886
SUBSCRIBED AND SWORN to before me this g% 3 , day of
Mae, ,200 (.
TTTUFICIAL SEAL 4]
3 2\ KATHY A. KINNEY <
1 o] | NOTARY PUBLIC-ARIZONA
A4/ . PIMA COUNTY— ‘Km A K, ol
?” My Comm. Exp. Sept. 4, 2008 N{otary Public

*Includes documents specified in A.A.C. R9-14-404.A.6

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department.



MEMORANDUM

DATE: April 21, 2006

TO: Applied Electronics FROM: Jennifer L. Coombs
52 Juniper Lane Tucson Police Department
P.O. Box 658 Crime Laboratory
Eagle, CO 81631 270 S. Stone Avenue

Tucson, AZ 85701-1917

SUBJECT: Intoxilyzer 5000 Maintenance and Repair

Enclosed is Intoxilyzer 64-003336 (#15).

Reason: DVM is at low end of the AZ DPS range (.200-.600).

Please repair.

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in computer storage
devices of the Tucson Police Department.
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—
g/é_:mpusp ] SLECTRONICS |

« P.O.BOX 658 * EAGLE, CO 81631 Phone: (970) 328-5420

STATIMENT OF SERVICE WARRANTY

i
}

Applied Electronics werrants that any component having been
replaced, to be free of defects in material and workmanship

for a period of 90 days from date of delivery to its customer.
This warranty is limited to only components that have been
replaced during the rc¢oair of your product:. Applied Electronics
obligation is limited :o repairing or replacing as we may elect
of any component cove:ed under this servi-ze warranty,

Any parts or components considered cove red by this warranty
shall be returned freight prepaid to Aivnlied Electronics.
Return freight shall l.2 paid by Applier Electronics.

This warrnaty may be voided if the product has been adveréely
effected or tampered with in any way.

This service warranty is scparatce from the original manufacturers
warranty. In no event shall Applied Electronics be liable for

any loss or damages Aarising onl of any such defective component
or workmanship.

Pursuant to' section 28. 1327, Arizona Revised
Stat_utes, th1s_ document is a certifieq duplicate of
&wmﬁmwmmummmﬂmammMaﬂm%e
devices of the Tucson Police Department.



EXHIBIT Q

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY
N A.A.C. R9-14-404 (A)

ARIZONA DEPARTMENT OF HEALTH SERVICES

STANDARD QUALITY ASSURANCE PROCEDURES /ﬁk
INTOXILYZER MODEL 5000*

AGENCY  Tucson Police QA SPECIALIST JU\W—QJ’ C(Dml/)j Hlbo

(Print Name)

rnTox1LyzER SERIAL # [0 —0032D( (#15> LocATION [ AR

DATE Y\/\mul 17 K00l  TIME 0830
,5: Display reads “ ADY TO START” or “PUSH BUTTON TO START
TEST.”

DIAGNOSTIC TESTS
N DVM Test check. Setting should be between .200 and
.600. Mode selection switch 82 on, S1 and S3 off or

: keyboard menu selection “H”. Reading is ﬁfQZQ .

Display Test check. Mode selection switch S1 on and S2

and S3 off or keyboard menu selection “V”.
v/// Printer Test check. Mode selection switch S1, $2, S3
off or keyboard menu selection “P”.

v~ Clock time check. Mode selection switch S10 on or
keyboard menu selection “E”.

Ve Date check. Mode selection switch S11 on or keyboard
menu selection “E”. ~

OPERATIONAL TESTS
:i Alcohol free subject Test result 0.000 AC
Error recognition logic system functioning
Invalid test printed

v Proper sample recognition system

Invalid sample printedy”
Deficient sample printed

N/ Completeness of sample purge with collection tube**
v ;; Calibration standard 0. 05O AG
Results: 0.019AC84 0.0%IAC
Instrument operating properly and accurately. YES x//NO
COMMENTS:

FATP
- \
SIGNATURE ) \5771/ (o8

0. N/JA alcoholfjconcérntration standard collected for subsequent

analysis.**
N/

*WITH OR WITHOUT VAPOR RECIRCULATION AND WITH OR WITHOUT KEYBOARD
**THIS STEP IS ONLY REQUIRED IF THIS DEVICE IS BEING USED FOR
SAMPLE CAPTURE.

DHS/DSLS/Form C117 (Rev. 7-93)

| 4

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in computer

storage devices of the Tucson Police Department.
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Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in computer

storage devices of the Tucson Police Department.




INIIWD Ad 0861 O

QHYD HILNIEG ININNEISNI GHIZAUXOLNI

SHYWIH HO/aNY NOLLYWHOINI TYNOLLIGaY

HOIVHII0 .

O

T NOUVIOJ AINJNNHISNI

ONIHAD Aq 9861 ©

wzm(?uz HO/ONY NOQUYWHOINI TYNOWIAaY

. aQuvo HAINIHd ININNYLSNI sd3ZAUXOINI

GIANISE0 1SHH INA - ROLUYO0T ININNEISNE ogxuwno 1SHI N -
m§<z m.G.mBJw = B SNV S.L3F8NS
. s S Lo YHETE ¥IY
,mm"mm Capa-s .«,_xxdm m:u 4 Mmmw ...E»_
M,mm"mm 1 R izx.wa m,.& .
wxwh mn;:?._.. agg .Twuh S
SL : SHA D .Mu gz wq_
mmmwmlrn NS Bess .Mum:: uai ¢ “w Smcﬁzw.
H3IZATEHNY TOHOOTH - ¥3ITATINOINT & nz.H-EL
S 5

e e e e

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in computer

storage devices of the Tucson Police Department.
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INVRLIB TEST

. - SUBJECT S NAME .
TIME:FIRST OBSERVED . INS’TRUASET LOCATION )
;éRA AH

| ) ADDITIONAL It‘j;REA;-OIiI:ND/CHTAﬂKS aj'
\Mﬂ)ﬂf\) "f‘-M |

ANTOXILYZER® INSTRUMENT PRINTER CARD . ‘ m:'

© 1986 by CMIINC.

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information oontamed in computer
storage devices of the Tucson Police Department.



EXHIBIT P ' 5/‘”[&

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY/{%«
A.A.C. R9-14-404(A)

ARIZONA DEPARTMENT OF HEALTH SERVICES

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 5000%*

STANDARD CALIBRATION CHECK PROCEDURE

Agency Tucson Police Department Date ff/r7/0\g Time QSEEQ

Intoxilyzer Serial # [gY4-00D33(, (ﬁ’/g‘) Location LARA

QA Specialist \\QX\V\PCC( QDQ\’Y\loﬁ L‘/LO/(QO

[

——

—

O 0~

i1.

SRS S -
LRSI

SIGNATURE

10.

12.

(Print Name)

Pour a standard alcohol solution of known value into a
clean dry simulator jar and assemble the simulator.
Insure that a tight seal has been made.

Standard value: 0: O¥D AC

Turn on the simulator and allow the temperature to
reach 34°cC+.2°C.

Set Intox1lyzer mode selectlon in the ACA mode by
switching mode selection switch #9 on or selecting “C”
on keyboard menu.

Attach simulator to the simulator entrance port on the
Intoxilyzer. ,

Intoxilyzer 5000 display reads “READY TO START"” or
“PUSH BUTTON".

Push Start Test button or press enter on keyboard.
Insert card in response to display.

Air blank completed.

Calibration check completed.

Test results 0.079AC 4 (7.0%] AC

Air blank completed.

When display reads Test Complete remove evidence card.
Attach the card to the completed checklist.

Return mode selection switch #9 to off position after
all calibration checks are complete or type Q and enter

M%Cm

*WITH OR WITHC(IJE VAP(Q.L RECIRCULATION AND WITH OR WITHOUT KEYBOARD

DHS/DSLS/Form Cl16 (Rev. 7-93)

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in computer
storage devices of the Tucson Police Department.
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Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in qomputcr '

storage devices of the Tucson Police Department.




TUCSON POLICE DEPARTMENT
7 2%} CRIME LABORATORY
N7 INTOXILYZER SERVICE RECORD

1Oh
QAS: \\;ﬂm&f Coombs

Intoxilyzer Serial Number: (_0 L“ - 00333 [ #| 6'>

Date Returned to Service: m fLLll [ ‘7 4 o OOQ

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in
computer storage devices of the Tucson Police Department.




