CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Department Crime Laboratory
A\

I hereby certify that these documents are a true and correct copy of the
periodic maintenance® for the Intoxilyzer 5000 Serial Number

J{Jf',ﬁm ?—5‘? maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R9-14-404 A 3,
for a 0.080AC solution are 0.070AC to 0.090AC.

Date;: [/28 /o5 Call p.0F5 AC Cal2 0.4325 AC

Date: 2 /23/05 Call p.pFp  AC Cal2 p.079 AC

Date: AVA Cal 1 AC Cal2 AC

Between the dates of 1[5/ 05 and 2./23 /63

the instrument was working properly and accurately.

The instrument was taken out of service for repairon V%
The mstrument was returned to service on Vi o

Mﬁ'@rﬂﬂmﬁ

Irene Doran

)R Y /05

ADPS QAS Permit # QAS 29586
SUBSCRIBED AND SWORN to before me this__ 94 , day of

I\ KATHY A. KINNEY
&\ NOTARY PUBLIC-ARIZQHA |

¥E/ PIMA COUNTY
"My Comm. Exp. Sept. 4, 2008

t_i"Plllnﬁ:r"a.r--.ﬂ 1 ED_Q_.'_‘,\-
S

CFFICIAL SEAL |

Notary Public

*Includes documents specified in A.A.C. R9-14-404 A.6

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tueson Police Deparmment.




STANDARD QUALITY ASSURANCE PROCEDURES
INTOXKILYZER MODEL 5000~ /{]1\
AGENCY _ Tucson Police QA seEcIaList L yene DoOrav K33 )

(Print MNams)

DIAGNOATIC TESTS i
L DVM Test check. Setting should be between .200 and 3
B00. Mode selection switch 82 on, 51 and 53 offT or
keyvboard menu selection “H". Reading is , 25
vff Display Test check. Mode salection switch 51 on and §2
and 53 off or keyboard menu saleéccion “V¥,
7 Frinter Test chedk. Mode selection switch 51, 52, 53
off or keyboard menu selsctian "pr
H/. Clock tims check. Mode selection switeh 510 on ot
keyboazd meanu selectbien “E".
/ Date check. Mode selesction switch 511 on or keyboard
ment selectiaon “EY.

o ahol Ereda- subjsceb Test rCeEsult 0. Qoo RC
V or recagnition legic system functicming
Invalid test printed
i Proper sample recogniticon systip
Invalid sample printed
Deficient sample printed b/f
MR .Completensss of sample purge with collection tubewx*
w4 Calibration standard 0. o0 AC

Results: 0. g§PAC a p.0F94
YES t_/mﬂ

Instrument operating properly and accurately.

COMMENTS :

) =
SIGNATURE W{/ AQ&J} o

0. /2 aleohol concentration standard collected for subsegusnt
analysis.**

+WITH O WITHOUT VAPOR RECIRCULATION AND WITE OR WITHOUT REYBOARD
**PHTS S5TEP IS ONLY REQUIRED IF TEIS DEVICE IS EEING USED FCOR
SAMPLE CRPTURE.

DHS/DSLS/Form C117 (Rev. 7-93)

Dy rsuant to section 28-1327, Arizona Revised Stanses, this document is 2 certified duplicare of the information contained in computer
torage devices of the Tucgon Palice Depariment
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Agency

Intaxi

EXHISIT D

'/5;3&

G153 REPORT PREPARED PURSUANT TO DUTY IMPOSED BEY
AL RO-14-404 ()

e

ARIZONA DEPARTMENT OF HEALTH SERVICES

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 5000+#

STANDARD CALIBRATION CHECK PEOCEDURE 4{\

Tucson Police Department Date 2/423/05 rine D9%0

vzer Serial ¢ _Q@—QQ{?EQ Location Dy ,Lf-@

QA Specialist J—#P"f’f?{ Doren Y 33 )

b

()
L)

(v

e

(VA
{4
(v
(A

(oA
(LT

(v )

IBrint Name)

L. Paour a standard alcohol soluticn-of kaown value dinto a
clean dry simulator jar and assemble the simulater.
Insure that & tight seal has besn mads.

Standard wvalue: 0. A%D aC

2. Turn on thé simulator and allow the CempeErature tno
reach 3a¥gs . 20¢c-

3. 8et Intoxilyzer mode sslection in ths ACH mode by
SWwitching mode selection switch #9 on or galecting »E”
ol kevboard menu.

1. BAttach simulator to the simulator entrance port on the
Intoxilyzer.

5. Intoxilyzer 5000 'display reads “READY TO START"™ or
“YPUSH BUTTONT.

6. Push Start Test button or pPress entsr on keyboarcd.

7. Insert card in response to display.

8. Air blank completed.

8 Calibration check completed.

Test results 0.0F0 & p_ﬂ?‘gf AC

0. Air blank completed. 5

1l. When display reads Test Completes remove evidence card.
Attach the card to the completed checklist.

12. Return mode selesction switch 49 to off position after

all calibration checks are complete or type @ and enter

onn kevboard.

=

SIGNATURE %&;._,e, i@ﬂ*lm
=

*WITH CR WITHOUT VAPOR RECIRCULATION AND WITH OR WITHOQUT EEYEBOARD

DH3/DSLS/Form Cll6 (Rew. 7-93)

Pursuant to section 28-1327, Arizona Revised Statures, this document is a certified duplicats of the information contained in computer
storage devices of the Tucson Polics Department.
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Pursuant to section 28-1327, Arizona Revised Starutes, this decument is 2 certified duplicate of the information contained in comouier

storage devices of the Tucson Police Department.




