CERTIFICATION by CUSTODIAN of RECORDS

Tucson Police Department Crime Laboratory

A

I hereby certify that these documents are a true and correct copy of the
periodic maintenance* for the Intoxilyzer 5000 Serial Number
Lole-001715 2 maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
“dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for a 0.080AC solution are 0.070AC to 0.090AC.

Date:_(of;s[ol, Call__0.079 AC Cal2_ 0,080 AC
Date: ’7_//3/0(; Call__0.07%¥ AC Cal2___ 0 077F AC

Date: WA Cal 1 AC Cal2 AC

Between the dates of é/ 5 / 0 and 7// 3/ 00

the instrument was operating properly and accurately.

The instrument was taken out of service for repair on N jﬁ}
The instrument was returned to service on ANIA

o Lopnhis

0 Gbnnifer L. Coombs

Y ot

ADPS QAS Permit # QAS 29886
SUBSCRIBED AND SWORN to before me this____ /7, day of

”UA-I 9206’4-
7/

OFFICIAL SEAL
KATHY A. KINNEY

At ~i. A N
> 1) NOTARY PUBLIC-ARIZONA m Vi /S%M? Ay
Y PIMA COUNTY 177" Nbtary Public /

My Comm. Exp. Sept. 4, 2008

*Includes documents specified in A.A.C. R13-10-104.A.5

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department.




EXHIBIT E-4

‘“_“THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY 7 T
A.A.C. R13-10-104(A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY ,Op(ﬂ

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 5000~*

STANDARD QUALITY ASSURANCE PROCEDURE f

QA SPECIALIST J { OMnS qll AGENCY Tucson Police Department

DATE (\\1\\1‘ \5, Q00 TIME /543
INTOXILYZER’ SERIAL # lﬂlﬂ"‘l ], Zﬁﬁ LOCATION bU/ ff@

( ‘/) 1. Display reads “READY TO START” or “PUSH BUTTON TO STRRT TEST.”

DIAGNOSTIC TESTS

( ‘/) 1. DVM Test check. Setting should be between .010 and .600. Mode
selection switch S2 on, S1 and S3 off or keyboard menu selection
“Y”. Reading is 317

( ‘/) 2. Display Test check. Mode selection switch S1 on and S2 and S$3 off
'~ or keyboard menu selection “v”.
( v/) 3. Printer Test check. Mode selection switch S1, 82, 83 off or
keyboard menu selection “P”.
(L) 4. Clock time check. Mode selection switch S10 on or keyboard menu

selection “E”
(\/) 5. Date check. Mode selection switch S11 on or keyboard menu
selection “E”.

OPERATIONAL TESTS

( v)_ 1. Alcohol-free subject Test result 0. 0OQ AC

{ 2. Error recognition logic system functioning
Invalid test printed

A v 3. Proper sample recognition system
Invalid sample printed+v”
Deficient sample printedv™

( v&r~ 4. Standard Calibration Check standard 0. 050 AC
Results: 0.(0]18AC 4 0.0 01§ AC

Instrument operating accurately and properly. YES ;. NO

COMMENTS :
SIGNATURE M! ’;f CW
*WITH OR WITH VAPQR RECIRCULATION AND WITH OR WITHOUT KEYBOARD

DPS Form Exh E-4 (Rev. 05-1)

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information
contained in computer storage devices of the Tucson Police Department.
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Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information

contained in computer storage devices of the Tucson Police Department.
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| TUCSOM POLICE DEPT. L
TUCSOM POLICE DEPT. INTORILYZER ~ ALCOHOL DZD_...{wa
CINTOXILYZER - ALCOHOL AMALYZER AZ MODEL S@éB@B = SN m:m B8B175%
A2 MODEL m@mm : SH 66-RB1759 B87/13/06 15: _._.nv
p7/13/86- 15:48 . . :
: . TES? BRAC VALUE ..::m
TEST . BRAC VYALUE TIME 7 - AIR BLaNK <388 15149
ARIR BLANK . 889 15147 ~Cab. CHECK .B878 15:49
CAL. CHECK .av8 15:u48 AIR BLANK .88 15:49
ATR BLANK . 881D 15:u8 : :
,ma,_mnﬂmZb; SUBJECT S NAME
HlolwO HilloO
GPERATOR : _OFERATR
TYON AND 7 OR FEMARKS "ADDITIONAL INFORMATION AND/OR REMARKS ‘
W ix_QNmme_zﬂmc_ﬁza PRINTER CARD g&a INTOXILYZER® INSTRUMENT PRINTER CARD Ehn A
) - © 1986 by CMIINC.

qu 12

@ 1986 by CMIINC.

‘(X




EN 66-BB1759 : B7/13/86
E767.14 15:u7
INVARLID TEST : ’ '

PRESSED START TEST AT
IMPROPER TIME

SUBJECT S NAME )
TIME FIRST OBSERVED IN;I;UWNT LO('A!Q

OPERATOR
ADDITIONAL INFORMATION AND/OR REMARKS

_ INTOXILYZER® INSTRUMENT PRINTER CARD m

© 1986 by CMIINC.

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in computer
storage devices of the Tucson Police Department. ’



EXHIBIT E-2

TTHIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY
A.A.C. R13-10-104(A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY 6;54(ﬂ

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 5000%

STANDARD CALIBRATION CHECK PROCEDURE/ﬁH

QA SPECIALIST & pm\hQ/ Cogmbs “Hly)ly) RGENCY Tucson Police Department

DATE (\ulu |3 Qo0 TIME 593
INToxILYzER SERIAL # (glo—OOINST LOCATION _ NI/ HT
( v)) 1. Pour a standard alcohol concentration solution into a

clean dry simulator jar and assemble the simulator.
Ensure that a tight seal has been made.
Standard wvalue: 0. g)gg) AC.

( v/T 2. Turn on the simulator and allow the temperature to
reach 34°C + 0.2°C.

( V/T 3. Set Intoxilyzer mode selection in the ACA mode by
switching mode selection switch #9 on or selecting “C”
on keyboard menu.

( V/T 4, Attach simulator to the simulator entrance port on the
Intoxilyzer.

v{ v 5. Intoxilyzer 5000 display reads “READY TO START” or

' “PUSH BUTTON”.

V/T-V/T 6. Push Start Test button or press enter on keyboard.
T T 7. 1Insert card in response to display.

1 8 Air blank completed.

w1 ~T 9. standard Calibration Check completed.

Test results 0.J18AC & AC.
) 10. Air blank completed.
v el 11. When test complete, remove printed record. Attach the
record to the completed checklist.
(v 12. Return mode selection switch #9 to off position after

all calibration checks are complete or type Q and enter
on keyboard.

SIGNATURE m (% &Sm\ko)&

*WITH OR WITHOUQJVAPOR RECIRCULATION AND WITH OR WITHOUT KEYBOARD

DPS Form Exh E-2 (Rev. 05-1)

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information
contained in computer storage devices of the Tucson Police Department.
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TUCSOM POLICE DEPT.

INTOXILYZER - ALCOHOL AMALYZER
_AZ MODEL Sege SN 66-BB1759

87/132/06 O\ 15:51
TEST BRAC VALUE  TINME
AIR BLAMK .000 15:58
INVALID SAMPLE .HMOA 15:5@
AIR BLAMK . 008 15:51

BEGIN NEW DEPRIVATION PERIOD

SUBJECT'S NAME

Dy HO

TIME FIRST OBSERVED

Yid O

QPERATOR

ATION AND/OR REMARKS

m——

INTOXILYZER® _zm._icg.mzu. PRINTER CARD

© 1986 by CMIINC.

— e . it et e - i

LIV g

TUCSOM POLICE DEPT. =

qucxan<mmmrnrno:ornznr4mmm
AZ MODEL 5888 . SN 66-B81759

. @7/13/86 15:55
CTEST BRAC VALUE  TIME
AIR BLANK - .@p@ 15:51
*SUBJECT TEST .1iom 15:5y
AIR BLANK . 000 15{5y

¥ DEFICIENT SAMPLE - VALUE
PRINTED WAS HIGHEST OBTARIMNED.

SUBJECT'S NAME

. ; _ |

oD

OPERATOR :
ADDITIONAL INFORMATION AND/OR REMARKS

_Zax_r<Nmm@ INSTRUMENT PRINTER CARD

'© 1986 by CMIING.




