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THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY
A.A.C. R9-14-404(3)

BEXHIBIT Q

ARIZONA DEPARTMENT OF HEALTH S8ERVICES

STANDARD QUALITY ASSURANCE PROCEDURES/@“
INTOXILYZER MODEL 5000%

AGENCY Tucson Police QA SPECIALIST J/’z’/?r' Dporanri @4073/)

(Print Name)

INTOXILYZER SERIAL #[f4-003327F LOCATION_ QUL 4/ Q

DATE J:r’/),mmxy A5 18- Joo¢ TIME__ [OCOO
L)

('
e Display reads "READY TO START" or "PUSH BUTTON TO START
TEST."

DIAGNQSTIC TESTS

DVM Test check. Setting should be between .200 and
.600. Mode selection switch S2 on, S1 and S3 off or

keyboard menu selection "H". Reading is _¢

LA Display Test check. Mode selection switch S1 on and S2
and S3 off or keyboard menu selection "V".

w’d Printer Test check. Mode selection switch s1, S2, S3

Tf off or keyboard menu selection "P".

3;425 ' Clock time check. Mode selection swltch S10 on or
keyboard menu selection "E".

:zsz’ Date check. Mode selection switch S11 on or keyboard
menu selection "E".

QPERATIONAL TESTS
Alcohol free subject Test result 0.000 aAC
Error recognition logic system functioning

Invalid test printed

\Jég// Proper sample recognition system
Invalid sample printedwws
Deficient sample printed.s—

| N/A Completeness of sample purge with collection tubex**
' QZ Calibration standard 0. 0§70 AC

Results: 0.05/ 4 « O O%r A /
Instrument operating properly and accurately. YESV NO

COMMENTS + mo¥ed a2/ 1000 2 minubS
¢§£m7#" Do riadinla DLk (s Sl atly ci1 Lo fr sidc

A Cleengd prnd colie” ¥ e etd prink e clegestic.

SIGNATURE Mf?‘lﬁ. /<,

QAIQL__ alcohol concentration standard collected for subsegquent
analysis.*x%

*WITH OR WITHOUT VAPOR RECIRCULATION AND WITE OR WITHOUT KEYBOARD

**THIS STEP I8 ONLY REQUIRED IF THIS DEVICE I8 BEING USED FOR
S8AMPLE CAPTURE.

DHS/DSLS/Form C117 (Rev.7-93)
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SUBJECT'S NAME

Dy

TIME FIRST OBSERVED INSTRUMENT LOCATION

DO g (46 331)

GPERATOR

ADDITIONAL INFORMATION AND/OR REMARKS

——

INTOXILYZER® INSTRUMENT PRINTER CARD m’
INC

€ 1986 by CMIINC.
%"’
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BEXHIBIT P

. TEIS REPORT PREPARED PURSUANT TO DUTY IXPOBED BY
A.A.C. R9-1L4-404(RA)

ARIZONA DEPARTMENT OF HEALTH EPRVICES

STANDARD QUALITY ASSURAXNCE PROCEDURES
INTOXILYZER MODEL 5000*

STANDARD CALIBRATION CEECK PROCZDURE'@“

Agency _Tucson Police Deparfmsont Date /25 /0¥ Tine _[00°

Intoxilyzer Serial# - Location _ DU/THG

QA Specialist __Lypne Doezs (4337 )

' (Prfﬁt Name)
0T 1. Pour a standard alcohol solution of known value into a
clean dry simulator jar and assemble the sinmulator.
Insure that a tight seal has been made.
standard value: 0.(K? AC
§¥¢¢7 5. Turn on the simulator and allow the temperature to
reach 34°C#.2°C.

AT 3. set Intoxilyzer mode selection in the ACA mode by
switching mode selection switch #9 on or selecting "C"
on keyboard menu.

\L/QST 4. Attach simulator to the simulator entrance port on the
Intoxilyzer.

M . Intoxilyzer 5000 display reads "READY TO START" or
"PUSH BUTTON".
EJ%ﬁsékI—s. Push Start Test button or press enter on keyboard.
7. Insert card in response to display.
O ) 8. Alr blank completed.
O~ 9. Calibration check completed.
Test results 0.0%/ v 0.0& AC
VRA4] 10. Alr blank completed.
PR AT 11. When display reads Test Complete remove evidence card.
) Attach the card to the completed checklist.

L4425/12. Return mode selection switch #9 to ofZ position after
all calibration checks are complete or type Q and enter
on Xeyboard :

SIGNATURE _~F4_ é;%;71ﬁﬂAé%#étg\

P —

wm

*WITE OR WITHOUT VAPOR RECIRCULATION AXND WITE OR WITHOUT XEYBOARD

DHS/DSLS/Form Cll6 (Rev.7-93)
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SUBJECT'S NAME

SUBJECT'S NAME

TIME FIRST OBSERVED

LINSTRUMENT LOCATION

Dok st/ (#6337 )

DUy

TIME FIRST OBSERVED

A

ﬁ@ial

ADDITIONAL INFORMATION ARUTURBEMARKS

Z

OPERATOR
'ADDITIONAL INFORMATION AND/OR REMARKS

Birnco

~ipmee

/A

——

) INSTRUMENT PRINTER CARD

B

INTOXILYZER'

/A

INTOXILY ZER™ INSTRUMENT PRINTER CARD

© 1986 by CMIINC.

© 1986 by CMIINC
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TUCSON POLICE DEPARTMENT
CRIME LABORATORY

INTOXILYZER SERVICE RECORD

Date: &/A5/04 {d
Intoxilyzer Senal Number: /¢ -0 FZ7 7
QaS: Lyene Dorarl [y 331)

Problem Descripuon:

Dty Grandiey ¥ buttlyy 671 Lprsidle.

A7) 1656051 St~

If the instrument is taken out of service, complete the following:
Date out of service /Z//%

Calibration Check completed prior to removal from service:

1 Yes Date: 7 No

SQAP completed prior to removal from service:

O Yes Date:

0 No

Date returned to service: /(//ﬁZ

Corrective Action Taken or Repairs:
(/aird o7 okl /6/7,7’/8 7l Bk s
A7 4gr/cs he .
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