CERTIFICATION by CUSTODIAN of RECORDS

Tucson Police Department Crime Laboratory

A

[ hereby certify that these documents are a true and correct copy of the
periodic maintenance* for the Intoxilyzer 5000 Serial Number
lefs— 00 33537 maintained by the Tucson Police Department

Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R9-14-404 A 3,
for a 0.080AC solution are 0.070AC to 0.090AC.

Date: "f/ff:’-/e:‘SJ Call  0.07§% AC Cal2 p.077 AC
Date: ‘?'{/ZD/Gﬁr Call 6,078 AC cal2z ©.079 AC

Date:___N/A __ call _AC Calz AC

Between the dates of ’?%' Z'./ 05~ _and ¢ / QGFAEH

the instrument was operating properly and accurately.

The instrument was taken out of service for repair Ell'l N / A
The instrument was returned to service on

Jmﬁw%m

1Fer L. Coombs

1/22/n5"

ADPS QAS Permit # QAS 29886

SUBSCRIBED AND SWORN to before me this ﬂg , day of
PrFm\ ,2005 .
OFFICIAL SEAL i
KATHY A. KINNEY

=%\ NOTARY PUBLIC-ARIZONA
7 PIMA COUNTY-—
»Ay Comm. Exp. Sept. 4, 2008

*Includes documents specified in A A.C. R9-14-404. A6

Pursuant to section 28-1327, Arizona Reviscd Statutes, this document is a certiffed duplicate of the
information contained in eomputér storage devices of the Tueson Police Department,




STANDARD QUALITY ASSUR
INTOXTLYZER MGDEL

LGEMCY Tucson Lc_lace_ Q2 SPECIALIST J vENe D-Jmpq &L 3‘._-3,!

[NTOXILYZER SERIAL ¢ [ o 53 R)F LocaTIoN Do D HD
DATE Jﬁ?r}j QD é’ A ) 00G_ TINE ?QE, o ?

=i
" Display reads “READY TO START* or “pysH BUTTON TO START
TEST. .M
DIAGNQSTIC TESTS
= ODVM Test check. Sstting should be betwesn .200 aad
+h00. Mode selection switch 52 on, 51 and S3 off ar
/ keyboard menu selection “H”. Reading is v 3@@ :
Display Test check. Mode selection switch S1 on and S2
and ‘53 off or keyboard meng s=lection "vo.
fi Brinter Test check. Mods selection switch 83 =g, 59
QL or kKeyboard menu sslection “B" .
//' _ Clock time check. Mode selecticn switch S10 on or
V/, keybodard menut selection “E*.

Dats check. Mode selection switech 511 sn orf kevboard
salac

NN A

CRERATTIONAL TESTS

55 . BAleohol free subject Test result 0. Opo (e
_ Brror racognition logic system tfunctioning
/ Tnwalid Cest printed
Froper sample recognition system

Invalid sample printed
Deficient sample printed Wf
W/a Completeness of sampls purge with collsction rube#®+®
v\~ _Calibration standard 0. N¢D AC
Results: 0. 0P AC % P.0FGAC_ o
HO

Instrument operating properly and accurately. YES

COMMENTS :

o
SIGHMATURE M M

[ == !

0. N/A alcohol concentration standard collectad for subseqguent
analysis, =«

*WITHE OR WITHCOUT VAPFOR RECIRCULATION AND WITH OR WITHOUT EETEOARD
**THIS STEP IS ONLY REQUIRED IF THIS DEVICE IS BEING OSED FOR i
SAMPLE CAPTURE.

DHS/DSLEForm CL17 (Rev. 7-53)

Pursuant to section 28-1327, Arizona Revised Stututes, this document is a certfied duplicate of the information contained in computer
storage devices of the Tucson Polles Department.
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Pursuant 1o section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in computer
storage devices of the Tucson Police Department.




o L

SH 65-003327 i
Evev, pme AR
INVALID TEST

|
SAMPLE IMTRODUCED
AT IMPRORPER TIME .

S
SRECTE WA

L DUTHD
Tz fieaT DageRvED ETRLMENT U
| L33
FERSTOA T

ATOITICRAL IZVFORMATION AND/ DR AEMEPNE

INTORILY ZERT INSTRUBMENT PRINTER CaRD ML

B 15840 by CRINING N == 1

Pursuant to section 28-1327, Arizona Revised Starutes, this document is a certified duplicate of the information contained in computer
starage devices of the Tueson Police Department




5;; 6
EXHIBIT P =

THIS REPORT PREPARED PURSUANT TO DUTY IMEQSED BY
B.A.C. E8-14-404 (A} ¥

ARIZONA DEPARTMENT QF HEALTH SERVICES

STANDARD QUALITY ASSURANCE PEOCEDURES
INTOXILYZER MODEL S000%

STANDARD CALIEBRATION CHECK PROCEDURE fﬁﬁq

Agency Tucson Police Department Date Y4/20/p5 g _ﬂ)—?ﬁf
Intoxilyzer Serial # (:GE?'QD_B%QZ; Location DL{E HQ
QA Specialist Crent Doran 33|

(FPrint Name)

R 1. Pour & standard alcechoel soluticn of known walue into a
clean dry simulator jar and assemble the simulator.
Insure that a tight seal has besn made .

Standard wvalue: 0.0F1 BEC

{ gf] 2. Turn on the simulator and allaow the temperature co
reach 34°C+.2°C.

{ ) 3. Set Intexilyzer mode selection in the ACA mode by

switching mode selection switch #% on or selecting “C*
cn: keyboard menu.

{ V/} 4. Attach simulator to the simulater sntrance port on ths
Intoxilyzer.

( vV 5 Intoxilyzer 5000 display reads “READY TO STARTY or
“DPUSH BUOTTON".

1Wﬁ/ o Push Start Test button or press enter on keyboard.

{‘"':/) 7 Insert card in respornse to displav.

{V/ ) g Air blank completed.

{ V) g Calibration check completed.

Tast results 0: E’?‘ﬁl‘oi-ﬂ-ﬂ?‘? ac
ijﬁ/} 10. Rir blank completed.
i v/ 11. When display reads Test Complete remove evidence card.
Lttach the card to the completed checklist.
i v/ﬁ 12. Beturn mode selection switch #9 to off position after
all calibration checks are complete or type Q and snter
on keyboard.

SIGNATURE _%LE’AA_,L,- Agﬁ‘uL.,\_

*WITE OR WITHOUT VAPOR RECIRCULATION AND WITH OR WITHCUT KEYBOARD

DHS/DSLS/Form Cl16 (Rev. 7-93)

Pursuant to section 28-1327, Arizona Revised Statutes, this document i5 o certified duplicate of the information contained in computer
storage devices of the Tucson Police Department.
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Pursuant to section 28-1327, Arizona Revised Stantes, this document Is a cerified duplicate of the information contained in computer

storase devices of the Tucson Police Department.




