@ CERTIFICATION by CUSTODIAN of RECORDS

Tucson Police Department Crime Laboratory

\
I hereby certify that these documents are a true and correct copy of the/b
periodic maintenance* for the Intoxilyzer 5000 Serial Number

(ole- 0033277 maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R9-14-404.A.3,
for a 0.080AC solution are 0.070AC to 0.090AC.

Date: &(9?)]&&9 Call (©.0717) AC Cal2 (. 030C AC

Date: 3]93Jow  Call _0.019  AC Cal2__ (019 AC

Date:__™\A Cal 1 AC Cal2 AC
Between the dates of <2 l Aol and 3 I& 20l

the instrument was operating properly and accurately.

The instrument was taken out of service for repair on N / A

The instrument was returned to service on A

! A
O O Jennifer L. Coombs
.3/3@ [olo

ADPS QAS Permit # QAS 29886
SUBSCRIBED AND SWORN to before me this 70 , day of

7] conne A 2006 .

Notafy Public

*Includes documents specified in A.A.C. R9-14-404.A.6

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department.




Q@“’“%ﬂ TUCSON POLICE DEPARTMENT
% CRIME LABORATORY

\V/
INTOXILYZER SERVICE RECORD L

Date: 3'61 2,00@
ons. _Jtrru GQalleos 28943

Intoxilyzer Serial Number: 6 (0 - 0033 - —’7

Reason For Service: /PV l‘/\%{:'/ } S N D‘}' ’C&‘(’d v 0 Co l/afS
. " j
CaYvect] Y. NobhEed b Y ' itdare. 373 :0b.

J
Date Out of Service: ’J { /A\

Calibration Check completed prior to removal from service
[ A
Date: ’ \/ { /A

SQAP completed prior to removal from service

Date: ’\/ /A’

Corrective Action: [] Sent to Applied Electronics
. ' : N
Clooned Prindty roller bor. Rebmed 0 Hera
ot Sevvi(e, //557

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in
computer storage devices of the Tucson Police Department.




EXHIBIT Q

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY
A.A.C. R9-14-404(A)

ARIZONA DEPARTMENT OF HEALTH SERVICES

STANDARD QUALITY ASSURANCE PROCEDURES ; \
INTOXILYZER MODEL 5000~

AGENCY Tucson Police QA SPECIALIST &\Qﬂfwgﬁ(/ (&DDﬂ\bii 4&1&{)

(Print Name)

INTOXILYZER SERIAL # \lg- COBDDHI ) LOCATION DUl HG
DATE Warch 332 ¥ I, TIME 15U '
5// Display reads “RégBY TO START” or “PUSH BUTTON TO START

TEST.”

DIAGNOSTIC TESTS
v DVM Test check. Setting should be petween .200 and
.600. Mode selection switch s2 on, S1 and S3 off or

e keyboard menu selection “H”. Reading 1is ,:YS( .

v Display Test check. Mode selection switch S1 on and S2
- and S3 off or keyboard menu selection “V”.

yd printer Test check. Mode selection switch si, S2, S3

Ve

of f or keyboard menu selection “P”.

Clock time check. Mode selection switch S10 on or
/// keyboard menu selection “E”.

Date check. Mode selection switch S11 on or keyboard
menu selection “E”.

OPERATIONAL TESTS
~ Alcohol free subject Test result 0. ULl AC
v Error recognition logic system functioning
Invalid test printed
V/, Proper sample recognition system
Invalid sample printed+”
Deficient sample printed//

N/A Completeness of sample purge with collection tubeX**
.+~ _ Calibration standard 0. (ST AC
Results: _0.(;19AC 4 C.G19AC
Instrument operating properly and accurately. YES . NO
COMMENTS :

SIGNATURE ./XUU\’)\«\U V%- (,’\ﬂ:\\ \}J)B

0. N/A alcohol conéegtration standard collected for subsequent
analysis.**

*WITH OR WITHOUT VAPOR RECIRCULATION AND WITH OR WITHOUT RKEYBOARD
**THIS STEP IS ONLY REQUIRED IF THIS DEVICE IS BEING USED FOR
SAMPLE CAPTURE.

DHS/DSLS/Form C117 (Rev. 7-93)

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in computer

storage devices of the Tucson Police Department.




ONIIND >n_ wmm— fre” ONIIAD A9 9861 2

_E (YD YIINIYG LNIWNHISNE ,HIZAUXOLN L‘E GUWD HILNIEd ININOHISNI HIZANXOLN

SHHYWIY HO/ (INV NOHYINHOSNI WNOILILOY : SHUYINIH HO/ ONY NOHYINBOANI 1UNOILICaY
HOLYH3JO . HOLVHIdO
L _NOILYOOT LNFNNYLSNI d3A83S80 1544 AL 3AEISB0 1SH1 AWIL

QR N

JNYN S.103r8Ns ! INVN S.103r8Ns

e =pAd

(N Wl

i
|
|
1
1
i
!
|
|
|
i
1
|
|
!
t
!
!
i
i
1
|
|
|
SO

t
|
i
l
I
i
|
i
!
t
i
!
{
t
H
1
i
1
!
i
|
l
i
{
t
|"1
[

M , HHHHHHHER IIIIIiITIlII: 1L*1I1
| HHHH tIIIIIITIIl IIlTTIlIITl HHH
| , IiIIIIIIIIIIIIIIIIIIIIllTerTI1
| , LIITIIIliIIILIIIIIIlIi HHHHHAHNH
y iy ) ” IILIILIIIILLLIIIIIjIITIITTITIII

1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in computer

e

g

E

L

@]

3

-RES Gaa HHHHHHHHHHHHHHEHHERHEHR BHRRE RS L
£gadl G 3333333533233333333333333323343 £
G L S0 333333333332333332333333 ummmuuu 8
ULl 3NOEA JHdE mmmuumwmmmuwnumwmmmwmmumuuumumm 7 e
; mulmmmmmuummmmummuumuumemummmu %2
£gial 33333333333333333333 33333333333 5
nmNme~me;m - mmmmmmummmgmwwmmwmw mmummmwmmww 3
44 TTOHDD oG] rlall @9
1H3M L8R dE0 ” e SEEEQE-99 NI , 23

, : 5 0

l w Mc

e I - I mM




Tucson Police Department Crime Laboratory A

s fe il
fag v o
[ A N
e 00
AR
T

EHT
B am
Sp HoH-

1H
€

nEPARETH
L oo

s
]

B
1§

)

1 ]

Pursuan

s G

t to section 28-1327, Arizona Revised Statutes thi i i
. s , this document 1s a
storage devices of the Tucson Police Department. cerafied du

/8

Lot et et g
f A
i am am wn
[REY (R O O

et T

LUE

3]

WO

ADDITIONAY INFORMATION AND/OR REMARKS

o [wX]

"

o e 5 B <
L o s
Loe o=soom 5 i3
i z 5
o =l

TIME_§ IRST OBSERVED
INTOXILYZER' INSTRUMENT PRINTER CARD

/4

o ol vt

4

2

[FEE g =1
T G 5
e awan =
= U LD g
122}

<

WO

ADDITIONAL INFORMATION AND/OR REMARKS

flt

T O (k5] &
P <z( =
O ‘ g
ST omow s} <
by e a
[ = S
[un] 3

P

TIME FIRGT OBSERVED
INTOXILYZER INSTRUMENT PRINTER CARD

plicate of the information contained in computer

. 1986 by CMIINC

"

1986 by CMIINC

1
i
|

|



SH EG-RARIET B3/E3/0E
EFGT. LU 168y
THYELID TEST

SUBJECT S NAME

DU

TIME FIRST OBSERVED INSTRLMENT LOCATION ¥

Qoo O

OPERATOR

ADDITIONAL INFORMATION AND/OR REMARKS

INTOXILYZER INSTRUMENT PRINTER CARD m’
e

& 1986 by CMIINC

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in computer
storage devices of the Tucson Police Department.




EXHIBIT P

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY
A.A.C. R9-14-404(A)

ARIZONA DEPARTMENT OF HEALTHE SERVICES

STANDARD QUALITY ASSURANCE PROCEDURES 4%*
INTOXILYZER MODEL 5000*

STANDARD CALIBRATION CHECK PROCEDURE

Agency Tucson Police Department Date x5LQEJLk§ Time Fiqﬁ
Intoxilyzer Serial # QL(-(;Lﬁ52ﬁ9m7 Location Dult 1l
: - )
QA Specialist \\«"v\\'\\ﬁ( (Lm\b\ et
(Print Name)
{ ./7 1. Pour a standard alcohol solution of known value 1into a

clean dry simulator jar and assemble the simulator.
Insure that a tight seal has been made.
Standard value: 0.(0%0 AC

¢ 2. Turn on the simulator 2nd allow the temperature to

reach 34°C+.2°C.

( v 3. Set Intoxilyzer mode selection in the ACA mode by
switching mode selection switch #9 on Or selecting “C”
on keyboard menu.

(v/j 4. Attach simulator to the simulator entrance port on the

Intoxilyzer. _
5. Intoxilyzexr 5000 display reads “READY TO START” or
“PUSH BUTTON".
Push Start Test button or press enter on keyboard.
Insert card in response tO display.
air blank completed.
Calibration check completed.
Test results 0.(729AC 4 0,079 AC
10. Air blank completed.
11. When display reads Test Complete remove evidence card.
Attach the card to the completed checklist.

12. Return mode selection switch #9 to off position after
all calibration checks are complete or type Q and enter
ongkeybgard.

O O~ N

NN A
A AN AN A

| . - (¢ !
| cy h . .
STGNATURE  AUAJ Vi X ( S

3

*WITH OR WITEOUT V&éOR RECIRCULATION AND WITH OR WITHOUT KEYBOARD

DHS/DSLS/Form Cll6 (Rev. 7-93)

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in computer
storage devices of the Tucson Police Department.
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327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in computer

storage devices of the Tucson Police Department.
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