CERTIFICATION by CUSTODIAN of RECORDS

Tucson Police Department Crime Laboratory ,{DL\

I hereby certify that these documents are a true and correct copy of the
periodic maintenance® for the Intoxilyzer 5000 Serial Number

- D0 014 maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A. A.C. R9-14-404.A .3,
for a 0.080AC solution are 0.070AC to 0.090AC.

Date: /A/RA9/0¢ Call 0-051 AC Cal2 Qg8 AC

Date: /R&/ps Call 0.072F AC Cal2 0.079  AC

Date: ANA Cal 1 AC Cal2 AC

Between the dates of  /2/29/0 ¥ and (260§

the instrument was working properly and accurately.

The instrument was out of service for repair from VA7

Y5 PIMA COUNTY

to .
Irene Doran
ADPS QAS Permit # QAS 29586
SUBSCRIBED AND SWORN to before me this 7 , day of
X’F.é:?{;m{?j 2005
GFFICIAL SEAL _ | :
2\ KATHY A. KINNEY .

=l NOTARY PUBLIC-ARIZONA

My Comm. Exp. Sept. 4, 2008

Notiry Public

*Includes documents specified in A.A.C. R5-14-404. A 6

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Deparmment.




Statules, this document is a certified duplicate of
the information contained in computer storage
devices of lhe Tucson Police Department <

Pursuant to section 28,1327, Anzona Revised / 07 45:?
et

TUCSON POLICE DEPARTMENT
CRIME LABORATORY

INTOXILYZER SERVICE RECORD

2 il

: Date: 1/1/05
Intowlyzer Senal Number: 6 —00 "7@{‘//(?“}7} .
QAS: @ﬁéqu [trry Ohara  [RE358 F6 a2
QAS pcrrmit- # X 788 F inrtgad

Problem Descnpuon:

Year Schtv‘ﬂj aoes _not_gufsmatically ypdafe .

If the imstrumenr 1s taken our of service, complete the followane:
? o

Date out of service  al/4

‘ Calibration Check completed prior to removal from service: h

O Yes Date: 0 No

| SQAP completed prior to removal from service: ‘

‘ 0 Yes Date: 0 No ‘

‘ Date returned to service:  A//4 " ‘

Eonecﬂve Action Taken or Repairs:
Doen side panel and rotall yrar dial (unsts) 7 S
7 7 7




Statutes, this document is a certified duplicate of
the fnformation contained in computer Storage
devices of the Tucson Police Depariment.
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THIS REPORT EPREFARED PURSUANT TO DUTY IMBOSED B
B.A.C. RE-14-404(R)

ARLZONA DEPARTMENT OF HEALTH SERVI

L" 3

Y ASSURAMNCE PROCEDURES /%h

'y

STANDARD QUALITY
INTOXILYZZR MODEL 5000~

N

AGENCY Tfucson Police QA SPECIALIST Irﬁf}f _Dc:ﬁ{/m @@3_—3!
(Erint MName)

INTOXILYZER SERIAL # @@—Wﬁ/;’/#{?) Lnocartion Oy T 1-;[@

DATE T;muﬁr;« 2b ¥ 005 TTME /030

i
lay reads “"READY TO STP-'?T" or "PUSH BUTTON TO START

DTAGHNOSTIC TESTS 5
i DVM Test check. Setting should be between .200 and 1
+B00. Mode selection switch S2 on, Sl and 53 off or

keyboard menu selection “H". Reading is _, &5 <4 .

Display Test check. Mode selegction switch 51 on and 52

and 53 off or keyboard menu selection “V".

p/f Frinkter Test check. Mode selection switch 51, ‘52, 83
off or keyboard m=nu selection “B".

u/f Clock time check. Mpde selecticn switch 510 on or
keybeoard menu selection “E".

pff Date check. Mode selection switch 511 on or keyboard
meny selection M“EY.

QEERATIONAL, TESTS
o Alcohol free subject Test result a. 000 aC
= Error recognition logic system functioning
Invalid test printed
uf' Proper sample recognition system
Invalid sample printed
Deficient sample printed«
N/A Completeness of sample purqe with collection tubes¥**

?:7 Calibration standazd H ﬂ%?ﬂ AT
; Hesults: 0. QFEAC rf.j* 079 Ac

Instrument operating properly and accurately. YES b/fﬁﬂ
COMMENTS :
SIGNATURE %Wf aé"ﬁ’l,én\,_

o

Q. /A alcohol concentration standard collected for subsequent
analysis, **

*WITHE OR WITHOUT VAPOR RECIRCULATION AND WITE OR WITEQUT EEYBOARD
+*THETS STEP IS ONLY REQUIRED IF THIS DEVICE IS BEING OSED FOR
SAMPLE CAPTURE.

DHS/DSLS/Form C117 (Rev. 7-93)

Pursuant to section 28-1327, Arizona Revised Stanutes, this document is a certfied duplicate of the information contained in computer
storage devices of the Tueson Police Department.
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Pursuant to section 28-1327, Arizona Revised Stannes, this detument 15 2 certified duplicate of the information centained in computer

storage devices of the Tucson Police Department
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EXHIBIT F

wﬁﬁf
THIS REPORT PREPARED BURSUANT TOQ DUTY IMPOSED BY
A.R.C., B9-14-404(An)
ARIZONA DEPARTMENT OF HEALTH SERVICES

STANDARRD: QUALITY ASSURARNCE PROCEDURES
INTOXILYZER MODEL 5000%*

STANDARD CALIBEATION CHECX PROCEDURE k?\

Agency Tucson Police Department Date /JL26/0g Time /03¢
Intoxilyzer Serial # Q@rﬁﬁ}{-ﬂ:{)jy;"?f!?j Location Ap Il M6

QA Specialist Ir’r"fﬂ{" D= J’f':.',ég;,.gjf

(Brint Name)

.

- 1. Pour a standard alcohol solution of kneown value into a
clean dry simulator jar and assemble the simulator.
Insure that a tight seal has bean made.

Standard value: 0.9%D AC

{ &) 2. Turn on the simulator and allow the tempsrature to
reach 349C+.2°C.

{ &1 3. Set Intoxilyzer mode selection in the ACA mode by
switching mode selection switch #9% on or selecting “C”
on keyboard menu.

{ v) 4. Attach simulator to the simulator entrance port on the
Intoxilyzer.

[ 5. Intoxilyzer 5000 display reads “READY TO START” or
“WREISHE BUTTONY.,

£t 6. Push Start Test button or press enter on keyboard.

(i) 7 Insert card in response to display.

[ v o7 8. Air blank completed.

(V¥ 9. Calibration check completed.

Test results 0. )2§ + £.079 RC

(V¢4 10. Air blank completed.

(V'] 11. When display reads Test Complete remove evidence card.
Attach the card to the completed checklist.

(v} 12. Return mode selection switch #9 to off position after
2ll calibration checks are complete or type Q@ and enter

o eyboard.
SIGNATURE fé}ﬁ%ALwh__

*WITH OR WITHOUT WVAPCR RECIRCULATION AND WITH OR WITHOUT EEYBOARD

DHS/DSL5/Form Clle (Rev. 7-93)

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicats of the information contzined in computer
storage devices of the Tucson Police Department.
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Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in computer

starage devices of the Tucson Police Department.




