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% CERTIFICATION by CUSTODIAN of RECORDS
E\""%? Tueson Police Department Crime Laboratory /LJL\

I hereby certify that these documents are a true and correct copy of the
periodic maintenapce® for the Intoxilyzer 5000 Serial Number

G~ é’ﬁ%{?’%;lf?)mamtamed by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R9-14-404.A.3,
for a 0.080AC solution are 0.070AC to 0.090AC.

Date: (/30 Call__0-079 AC Cal2_fg.07F AC
Date: ?/?/ﬁf Call D078 AC Cal2 pOF7 AC

Date: Cal 1 AC Cal2 AC
Between the dates of f:ﬁ"‘// ﬁ/ﬁf and o/ ?/ﬁ’f—

the instrument was operating properly and accurately.

The instrument was taken out of service for repair on AL A

The instrument was retumed to service on A

Were Bsre.

[rene Doran

7 /18/05

ADPS QAS Permit # QAS 29586
SUBSCRIBED AND SWORN to before me this /&, day of

doly 2005 .

: OFFICIAL SEAL
) KATHY A. KINNEY 7{{0:“53? A /{i’”"” &

k| HOTARY PUBLIC-ARIZONA
= PIMA COUNTY Nc}tary Public
My Comm. Exp. Sept. 4, 2008

*Includes documents specified in A.A.C. R9-14-404 A6

Pursuant to section 28-1327, Anzona Revised Statutes, this document is a cenified duplicatz of the
information contained in computer siorage devices of the Tucson Police Deparmment,
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THIS RECORT PREPARASD DURSUANT TO DUTY EMPOSED BY
BT RS-La-—-4041a)
RIZOMA DEPARTME OF HEXLTH SERVICES

STANDARD QUFMTL RANCE FROCEDURES fﬁH
'E

L 5004~

AGENCY Tucson Police QR SPECIALIST Lﬁ’:"f'}'f’ QOF?(F'J Y5 3y

?:Lnt Mam=)

INTOXILYZER SEQIAL & ﬁé*ﬁ{j@@z’%‘ﬁtﬁ?) LOCATIO} ﬁ?‘%ﬂ
CATE Tl -?' 12 _JepG  TiNE Y7

Invalid Test printed

Proper sampls recognition systam '
Invalid sample pr.'J.."LCEICi
Ceficisnt sample printsd

_N/Aa Cocmpletensss of sample ﬂurga with ¢c1la:tiqn tubek*
v Calibration standarcd ]

Rasults: 0. (JFEAC + ﬁﬁ?‘?}fﬁ- u//
wa

Instzument operating properly and zccuratesly, ¥ES5

" Dbisplay raads "READY TO START” or "BUSH BUTTON TO STAAT
TEST: A
DIAGNOSTIC TESTS
v OVM. Test check. Setting should bs between .200 and
.6080. Mode Selection switeh 52 on, $1 and 53 off ot
keyboard n=aun selection “H" . Reading is ﬁ[éi
V/. Display: Test cﬁe:a Mode sglectign "switech 51 -on ang 52
and 53 ‘9ff or keyboard manu sselsccion "V,
Vf‘ Prinktsr Test check. HMode SELECEiGE swWwiteh 51, 52, 83
L// off or kevboard menu selectian “87.
Cleck fime check. Mode sslection swiktenh 'S10 on ar
xeyDhoard mepu selsction “E".
L// Date chack. Mode sslection switch S11 on or keyboard
menu seleccion “E".
QEERATIONAL TESTS
v Alcohol free subjsct Tast result .. 6th AC
Lf#__ir:a: recognition logic system functioning

COMMEMNTS :

fa
SIGNATURE m y‘ﬂ'ﬂ”jd’—;
[P

0. N/ =zlcohol concentratidgn standard collscted for suhssguent
analysig +=*

*WITH OR WITEOUT VAPOR RECIRCULATION AND WITH OR WITEHEOOT REIBOARD
*THIT S STEP IS ONLY REQUIRED IF THIS DEVICE TS BEING USED FoR
SAMPLE CRPTURE.

DHS/DSL3Form C117 (Rev, 7-33)

Pursuant to section 23-1327, Arizana Revised Staturss, this document is 8 certifed dupliczie of the information contained in compuier
storage devices of the Tucson Police Department.
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Pursuant to section 28-1327, Arizona Ravised Statutes, this document is a certified duplicate of the information contained

storoge devices of the Tucson Police Department.




SH sp-B0481U Eﬁ?f@?fﬁﬁ
EGY47.85 11:51
INYALID TEST

SAMPLE INTRODUCED 17

AT IMPROPER TIME.
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| STOHLYZER® INSTRUMENT PRINTER CARD m
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Cr 1986 by CMIINC.

Pursyuant 1o secion 281327, Arizona Revised Statutes, this document is a cerd fied duplicare of the information contined in compuker
starage devicss of the Tucson Polics Depariment.
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EEPORT PREPAEED PURSUANT TD DUTY IMPOS
A.A.C. R9-14-404(a)

Ll

LRTZONA DEPARTMENT OF HBERLTH SERVICES

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 5000G%

STANDARD CRLIBRATION CHECK PROCEDURE

hgency Tucson Police Depactment Datce _;;/;E/EEF_ Time ff%ﬁgz
Intoxilyzer Serial & (@@—00’-’7@;"9{ .#_,.-"'7— Locztcien f’_f'é'rf%c__
QA Specialist Lven € Daran Y33/

(Pripnt MNams)

;

Pour & standard alcohol solution of known value inte a
clean dey simulator Jar and assemble the simulator.
Insure that a tight seal has been mades.

b// Standard walue: G_QSm AL
'
]

ot

Turcn on the simulator and allow the temperature to

roach 342C+.29C<

3. Set Intoxilyzer mods sslection in the ACA mode by

switching mode selection switch #9 on or selecting "CY

l/f on keyboarcd menyg. _

[ | 4, RAttach simulator to the Simulator entrance pgort on ths

Intoxilyzer.

Intoxilyzer 5000 display reads “READY TO START" dr

“PUSH BUTTON™I

S
S

{V/V{ & Fush Start Test button or press enter on keyboard.
(L9 7T. Insert card in response to display. ]
{w'f 8. RAir blank completed.
{V/LVP 8. Calibration-check completad.
Test results 0. A FZE A +~QOOF 7 AC
(LA  10. BRir blank completed.
(Vv 11. When display reads Test Complete remove evidence carcd.

Attach the card to the completed checklist.

s 1Z2. Return mode selection switch #9 to off position after
all calibration checks are complate or type Q and =nter
on eybpoard.

STIGNATORE

*PITE OR WITHOUT VADCH RECIBCULATION AND WITH OR WITHOUT EKEYBOARD

DHS/DSLS/Form C116 (Rev. T=93]

* Pursuant 1o section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in computer
storage devices of the Tueson Police Department.
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the Tucsen Paolice Deparmment.
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Pursuant to ssction 28-1327, Arizona Revised Statites, this cocument is a certified duplicate of the information contained in computer
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