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TEI8 REPORT PREPARED PURSUANT TO DUTY IMPOSED BY
A.A.C. R9-14-404(R)

ARIZONA DEPARTHMENT OF HEALTH SERVICES

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 5000+

AGENCY Tucson Police ga SPECIALISTJQAN‘FC/ ()OQM.ES 40lO
(Print Name)

INTOXILYZER SERIAL #_[glg= COHO\S *I¥ 1ocarion Pl HQ

DATE_Jdune |1 W_7ze04 TIME o4
v Display reads "gEADY TO START'" or "PUSH BUTTON TO START
TEST."

DIAGNOSTIC TESTS ,
v DVM Test check. Setting should be between .200 and

-600. Mode selection switch S2 on, S1 and S3 off or

keyboard menu selection "H". Reading is _.Y0% .

Display Test check. Mode selection switch S1 on and S2

and S3 off or keyboard menu selection "v'.

Printer Test check. Mode selection switch S1, S2, s§3

off or keyboard menu selection "P'".

Cleock time check. Mode selection switch S10 on or

keyboard menu selection "E". .

Date check. Mode selection switch S11 on or Xeyboard

menu selection "E",

NI

O

PERATIONAL TESTS
Alcohol free subject Test result 0. 00O AC
Error recognition logic system functioning
Invalid test printed
Proper sample recognition system
Invalid sample printed
Deficient sample printed.”

N

N/A Completeness of sample purge with collection tube#**
v Calibration standard 0. O%0 AC
Results: 0.0%\ # 0.0304€
Instrument operating properly and accurately. YES!K%O__

COMMENTS:

SIGNATURE U r%f CﬁMB

LNV alcajhiol glncentration standard collected for subsequent
analysis.«»

**THI8 STEP IS ONLY REQUIRED IF THIS DEVICE IS BEING UBED FOR
S8AMPLE CAPTURE.
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SUBJECT'S NAME

TIME FRST OBSERVED INSTRUMENT LOCATION

Y61(cD

OPERATOR
ADDITIONAL INFORMATION AND /OR REMARKS

INTOXILYZER® INSTRUMENT PRINTER CARD m—~
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BXHIBIT P

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY
A.A.C. R9-14-404(1A)

ARIZONA DEPARTMENT OF HEALTH BERVICES

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 5000*

STANDARD CALIBRATION CHECK PROCEDURE

Agency _Tucson Police Department Date GJFTloq Time IDQH
Intoxilyzer Serial# (slo-= #|® Location _ ol HQ
QA Specialist S Yl

() 1.

SIGNATURE

*WITH OR WI

(Print Name)
Pour a standard alcohol solution of known value into a
clean dry simulator jar and assemble the simulator.
Insure that a tight seal has been made.
Standard value: 0.0%D AC
Turn on the simulator and allow the temperature to
reach 34°C+.2°C.
Set Intoxilyzer mode selection in the ACA mode by
switching mode selection switch #9 on or selecting "C"
on keyboard menu.
Attach simulator to the simulator entrance port on the
Intoxilyzer.
Intoxilyzer 5000 display reads "“READY TO START" or
WPUSH BUTTON".
Push Start Test button or press enter on keyboard.
Insert card in response to display.
Air blank completed.
Calibration check completed.
Test results 0.0 % 0.050 AC
Air blank completed.
When display reads Test Complete remove evidence card.
Attach the card to the completed checklist.
Return mode selection switch #9 to off position after
all calibration checks are complete or type Q and enter

keybgard.
5 £ Coobs

ouT é;;OR RECIRCULATION AND WITE OR WITHOUT XEYBOARD

DHS/DSLS/Form C116 (Rev.7-93)




ONIIWD Ag 9861 @

Qyvd HIALNIHd LNIWNYLSNI,HIZAWXOLNI

SHHVIATH HO/GNY NOLLYWHOINI TvNOLLIGAY

IO*«E&O

NOLVD0T LNIWNHLSNI

Q3AHISEO 1SHId IWLE

IWVYN S.103r8ns

W
,

*OQ3IHIELIAC LE3HDITIH

AnHA - 31dUES LNITIT430 % |
17:a1 GEe " YHETE HIW
~ 12:a1 go@ " 1531 L03ransk
| £1:01 Tk WNEIE dId
_ . .
” a1l 3NTIHA O6E L1531
m

! mﬂm:mm!mm HS

SHH 031HIdd

L =15
aaas Jmmczvmq
HAATATIROLNT

aWI THO

?

i

JOHODTH

ONIIND A9 9861 O

QYYD HIUNIH INIWNHLESNI gHIZANXOLNI

=y

VPRI NG

wxa(.\‘wm_ HO/ANY ZOE\_ZIOH_Z_ TYNOILIAdY

> mo.zmmmm
) “

NOLYOOT ININNHISN

Q3IAHISEO 1SHIS INL

INYN $.10378NS

gr:i@l  @ee- S ICRERRG
ST:8T  RXN®  37dUYS OITHANI
alial  @ae- ANGIE dIH
INIL AATWA 268 |

mrfs.uﬁynm

STahgg—-ag zm mccw Jmmc:/
HIAZANABHE 0 _414 rzgﬁwahzq h

N=F OHT O THD




