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TEIS REPORT PREPARED PURSUANT TC DUTY IHPOSED BY
A.A.C. R9-14-404(A)

ARIZONA DEPARTMENT OF EEALTH BERVICES
STANDARD QUALITY ASSURANCE PROCEDURES 45\

INTOXILYZER MODEL 5Q00*

AGENCY Tucson Police QA SPECIALIST Lrene Doran ¥,33)

(Print Name)
INTOXILYZER SERIAL #{pb—00¥0I5 (¥I&) rocarzon_DUL HP
pDATE__ JVovember Y 1 I00Y  TIME_ Q20

~o5
Display reads "READY TO START" or "PUSH BUTTON TO START
TEST."

DIAGNQOSTIC TESTS

o e DVM Test check. Setting should De between .200 and
.600. Mode selection switch S2 on, S1 and S3 off or
xeyboard menu selection "H". Reading is %3¢ .

,é&:: Display Test check. Mode selection switch 51 on and S2
and S3 off or keyboard menu selectlion "V'".

L Printar Test check. Hode selection switch S1, S2, S3
off or keyboard menu selectTion "2?".

:é%:4y Clock time check. Mode selection switch $S10 on or
xeyboard menu selection "E'". -

_EéaE;é§"Date check. Mode selection switch S11 on or kXeyboard
e menu selection "E".

OPEZRATIONAL TESTS
N Alcohol free subject Test result 0.000 AC
o Error recognition logic system functioning
Invalid test printed
:325 Proper sample recognition system
Invalid sample printed@a
Deficient sample printedg—

N/A Completeness of sample purge with collection tubex*
Calibration standard 0.0§D AC
Results: 0. OFOAC + (0.pg0AC /
Instrument operating properly and accurately. YE NO

COMMENTS: J[0¥% /0 ¢

SIGNATURE _WMM

ghlyﬁ&fxglcohol concentration standard collected for subseguent
analysis.%=*

*WITHE OR WITHOUT VAPOR RECIRCULATION AND WITHE OR WITHOUT KEYBOARD

**THIS BTEP IS ONLY REQUIRED IP THIS DEVICE IS8 BEING USED FOR
BAMPLE CAPTURE.

DHS/DSLS/Form C117(Rev.7-93)
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INVALID TEST
SHMPLE INTRODUCED
aT Iffy“F:ElF‘EFZ TIME.

1

SUBJECT'S NAME

TIME FIRST OBSERVED Wil @ TRUMEgi Lg ;ON

¥b33/

= __OPERATOR 1

ADDITIONAL INFORMATION AND/OR REMARKS

INTOXILYZER® INSTRUMENT PRINTER CARD m’
NC

© 1986 by CMIINC. -
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EXEIBIT P 7O<$—

THIS REPORT PREPARED PURSUANT TO DUTY IMPOBED BY
' A.A.C. R9-14-404(2)

ARIZONA DEPARTMENT OF HEALTH 8ERVICES

STANDARD QUALITY ABSURANCE PROCEDURES
INTOXILYZER MODEL 5000*

STANDARD CALIBRATION CHECKX PROCEDURE \

Agency _Tucson Police Department Date _/ [HO¥ Time _/0.30
Intoxilyzer Serial¥ g6~ )Location DUL H¢
QA Specialist v 4 633/)

(Print Name)

L%QFJ 1. Pour a standard alcohol solution of known value into a
clean dry simulator jar and assemble the simulator.
Insure that a tight seal has been made.

Standard value: 0.0§0 AC

QaQ‘) 5. Turn on the simulator and allow the temperature to
reach 34°C+.2°C.

() 3- Set Intoxilyzer mode selection in the ACA mode by
switching mode selection switch #9 on or selecting "C"
on keyboard menu.

CQ ) 4. Attach simulator to the simulator entrance port on the
Intoxilyzer.

aiﬁkr) 5. Intoxilyzer 5000 display reads "READY TO START" or
‘ "PUSH BUTTON".

6 Push Start Test button or press enter on keyboard.
7. TInsert card in response to display.
() 8. Air blank completed.
S Calibration check completed.
Test results 0.QOFD an 0.060 AC
ws§a~ ) 10. Alr blank completed.
11. When display reads Test Complete remove evidence card.
Attach the card to the completed checklist.
(f%r) 12. Return mode selection switch #9 to off position after
all calibration checks are complete or type Q and enter
on xeyboard. :

SIGNATURE

*WITE OR WITHOUT VAPOR RECIRCULATION AND WITHE OR WITEOUT XEYBOARD

DHS/DSLS/Form Cl1l6 (Rev.7-93)




o = ONIWO AG9BEL O o ONHIWD AQ 9861 &

u‘ﬁ v Qv LN INFNNELSN) GHIZKIXOLN ! U‘E .JN; @YVD HILNIH INIWNHLISNI . HIZAUXOLNE
| T T T LOIIG IS
,,, . SHYVINGY x.,o\oz,q zoﬁgom%ﬁizo_tco< ,‘. SNUVINIY HO/ ANV 20F<.2m0u2_ IYNOLLIGaY
W, . HOLYHIdO ... , 01vHd3d0
| lec o — ey |
__ ) NOUV 01 INFWNHISNL o — g~ Q383580 15813 TN NOLYPOT-INIWNHLSNI — __ 03n43560 ISUH I w
| " | Thd ,, |
J SWYN S.103rans INVYN S 103r80S ‘
" W
! : |
£ = /7 -
: ﬂ
{
| | __ /
r —_—_— :
W *A3HIPLAD LSIHIIH 9 REREEE! : b
,, m:_n_a_.... - 3F4UES LHITITI430 E : /_
| - O paae’ HHETE WY a1ttt m_m.m.. HHETE oId
| R 4127 1S3l 103rans*. JTITT - HEMT . 3T4UES OITRANI
m £l ana” .  MHeTg WIW 21311 . @@@ - UHETIg ¥IW
i /
W 3JUIL  ANTHY I98 183L. UIL . 3NTEA J0d . ls3L
i R , AN ‘ .
w ‘ .A%xxw © hBAhBSTT \w\“t , j@ hEsTT
| ST@hEa-99 NS g@@s 1300H Z¢ . STEhEA-99 NS @a@s 1300M IE
w 4I7ATHNE TOHOOTE - HITATIROINT NGFZAIHME TIOHONTIR = HITATIHOLMT © S _

Al IWD | aMI THI




