CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Department Crime Laboratory /kh
\

[ hereby certify that these documents are a true and correct copy of the
periodic maintenance® for the Intoxilyzer 5000 Serial Number

b -00905 #/5 ) maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R9-14-404 A 3,
for a 0.0BOAC solution are 0.070AC to 0.090AC.

Date: //AU/05  Call @074 AC Cal2 Lp7F  AC

Date:__2/23/05 Call__p pef  AC Cal2__0.080 _ AC

Date: WA Cal 1 AC Cal2 AC

Between the dates of ‘,ff,;’;? ¢ /5 and A [AT/61

the instrument was working properly and accurately.

The instrument was taken out of service for repairon 477

The instrument was r%iimce on A~
[rene Doran
RIAY OS5
ADPS QAS Permit # QAS 29586
SUBSCRIBED AND SWORN to before me this__ %Y , day of

=| NOTARY PUBLIC-ARIZONA

——

'}_glgg;.ml 2ODS.

OFFICIAL SEAL

KATHY A. KINNEY <

. PIMA COUNTY |

My Comm. Exp. Sept. 4, 2008 ND'T.E.I'}" Public

*Includes documents specified in A.A.C. R9-14-404 A 6

Pursuant to section 28-1327, Arizona Revised Stamutes. this document is 2 certified duplicats of the
information contained in computer siorage devices of the Tucson Police Department.




THIS RESORT PREPARED PUASUANT TO DUTY IMPOSED BY
A.A.C. B3-14-4049 (8]
ARIZONA DEPARTMENT OF HEALTH SERVICES

(Bript WName)

NTOXILYZER SERIAL § (bDO¥0IS(#/E) LOCATION D7 AP
2 Qbma;—:gj > 2005 TIMNE /B%0
~s

isplay: ceads “REARDY TO START™ ogr MPUSH BUTTON TO. START
EST
DIRGNOSTIC TESTS i

i DVM Taskt check S3etting should be betwaen .200 and '
;800 Mods selectlion swicch 52 ony 51 and 53 off or
keyboard menu selection “H”. Reading 1is .37

/ Display Tast check. Mode selecticon switch S1 on and 52
and 53 off or keyooard meny selection “V".

¢/f grincer Test check. Mode selsction switch 51, 52, 53
aff or keyboard menu sslection “B".

v/f Clock tims check. Mode selection switch 310 on ar
keyboard menu selection “E".

w/f Date check. Mode selection switch S11 on or keyboard
menu selsction “EY

QEERATIONAL TESTS
Alcohol Eree subject Test result 0. 000 AC
o Erzror recognition logic system functioning
i il Invalid test printed
Vﬂr Proper sample recognition sysEsm
Invalid sample ;rlntad‘7
Deficient sample printed v
SR Completeness of sample purge with collection: tube**
,_fi? Calibration standard 0. gsv AC
Besults: 0. (s l4res 0.05D A

Instrument opesrating propecly and accurately. YES

"
)
o

COMMENTS:

SIGNATURE ﬁ%_p —ioa fé‘lﬂi&_
r =5 ——

0. W/a alcohol concentration standard collected for subseguent
analysis.**

*WITE OR WITHOUT VAPOR RECIRCULATION AND WITE OR WITHOUT KEYBOARD
+*THETS STEP IS5 ONLY REQUIEED IF TEILS DEVICE IS BEING USED FOR
SEMPLE CAPTURE.

DHS/DSLSForm €117 (Rev. 7-93)

Pursuant to-section 28-1327, Arizona Revised Sranmes, this document is a certified duplicats of the information coptained in computer
zrarage devicst of the Tucson Polics Departrment
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Pursiant to section 28-1327, Arizona Revised Starutes, this document is a certified duplicate of the information containgd in computer

starage devices of the Tucson Poiice Deganment.
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Pursuant to section 28-1327, Arizona Revised Stanues, this document is a cartified duplicate of the information contained in computer
starage devicss of the Tucson Police Degartment.
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ARIZONA DEPARTMENT OF HEALTH SERVICES

STANDARD QUALT
INTOXTL

STANDARD CALIBRATION CHECK PROCEDURE fq\\

Agency Tucson Police Department Date ;/Q_j/{jj' Timg-ﬂh
Intoxilyzer Serial % &@rﬁﬂ@fjﬂ(#ff) Location _ﬁ)ul“/f’f{j
QA Specialist _ﬂr’fﬂ(’ Do ra # Y323 7

(Brint Nams)

4

(A 1 Pour a standard alcohol solution of known value ioto a
clean dry simulator jar and assemble the simulater.,
Insure that a tight seal has been made.

Standard wvalus: 0. 0F0 i

[ 2 Turn en the simulator z2dad allow tha Temparaturse ©o
reach. 34%C+.2%C.

(S 3. Set Intoxilyzer mode selection in the ACA mods oV
switching mode selection switch #9 on or sglecting “g”
on keyboard mepu.

| VKJ 4. Attach simulator to the simulator entrances port on tha
ITntoxilyzer.

( LT 5. Intoxilyzer 5000 display reads “READY TO START" or
“BPUSH BUTTON".

[ nay 6. Push Start Test button &t press enter on ksayboard.

(O 7. Inmsert card in response £o display.

{ ,i} 8. Air blank completed.

( ¥ 9. Calibration check completed.

Test results 0.po81 = O0.0%0 AC
et 0. 2ir blank completed.

{ w4+ 11. When display reads Test Completes remove ewvidence card.
ARttach the card to the completed checklist.

{let ™ 12. Return mode selesction switch %9 to aff position after
all calibration checks are complete or Eype Q and enter

an vhboarod.
SIGNATURE P6£L£14Lu.

Pl

*WITH OR WITEQUT VAPOR RECIRCULATION AND WITH CR WITHQUT EEYBOARD

DHS/DSLS/Form Cl16 (Rev. 7-83]

Pursuant to section 28-1327, Arizona Revised Statutes, this document is 2 certified duplicate of the information contained in computer
storage devices of the Tucson Police Deparment.
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