fety” CERTIFICATION by CUSTODIAN of RECORDS
@ Tucson Police Department Crime Laboratory
Afn

[ hereby certify that these documents are a true and correct copy of the
periodic maintenance® for the Intoxilyzer 5000 Serial Number

{7 ggmﬂgmf_s‘_é'@_ maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Depariment
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A A.C. R9-14-404 A3,

for a2 0.080AC solution are 0.070AC to 0.090AC.

Date: 57//6705 call 0079 Ac cal2 6.07F AC

Date: ‘@//3/05  Call O0.080 AC (Cal2 0.0 /9 AC

Date: N 4 Cal 1 AC Cal2 AC

Between the dates of 57!’3’/'235‘ and G/13/05

the instrument was operating properly and accurataly.

The instrument was taken out of service for repair on é’/:—?/ﬁf
The instrument was retumed to service on A

el

Irene Doran

&/I3/05
ADPS QAS Permit # QAS 29586
SUBSCRIBED AND SWORN to before me this | 3 _day of
June ;20 65.
GFFICIAL SEAL .

512 WOTARY PUBLIC-ARIZONA Rm A HimmpL

"My Comm. Exp, Sept. 4, 2008 Notary Public

*Includes documents specified in A A.C, R9-14-404 A6

Pursuantio-section 281327, Arizona Revised Statutes; this document is a cerifizd duplicate of the
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STANDARD QUALITY ASSUR £
INTOKILYZER MODEL S000+

NTOXILYZER SERIAL & @Q‘Q{Jé@fsf#,{f) LOCATION Dy f-;'-@

B June A X Jpps T yily/
~ur el
T lishisy ceads NnbNoy o SEARL 6c "PUSH BUTTON TO START
YEST.”

DIAGNOSTIC TESTS

v~ DVM Test chsck. Setting should be betwsen 200 and
-5800. Meode selection switch 52 on, 51 and 53 OfFf or
L/ffzxaybcard meny selectiogn “H! Reading is 3&!3 -
Display Test check. Mgde selection switoh 5l an and- 52
and 53 off or keyboard menu seleccion "V~
L ?P frinter Test chsck. Mods selection switech 51, 'S2. 53
OLT ar kayboard menu salackign “o*.
V/f Clock time check, Mode sslactign switch S10 on oc
L//’ keyboeoard msny saleccion “g~
Dazfe check. Mode selection switeh S11 on ar keyboard
menl. sslsctian “gE"

OBERATIONAL TESTS

v Alcohol fres subject Tast result L. QDG AC
Z Error zecogniticn logic Systam functioning
Inwvalid test printed
V/f Proper sample recognition system
Invalid sample printed —
Deficisnt sample printed _-—
M/A Complstenass of sample purge with collection tuba#®+*
Calibration standard 0. g&D AC
Results: 0. NPVAC ¥ n.A7FI94C. 1 e
instrument gparating properly and accurately. TES NO

commenTs: K Tt ey, [rgpm+.
[ v =

SIGNATURE [r/{ ,{9—6"';4,_,,\

0. N/A alcohol concentration standarcd collected for subseguent
analysis **

*WITE OR WITHQUDT WVATOR RECIRCULATION AND WITHE On WITHEQUT REIBOARD

**THIS STEP IS ONLT REQUIRED IF THIS DEVICE TS BEING USED FOR
SAMPLE CAFTORE.

DHS/DSLS/Form C117 (Rev. 7-93)

Pursuant 1o section 78-1327, Arizoma Revised Statutes, this document is 2 certifed duplicers of the information contained in computer
storage devices of the Tucson Police Department,
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ﬁ-ﬁ.h. D“—14—4n4t1:

STRNDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 5000+
RNUARD CALIBRATION CHECK DROCEDURE ﬁp
Rgency Tucsen Bolice Department Oate é?Z};ﬁL§F Time f?é#&f
—_—
intoxilyzer Serial 4 @&—ﬂ@@#@/g{ﬁ%’f} tion  DULHD
JA Specialistc L.L,a“"{‘?ﬂ L] 0(::1/*32;1 4/42"'_'3"3/_,
(Pript Nams)
{ «T] 1 Pour a standard alcohol solution of known value into a
clean dry simulator jar and assemble the simulator
Insars CHat a tight s=a) has boon made
Standard walue: 0. /0 ac
{ 2. Turn on the simulator and allow the Cemperatluce to
reach 34°c+.2°C
{ 3. Set Intoxilyzer mode selection in ths ACA moda oy
switching mode sslection switch %% on or seleching “CF
on ka2yboard menu.
( 2. Attacno simulator te the simulator sntrance port on the
Tntcoxilyvzar,
( 5 Intoxilyzer 5000 display rsads “READY TO START" or
“PUSH: BOTTON" .
T

Push Start: Teast -button or

pur |
ot
I

o pr r on keyboarcd.

7. Insert ecard in rssdonse to di

8. &ir blank completed.

9 Calibration check completed.
Test results 0. OfD « 0. 079 ac

10. Air bBlank complated.

11. When display reads Test Complete remove ewvidesnce card.
httaca the card to the completed checklist.

12. Return mode selection switch &9 to off position after
dll calibratien checks are complete or type Q and encar

| 1]
[EER ]
<

55
spl

AR AL vy

SIGHETURE

*WITE CR WITEOUT VAPOR RECIRCULATION AND WITE OR WITHOUT EEYBOARD

DH3/DSLS/Form C11l6 (Rev. 7-93)

Pursuant to section 23-1327, Arizona Revised Statutss, this document is 2 carrified duplicate of the information contalned in computer
storage devices of the Tucson Polics Dépanment.
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Pursuan to section 28-1327, Arizona Revised Statutes, this decument is a certified duglicate of the information contained in computer

storage devices of the Tucson Police Department.



TUCSON POLICE DEPARTMENT
CRIME LABORATORY

INTOXILYZER SERVICE RECORD
A

Date: @,{ 5/05—_

QAS: Hz}f‘ﬂ & DGF’E‘?P] %&33}}
Intoxilyzer Serial Number: Q bL—00 "7[01"5.,—' f’%”’@

Reason For Service: ,r;f;f;ﬁ - véery lvgha 7
- " rd =

Date Out of Servige: é/{'j /D'S#_

Calibration Check completed prior to removal from service

Date: e /1305

SQAP completed prior to removal from service

Date: fﬁ/ fj/{] il

Corrective Action: l:'_“f'fél;nt to Applied Electronics

Piirsupnt to section 28<1327, Arizona Revised Stamres, this document is a cerified duplicate of the information contatned in
computer storage devices:of the Tucson Police Department.



