CERTIFICATION by CUSTODIAN of RECORDS

Tucson Police Department Crime Laboratory

[ hereby certify that these documents are a true and correct copy of the /(,h
periodic maintenance* for the Intoxilyzer 5000 Serial Number

Vv ~O00A/(5 #/§ maintained by the Tucson Police Department
Crime Laboratory pursuant to the requiremnents of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. RO9-14-404 A 3,
for a 0.080AC solution are 0.070AC to 0.090AC.

Date: (p//3/0S  Call 0§80 AC Caii 0077 AC
Date: ?/?/bﬁf Call_g.078  AC cal2 ARO75 Ac

Date; " Cal 1 AC C(Cal?2 AC

Between the dates of Q//:}/G i and ?/?/QYH

the instrument was operating properly and accurately.

The instrument was taken out of service for repair on 7/ 7/:53’?

The instrument was retumed to service on _—

N

Irene Doran

2k os

ADPS QAS Permit # QAS 29586
SUBSCRIBED AND SWORN to before me this /& day of

N , 200 S .
J 1
Krr:rm : A Ko,

Notary Public

*Includes documents specified in A.A.C. R9-14-404 A6

Pursuant 1o section 28-1327, Arizona Revised Statutes, this document is a certified duplicats of the
information contained in computer storage devices of the Tucson Police Department.




SAHTETT 0 XE;B é

~OET

ARED PURSUANT TO DUTY IMPQSED 3v

1

Ia
=i
-
2]
=
e

L

DEFPARTMINT OF HEALTH SERVICES

AGENGY Tucson Police QA SPECIALIST _Z}’.f"%’{?ﬁﬁrz’ﬂ 53/
(Print Nama)

I SERIAL $ Gl-to%oes (77 ) técaTION [Feattoc

DATE { 1% LME '

JUly F L Gogs TIve Uy

L// Display reads “READY TQ START" or “PUSH BUTTON TO START
TS
DIAGNOSTIC TESTS
v DVM Test eheck Setting showld be batwean 200 and
-800. Mode selection switch $2 an, $1 and S3 qff o
L/, keyboard manw szlection “HY. Resading is -3%5
Display Test check. Mode seslection switch S1 -on aand §2
%. and 53 g€{ or keyvboard menu selaction v
uf Printer Tsst check. Mode sslection switch Slie 32y 53
ljf off or keyboard menu selactigpn “po~
%& Clock cime chegk. Mods selastion swirch S10 on or
kKeyboard menn s=2lection “E”
p/f Date chack. Mode ss=lection switch S11 on or kayboard
menu -seleaction “YE".

Propar samples recognition system

Invalid sample printed
Beficient sample printad
b/ Complsteness of sample purge with collection tubs+*
5252 Calibration standard ﬂ‘@{g’ﬂ ___ kC
Results: 0. O FF AT + O.0F&AC_ /
Instrument opezating properly and acclUrcately. ¥ES N0

COMMENTS: ;‘* liGita 1 .
AL Mol (lock dhead 3, -a.

il

0. N/2 alcohol concantration standard collscted for subsequent
analysis. *¥

*WITH OR WITHOOT VAPCR RECIRCULATION AND WITH 0% WITHECOT ESTBOARD
**THIS STEP IS ONLY REQUIRED IF THIS DEVICE IS =ETNG USED FOR
SEMPLE CAPTURE, '

DHS/DSLS/Form C117 (Rev. 7-93)

Pursuant to section 28- 1327, Arizona Revised Statures, this document is 2 certifed duglicate of the informatton contatned in compurer
storage devices of the Tucson Police Department.
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storags devices of the Tucson Police Deparement,

|




L

SLBJELT S MANE

T — R L]
J <l < 3
A TFed?7C
"lr.rr-_m.lrr'nqsun*ia i/ LIMENT LOCATION

1886 by CMI MNC
g, = ot i

A
‘\ 4@55-’;? irH \]

.mﬂll'-(:r{.-u. -NFI:IFI-“‘H:IN A/ TR REMARES

_—

INTOREL Y ZERY BNSTHUMENT PRINTER CARD ML

Pursuant to section 28-1327, Arizona Revised Statutes, thi
=Cloe 5 document is a cerd fed duplicar L :
storage devices of the Tucson | Police Department. plicare of the information contained in computer




THI5 KEPORT PREPARED PURSUANT TO DUTY IMPOSED EBY

A.R.C. R9-14-404(RA)

ARIZONA DEPARTMENT OF HEALTH SERVICES

STRNMDARD QUALITY ASSURANCE PROCEDURES
INTOXTILYZER MODEL 5000+

4

Agency Tugson Police Department Date ?/?/ﬁf’}ﬁ_ Time fr/f{
rial # W'W%fﬁ'@ffj Locatian 77;5?7%C
Q3 Speclalist I__{fﬂ(’ Dera A {@3;;{

{Print Mame)

STANDARD CALIBRATION CHECE PROCEDURE

Intoxilyzer §

i

Fopnr a standard o

&

alcohol solution of known wvalus inta a
clean dry simulator jar and assemble the simulator.
Insura that a tight seal has be=n made.

Standard value: 0.0KD AcC

{ L/] 2. Turn on theé simulator and- allow the Cemperature to
reacn: 34%C+.2% .

Set Intoxilyzer mode selection in the ACA mods By
switching mode selection switch #% on or selecting “C*
on kevboard msenu.

Attach simulator to the simulator entrance port on the

S %

i

Intoxilyzer.
#bAA/F - Inmtoxilyzer 5000 display reads “READY TO STARTY or

“"BUSH BUTTON".
L/L{ - Push Start Test button or press enter on Keyboard,
Insert card in response to display. '

Air blank completed.

v
V4 Calibration check completed.
L?/

OO -y

/ Test results 0. gF& ‘f—{?{??&l AC
L0i-

Air blank completed.
11. When display reads Test Complate remove evidence card.
Attach the card to the completed checklist.
Return mode selection switch #9 to off position after
all calibration checks are complete or typs Q and entar
on ksyboard.,

SIGNHTURE__jg%&&?hﬁﬂ.féL@iifer
[

*WITH OR WITHOUT VAPOR RECTRCULATION AND WITH OR WITHOUT EEYBOARD

R gL

(
(

=
ha

DHS/DSLS/Form Cl1& (Rev. 7-93)

Pursuant to section 28-1327, Arizona Revised Statutes, this document is 2 certified duplicate of the information contained in computer
storage devices of the Tucson Police Deparment.
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7, Arizona Revised Stanutes, this document is a certified duplicate of the information contained in computer

2
storage devices of the Tucson Police Department.
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Pursuant to seetion 28-1
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T

TUCSON POLICE DEPARTMENT
CRIME LABORATORY

INTOXTLYZER SERVICE RECORD
AM

Date: — ;2/?/05
QAS: Lvene Doran 433/

Intoxilyzer Serial Number: ey ’5@5‘5?5@7{)

Eeason For Service: %ﬂ/}‘f Mff}j /":.rﬁ‘//}f /M}}yﬁﬁff}f
LISt 1o Jap  on GlR3Jlec fp be sppdl out
e fo Jnasipcntt SH6Fahe, TIE st T A

On__2[7 /ox Ipm//fc{/ b st O prevecinge

L

MEIN [€ g nis-
Date Out of Service: '_?f/!l?’,/.r_‘? F

Calibration Check completed prior to removal from service

Diate: ’:-71/:?' /‘Dj-_

SQAP completed prior to removal from service

Date: _?:/ ? /ff?r

Corrective Action: E/Sem to Applied Electronics

Pursuant to section 28-1327, Arizona Revised Statutes, this document 15 a centified duplicare of the information contained in
computer storee devices of the Tueson Polics Deparmment.




