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CERTIFICATION by CUSTODIAN of RECORDS
m\%? Tucson Police Department Crime Laboratory
AN

[ hereby certify that these documents are a true and correct copy of the
periodic maintenance® for the Intoxilyzer 5000 Serial Number

el 014K maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R9-14-404.A 3,
tor a 0.080AC solution are 0.070AC to 0.090AC.

Date:_H|i5|o5  Call__N0TS  AC Cal2__p 078 AC

Date; 5’/@/{1’5’ Call__ D7l A€ €alz  Pupils  AC

Date; A }fil Cal 1 AC Ghlg _AC
Between the dates of ‘7’/}‘5’ /f_}ﬁ__ and .5/;’45“ /:’7'5

the instrument was operating properly and accurately.

The instrument was taken out of service for repair on N

The instrument was returned to service on Mf;%'t

I e
akf'u;ﬁ—'[ﬁ f / MT'LJ;S

Jennifer L. Coombs

5/{3/ oy

ADPS QAS Permit # QAS 29886
SUBSCRIBED AND SWORN to before me this iz , day of

Fa, 2005

“GreoiCiAL SEAL

=15\ NOTARY PUBLIC-ARIZONA
PiMA COUN
My Comm. Exp, Sept. 4, 2008

%

*Includes documents specified in A A C. R9-14-404 A 6

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department.




THIS REPOAT PREFARED BURSUANT TO DUTY IMBOSED BY
A.R.C, R9-=14-404(A)

ARTZONA DEPARTMENT QF HEALTH SERVICES

STANDARD QUALITY ASSURANCE PROCEDURES A
INTOXILYZER MODEL 5000+ \

AGENCY Tucson Police QA SPECIALIST J{ﬂmj\[(’(' ( ;;(‘Jy'ﬂl:'j‘_:j qfﬂ)gg.@

(Brint Name)

INTOXILYZER SERIAL 4 _[__t 004y 148 LOCATION _(IN\W/
eare Mgy 13 T 7oos T M

e
/ Dlsplay vaads WREEADY TO STLRTY or “PUSH BUTTON TO START

; VBRSSP
DIAGNOSTIEC TESTS
i DVM Test check. Setting should be between 200 and
.600. Mode selection switch 52 on, §1 and 53 off or
u/// keyboard menu selection "“H”. Reading is 5
4 _ Display Test check. Mode selection switeh 31 on andg 52

and 53 off or keyboard menu selection ®V"
Erinter Test check. Mode selection switch 51; 82, 53
off or keyboard menu selectisn “B¥.

N

Clock time check. Mode selection switch 510 on or
k¥eyboard menu selectien ME".

|

Date: check. Mode selection switeh 811 on or keyboard
meny selection TEY.

A

EE ATLDNmL TESTS
W/ Adlcohol free subject Test result G.B{{) AC
Exrror recognition logic system Tunctioning

ITnvalid test printced
Proper sample recognitien syste

Invalid sample printed

Beficient sample printed
MR Completeness of sample ﬂurge with collecticon tube*#
Calibratiopn standard O@f} a0

Besults: 0. D'I’/.I[ch, i’ﬂ ﬂq{ﬁﬁqc.r YES /NG

Instrument operating properly and accurately.

;

M

H

COMMENTS :
/] (| /
STGNATURE /I/,( ‘T’ljf"-)*JﬁU /;f uUWLfQS
0. B/A alcoh Co3 ntration standard collected for subseguent

analysisg.**

*WITH OR WITHQOUT VAPOR RECIRCULATION AND WITH OR WITHCQUT EETIEOQAED

**THIS STEP IS ONLY REQUIRED IF THIS DEVICE IS BEING USED FOR
SAMPLE CAFTURE.

DHS/DSELS/Form C117 (Rev. 7-93)

Pursuant to section 28-1327, Arizona Revised Stetutes, this document is a cartified duplicate of the information contained in computer
storage devicss of the Tucson Police Department.
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Pursuant to section 28-1327, Arizona Revised Statures, this document is a eertified duplicate of'the information contained in computer

storage devices of the Tucson Police Depariment.




Tucson Police Department Crime [Laboratory
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Pursuant 1o section 28-1327, Arizona Fevised Statutes, this document is a certified duplicate of the information contained in computer
storage devices of the Tucson Polics Department.




EXHIBLT

o

THIS REPORT EBREPRRED BURSUANT TO RUTY IMPOSED BY
A.A.C. R5-14-404(A)

ARTZONA DEPARTMENT OF HEALTH SERVICZES

STANDARD QUALITY ASSURANCE PROCEDURES f@\.\
INTOXILYZER MODEL 5000#%

STANDARD CALIBRATION CHECK PROCEDURE

Agency Tucson Police Department Date G?iﬂxéjiﬁ Time .“ifiﬂ
Intoxilyzer Serial # fgb"ﬁ[}#r?7gk Location i}.x\f
on spsciatist _ nnder Ceombs O

_ASRSMGNA
SASANE AR A%

(FPridt WName)

/)

et

. Pour a2 standard alecohel seglution of known wvalue into 2
clean dry simulator jar and assemble the simulatoer:
Insure that & tight seal has beén made.

Standard value: 0. 0FD ac

2. Turn on the simulator and allow l:|:1= temperature to
reach 34%C+.2%C.

i. Sat Intoxifyzer mode seleaction in the ACA mode by

switching mode selection switch #9 on or selecting “CY
on keyboard menu.

4. Attach simulator teo the simulator entrance port on the
Intoxilyzar.

5. Intoxilyzer 5000 display reads “READY TO STARTY or
"PUSH BUTTON™.

a Push Start Test button or press enter on ksayboard.

7. Insert gcard in response to display.

B. Air blank completed.

9 Calibraticn check completed.
Test results 0. O/f’?ﬁ'af 0 Q’ng AC

1¢. Bir blank completead.

11. Whan display reads Test Complete remove evidence card.
Rttach the card to the completed checklistc.

12. Return mode selection switch #5% to ofi pesition after
all calibration chﬂcks are complete or type §Q and Enter

o rd
SIGNATURE A':ff‘wuk_gff ’720 ){Wblﬁ

*WITH OR WITHOQU ?113 RECTRCULATION AND WITH OR WITHEOUT FEEYBOARD

DHS/DSLS/Form Clle (Rew. 7-393)

Pursuant to section 28-1327, Anzona Revised Statutes, this decument is o certified duplicate of the information contained in computer
storage devices of the Tucson Police Depariment,
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Pursuant to section 28-1327, Arizona Revised Stahues; this document is a certified duplicate of the information contained in computer

storage deviees of the Tucson Police Depanment.




L) TUCSON POLICE DEPARTMENT
@ CRIME LABORATORY

o]
T
INTOXILYZER SERVICE RECORD

Date: Jr"*{L'LLf jll oA A
[ Jieif T L LA

Qf:'b.SZ \ _E-_,: 1 1-1: N o 3 h i ) Ir_.. .'{'F:l

Intoxilyzer Serial Number: fela =COH TS X

Reason For Service: |'Ij \/ M “«,T"_-"-:_!;-'La_ {E;'?L ;:I i T e AT ;i',i'_.'r-'?' o

DFEN ALY C 0D = Gl \ w
ra I

Date Out of Service: S / {2 / Uf}f

Calibration Check completed prior to removal from service

Date: 3'/ = / C Gf

SQAP completed prior to removal from service

e -
Date: 9 Aa;l /L§

Corrective Action: Bﬁt to Applied Electronics

Pursuant o section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in
computer storage devices of the Tucson Police Department.
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