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CERTIFICATION by CUSTODIAN of RECORDS
Tueson Police Depariment Crime Laboralory /{7\_\

[ hereby certify that these documents are a true and correct copy of the
periodic maintenance* for the Intoxilyzer 5000 Serial Number

lole -~ €O 4 = maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R9-14-404.A.3,
for a 0.080AC solution are 0.070AC to 0.090AC.

Date: "‘{(rﬁ_/&ff Cal 1 G'f["?(‘f} AC Ccal2 o UI§] AC

Date: jﬁﬁ/fajf-‘jﬂ call O, tf;",?r}’ AC Cal2 4 5O AC

Date: n /H Cal 1 AC Cal2 AC

Between the dates of 97, A’ﬁf /ﬂf and .jf/fpl /05_

the instrument was operating properly and accurately.

The instrument was taken out of service for repairon A /‘?
The instrument was returned to service on AN JA

J{; />7ﬂ d@w@

(}Lnﬂifﬂr L. Coombs
sh3/os

ADPS QAS Permit # QAS 29886
SUBSCRIBED AND SWORN to before me this /3 | dayof

I T :
NEFGIAL SEAL mﬁ Ly ;2005 .

Z B NOTARY PUBLIC-ARIZONA
&/ PIMA COUNTY
" My Comm. Exp. Sept. 4, 2008

Notary Public

*Includes documents specified in A.A.C. R9-14-404.A.6

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department.
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THIS REPCRT PREPARED PURSUANT TC DUTY IMEOQSED BY
A.BIC. RS=-14-404 (A)

RIZONA DEPARTMENT OF HEALTH SERVICES

STRNDARD QUALITY ASSUBRANCE. PHOCEDURES
INTOXILYZER MODEL 5000%* @\
L
AGENCY Tucson Belice QA SPECIALIST | hfﬂ” Ef kﬂﬂﬂﬁé&t) e Ha s
- {Print Name) N
. Gl s " i \ e y B
INTOXILYZER SERIAL A lz = p0YRIY | LocatIon [ 4HA
DATE Wig vy )z 35 7004 TIME 0|0
] .
bf/f- Display reads: "READY TQ START"Y or “PUSH BUTTOW TO START
TEST. N

DIAGNOSTIC TESTS

o~ VM Test check: Setting should be between 200 and
B00. Mode selection switch 82 on, 51 and S3 off or

yfﬁf keybpard menn selection “HY. Reading is :3@&
Display Test check. Mode selecrtion switch 51 on and 52
and 53 off or keyboard menu selection "V".

u// Printer Test check. Mods selsction switch S1, S52; 53
off or keyboard mesu seléctiogn “BY.

Uif_q Clock time check. Mode selection switch 510 on or
keybosrd menu selsction “EY.

p/f, Batce check. Mode selectioh suwiten 5I1 on or keyboard
menu selectieon “E".

CPERATIONAL TESTS
i Alconol free subjsct Test result 0.000 E ek

FError recognition logic system functiening

Invalid teskt printed
v// Proper sample recognition system
Invalid sample printed
Beficient sample prlntﬁd/
N/ Completeness of sample purge with collection tube®*

v v~ Calibration standard B W“';{O nc =

Results: . [’T?ﬂ'_ﬂ. # 0 080 AC.
Instrument operating properly and accurately. YES i{fﬁﬂ

COMMENTS :

SIGHATURE

( gj/ f s

oncéhnicration standard collected for subseguent

0. N/A alecho
analysis.** L

*WITH OR WITHOUT VAPOR RECIRCULATION AND WITH OR WITHOUT EETBOARD
**THIS STEP IS 0QONLY REQUIRED IF THIS DEVICE IS5 BEING USED FOR
SAMPLE CAPTURE.

DHS/DSLS/Form C117 (Rev. 7-33)

Pursuant to section 28-1327, Arizona Revised Stanstes, this decument is a certified duplicate of the information contained in computer
storage devices of the Tueson Police Department.
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Pursuant 10 section 28-1327, Arizona Revised Starutes, this document is a certified duplicate of the information contained in computer

storage devices of the Tucson Police Department.
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Purssant to 4ection 28-1327, Arizena Revised Statutes, this document ig a certfied duplicare of the

storpge devices of the Tucson Police Department.
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AcE.C, BO-14-404(8)
AEIZONZ DEPABRTMENT OF HEALTH SERVICES
STANDARD QUALITY ASSURRNCE EROCEDURES
INTOXILYZER MODEL 5000¥

STANDARD CALIBRATICN CHECK PROCEDURE kﬁh

A , o
Agency Tucson Police Department Date ﬁ]ﬁﬂ;ﬂff Time pﬁfﬂj
F i : —
Intoxilyzer Serial £ [an~r1“i{ﬁjif Location [ s
. _ ' T R = el
QA Spsclalist 1§fﬁﬂr$f? tduﬁqﬂlﬂl; HiglloC

T T 1

sour @ standard alcohol solution of knpwn value inteo a
clean dry simulator jar and assembls the simulator.
Insure that a tight seal has been mads.
srandard value: 0. (8D AC

{ ufﬁ 2 Turn on the simulator and allew the temperature To

! rEgch 349CH. 2R Cu
i g 3. S5st Intoxilyzer mods selection in the ACR mode DY
switching mode seslection switch #2 ‘on or selecting: ME"
on keyboard menu.
Attach simulator to the simulator entrance pert on the
IntoxiLyTer.
5. Intoxilyzer 5000 display reads “READY TO START" or
“PIESH BUTTOMN".
8 push Start Test button or press eanter on keyboard.
7. Insert cerd in response to display.
g
5

N

N\

<

. Air blank completed.
. Calibration check completed.
Test results 0.079AC # p IRy S) AC
. Air blank completed.
11. When display reads Test Complete remove avidence card.
Attach the card to the complested checklistT.
12. FEeturn mode selecrian switch L% tp off pesition after

L ONSRE A
Mok NXN

all al bratlsn checkh are compléte or type Q2 and enter
o nyb

SIGNATURE Ubi'\}.gj rihj /,513\% S

*WITH OR WITE VR G EECTIRCULATION AND WITHE OR WITHOUT REYBOARD

DHS/DSLS/Form C116 (Rsv. 7-93)

Pursuant @0 section 28-1327, Arizona Revised Statutes, this document is a cortified duplicats of the information contained in computer
storage devices of the Tussan Police Depantment,
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Purguznt to section 28-1327, Arizona Revised Stanstes, this decument is a certi fed du
storags devices of the Tucgen Police Deparrment,
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