CERTIFICATION by CUSTODIAN of RECORDS

Tucson Police Department Crime Laboratory

A

[ hereby certify that these documents are a true and correct copy of the
periodic maintenance* for the Intoxilyzer 5000 Serial Number

_{i{? OOW}'Q_ maintained by the Tucson Police Depariment
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R9-14-404.A.3,
fora 0.080AC solution are 0.070AC to 0.090AC.

Date: (p /705 Call  O.078 AC cal2 0.07¢ AC
Date:  7/7/05 Call_ 0. 078 AC Cil2 Q0F7% AC

Date: — Cal 1 AC Cal2 AC

Between the dates of G /7/05 and 7/ 705

the instrument was operating properly and accurately.

The instrument was taken out of service for repair on AV A
The instrument was returned to service on A

. g T

Irene Doran

7/ /£/05”

ADPS QAS Permit # QAS 29586

SUBSCRIBED AND SWORN to before methis | &, day of
Tl ,2005 .
3 >

OFFICIAL SEAL
=2\ KATHY A. KINNEY
S| NOTARY PUBELIC-ARIZONA
PIMA COUNTY Notary Public

My Comm. Exp. Sept. 4, 2008

*Includes documents specified in A A.C. RO-14-404 A6

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tueson Police Deparmment.




AGENCY Tucson Folice QA SPECIALIST _z:f’"ﬁ?r_" DOF‘?M %3:3/

(Frint Name)

INTOXILYZER SERTAL & é@- OG- LocatIon (e

DATE il F 23 3gpe  TIME 402 0 B
f =
v Display reads “"READY TO START” dr "PUSH BUTTON TO START
TEET"

keyboard menu

u/ selection “H" Beading &5 ,;3'?L‘
Display Test theck. Mode selection switch 51 an and §7
and 53 off or keyboard menu sslectign “u*”

u/ Printar Ta2st check. Mode ssléction switch 81, 32, 53
off or keyboard menu selection “PB“.

[é'ﬁy Cleck timg chack. Mode sdlection switch SI0 an or
keyboard menu salectcion “E™.

L/fr Date Chack. Mode sslection switch S11 on or kevboard
menu selection “EY

CEERATIOQNAL “*ETS
o Alcohol f£re= subject Test result J.000 b ot
% grror recognition logic system functioning
Tnwalld tTest peointed
V/r Proper sample recognition system

invalid sample printed
DBefici=nc sample printed
n/A Completensss of sample purgese with caliactinﬂ tuba¥*

iEEE Calibracion standarcd 0. OF0
Besults: 0. O FR A + ﬁﬂ?‘f?‘%ﬂ-—-— '//'

Instrument coperating properly and accurately. YE

COMMENTS : ﬁ gﬂ(!ﬁfr’d' {fﬁ?"f’( Flitald FniA .

Y3 -
EEGMATUREMD;«A’_/ M&-—L__

0. N/A alcohoal concsatration standard collsctad for subsequent
analysis,=*

*WITH OR WITHOUT VAPOR BECIRCULATICON AND WITH OR WITHOOT RETHCOARD
*THIF STEP IS ONLE EEQUIRED IF TEIS DEVICE Is BEING USED FOR
SEMPLE CAPTURE.

DHS/MSLS/Form C117 (Rev. 7-93)

Pursuane to seetion 28-1327, Arizona Revised Statures, this decument is a certified duplicate of the information contained in computer
storage devices of the Tucson Polics Depanment,
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Pursisint to section 28-1327, Arzona Revised Statutes, this document is a cerified diplicat= of the information contained in computer
storage déevices of the Tueson Polics Department.




537@7
EXHEIZIT P ‘__;;?__q,.--*

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY
A.A.C. RG-14-404(R)

ARIZONA DEPARTMENT OF HEALTH SERV

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 5000% 4jﬂ

STANDARD CALIBHATION CHECK PROCEDURE

Rgency Tucson Police Department Date ?/?XM Time 'éggld
Intoxilyzer Serial # @&wmf;_}_ Location 23
04 Specialist I}y"fﬁ?f" ﬂpﬁ:’f{‘? %533

(Brint Mame)

v T

Four 2 standard alcohol soluticn of kneown walue into a
clean dry simulater jar and assemble the simulator.
Insure that a tight seal has been made.

Standard valus: Duﬂfﬂ AT

{ oy o2 Turn on the simulator and allow the temperaturs to
reach 34°%c+.2%:

( =1 3. 5ot Intoxilyzer mode selection in the ACA mode by
switching mode selection switch £9 on or sslscting “C”
on keyboard menu.

£ ™) 4. Attach simulater te the simulator entrance port an the
Intoxilyzer.

( V1) 5. Intoxilyzer 5000 display reads "“READY TO STARTY or
“EOSH BUTTONY:

t“/LJ 8 Push Start Test button or press enter on keyboard.

{u/ A T. 1Imsert card in respornse to display. i

{/f 8. Air blank campleted.

{L/vi 9. Calibration check complated.

Test results 0.0FF + 0 -07& RC

{V{% l10. Air blank completed.

(Vi1 11. When display reads Test Complsete remove svidence card.
Attach the card to the completed checklist.

{ D/ﬂ 12. Return mode selection switch 49 to off position after
all calibration checks are complste or tyoe Q@ and enter

on keyvboard.
STGNATURE pagﬂéth_

*WITHE QR WITHOUT VAPOR RECIRCULATION AND WITE OR WITHOUT EEYBOARD

DES/DSLS/Form Cllé (Rav. 7-23)

Pursuant to section 28-1327, Arizona Revised Statutes, this document is & certified duplicate of the information contained in computer
storage devices of the Tucson Police Department.
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