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BEIFIBIT Q \ﬂ(’

THEIS REPORT PREPARED PURSUANT TO DUTY IMPOBED BY
A.A.C. R9-14-404(A)

ARIZONA DEPARTMENT OF HEALTHE BERVICES

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER HODPL 5Q000* /QM

AGENCY Tucson Police —@Qa SPECIALIST Mfﬁ( DO!’Z?V{%35//

(Print Name)

INT £ E? # IWQEZZIE ATI DUT HD
NTOXILYZER SERIAL #(20 LOCAT oS HT

DATE P 9 /9’,;209‘/ TIME
DlSDlay reads "éggDi TO START" or "PUSHE BUITON TO START
TEST.

DIAGNQOSTIC TESTS
28— DUM Test check. Setting should be between .200 and
.600. Mode selection switch S2 on, 31 and S3 off or
keyboard menu selection "H'". Reading is .
,éas Display Test check. Mode selectlon switch S1 on and S2
and S3 off or keyboard menu seTechon RAVALIR
342(’ Printer Test check. Mode selection switch S1, S2, S3
off or keyboard menu selection "P".
zggg Clock time check. Mode selection switch S10 on or
keyboard menu selection "E". :
% Date check. Mode selection switch S11 on or kevpoard
menu selection "E".

OPZRATIOVAL TESTS
Zve Alcohol free sunjece Test result 0.000 AC
e 5— Error recognition logic system functioning
Invalid test printed-#4
A Proper sample recognition systenm
Invalid sample printed o~
Deficient sample printed_gg

N/A Completeness of sample purge with collection tubex*x=*
L& Callbratlon standard 0.0f? AC
‘ Results: 0.0FSAC ¥ 0.056AC_ /
Instrument operating properly and accurately. YESZ NO__
COMMENTS:

SIGNATURE M%»z/« o@'a&\/

Q;Euﬁ:f 2 lcohol concentration standard collected for subsequent
analysis.*=*

*WITH OR WITHOUT VAPOR RECIRCULATION AND WITH OR WITHOUT XKEYBOARD
**THIS STEP IS ONLY REQUIRED IF THIS DEVICE I8 BEING USBED FOR
BAMPLE CAPTURE.

DHS/DSLS/Form Cl17(Rev.7-33)
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RIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY
. A.A.C. R9-14-404(A)

EXHIBIT P

ARIZONA DEPARTHENT OF EEALTE B8ERVICES

STANDARD QUALITY ASB8URANCE PROCEDURES
INTOXILYZER MODEL 5000*

STANDARD CALIBRATION CHECX PROCEBDURE \

agency _Tucson police Department Date __?/4/07' Time 0?/\?

Intoxilyzer Secrial# _lp— 53 ocation L

QA Specialist Ivenr 3/) )

(Print fame)

(«fg) 1- Pour a standard alcchol solution of known value into a
clean dry simulator jar and assemble the simulator.
Ipnsure that a tight seal has been made.
standard value: 0.080) aC

éJQP) 5. Turn on the simulator and allow the temperature to
reach 34°C+.2°C.

(~x) 3- Set Intoxilyzer mode selection in the ACA mode by
switching mode selection switch #9 on or selecting "C"
on keyboard menu.

O 4. Attach simulator to the simulator entrance port on the
Intoxilyzer.
‘(—(Jr) 5. Intoxilyzer 5000 display reads WREADY TO START" or

"pUSH BUTTON".

4QN;1%~) . ©pPush Start Test putton or press enter on keyboard.

qQ&LéX‘) 7. Ipsert card in response to display.

Q%Jwﬂy) 8. Alr.blank completed.

ﬁﬁ‘g4%_) 5. calibration checXk completed.

Test results 0. 085w 0.055 AC
¢x4iarﬁ 10. Air blank completed.
*?11Qr9 11. When display reads Test Complete remove evidence card.
Attach the card to the completed checklist.
(D) 12. Return mode selection switch #9 to off position after
all calibration checks are complete or type Q and enter

STIGNATURE /<L@éﬁr__
&

*¥ITE OR WITHOUT VAPOR RECIRCULATION AND WITH OR WITEHOUT XEYBOARD

DHS/DSLS/Form C116 (Rev.7-93)



ONI WD Ad 9861 O

i
Qv H3LINIHd INFNNELSNI @.kwNZ_%O.—Z_

) INILIND Aa 9861 3

Quvd Y3LNEd INIWNHLSNI HIZKUXOLNY

= -

SHYVINTY HO/ANY NOILLYWHOANI TUYNCILIOOY

g #7220

SAHYINIH HO/ONY ZOC%_ZmOuZ_ Jvnouiaav

TQIVHIA0 _ o
A

B

Q3AB3SEO 1S4 INUL

INYN S.10IBOS

THEMIHL

fud B WK F

=

oree,
(RN

b %

AMTEA

|

G3Ad3580 1SUi3 3N

JNVN S.103r8ns

—
et

MEN HIoHd

i z e ur ®a
b 3 5 T
i -

e e




