CERTIFICATION by CUSTODIAN of RECORDS

Tueson Police Department Crime Labaratory

(2, 1ty tl 2 /f?b\
tereby certify that these documents are a true and correct copy of the
periodic maintenance® for the [ntoxilyzer 5000 Serial Number
bb-0050n3 maintained by the Tucson Polica Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instriment on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R9-] 4-404. A3,
for a 0.080AC solution are 0.070AC to 0.090AC.

Date;5/2%/cs~ Call 0.07% AC Cal2 0.07% AC

Date: ?_,'/,;p/g*g‘ Call__ 2. 677 AC Cal2 2.0 7% AT

Date: AV A Cal 1 AC Cal2 B

Between the dates of »3/.4-?}"/533" and S e

the Instrument was operating properly and accurately.

The Instrument was taken out of service for repairon A4
The instrument was returned to service on S A

LCQ_—?M\LM__

Irene Doran

Fl20/0S”

ADPS QAS Permit # QAS 29386
SUBSCRIBED AND SWORN to before me this 2D , day of

fge. | 2005
= QEFICIAL SEAL ‘
IR KATHY A, KINNEY
= ’ Iﬁ?rmv SURLIC-ARIZONA
) piMA COUNTY _ +
<R My Caomm. Exp. Sept. 4, 2008 Notary Public

*Includes documents specified in A.A.C. R9-14-404.A.6

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devicas of the Tucson Police Deparmment.




THIS REPORT PREPARED BURSUANT TO DUTY IMPOSED v
AL 8T F:"l“._'l_-"lla-_.
ARTZONA DEPARTMENT OF HEALTH SERVICES
STANDARD QUALITY ASSURANCE PROCEDURES
NTOXILYZER MODEL 5000% fﬁﬁn

AGENCY _ Tuceon Police: QA SEECIALIST [ /@i 7 Dorer %633/
(Erint Hame)

INTOXILYZER SERIAL ¢ (pp-pOSDDD LOCATION Dt TH-0
DATE M 20 1 Jpos TIME | pd3F— )

L

= -
Display reads “READY TO START" or “PUSH BUTTON TO STAAT
TEST.*
DIAGNOSTIC TESTS
e DVM Test check Setting should be betwasn .200 and
500. Mode selsction switch S2 o, 31 and S off or
w/f keyboard.menu selection “HY. Bsading i1s 3 i}
Display Test check. Mode selection switch 5L on apd 52
V% and 53 off or keyboard menu selection “vr.
frintec Test chegk. Mode selectian switch S1, 52, 53
* off or kevboard menu sa2legtiocn “pv
u/- Clock time check. Mode selection switeh S10 aon or
keyboard menu sslection “E”
h//f Date chack. Mode selection switeh 511 60 or kevboard
mend selection “EY

loohol Tree subject Test result 0. 00 AT

1
W/ Error recognition logic system functioning

Invalid test printed
Proper sample recognition system
Invalid sample printeds
Deficient sample printead
M/D Completeness of sample purge with collectriaon tuba*®
|/ Calibration standard 0. O§0 AC
fesults:  0.07/94c + p.pI3aAT—

Instrument cneratlng properly and accurately. YES L’f Ho

COMMENTS : 5}?53 (T mevtd clock gphrad.

SIGNATURE m &‘ﬂ/& 2

0. N/& alcohol concentration standard collected for subseguent
analysis.w*

*WITE QR WITHOUT VAPOR RECIRCULATION AND WITE OR WITHCOOT RETS0ASD _
*+THIS STEY IS ONLI BEQUIRED IF THIS DEVICE IS8 BEING USED FOR o
SAMPLE CARFTURE.

DHS/MSLSForm CL1T (Rav. 7-33)

Pursuant to section 28-1327, Arizona Revised Statires, this document 15 2 certified duplicate of the information contatned in computer
stograge devicss af the Tu-.-slzlri Police Depamment.
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» this document is a certified duplicate of the information contsined in computer

Pursuant to section 28-1327, Arizona Revised Statuies

storage devices of the Tucson Police Department




i [T 003

SLEJEG T 1 MAME

nmé AERT LOCAT g

'I'..'._'I..:_.:ll‘-;u CUSEMVED

Te—

s 35/

5 DELHAloR

AnCrTHIHAL INFOAMATION A5G TR REMARRS

 INTOXIYZER" INSTRUMENT FRENTER CARD

T 1986 by EMIING. it

Pursuant 10 section 28-1327, Arizona Revised Statures, this document is & certified duplicate of the information contained in computer

storage devices af the Tucson Police Department,




EXAIBIT 2
THIS REFORT PREPARED FURSUANT TO Duty IMEGSED: BRY
ARG RE-T4-404 (1)

INTOXILYZER MODEL 3000=

STANDARD CALIBRATION CHECK EROCEDURE éﬁK

Agency Tucson Police Department Date %940/p0% Time (37
Intoxilyzer Serial & &Q“ﬁ.{)‘?ﬁ@_‘:{ Locacion b.f,,{"b I,r"'—{—,_f_)_

[ wf} 1 .. B &

: a_ sStandard alcohol sclution of known valus into a

clean @dry simulateor jar and assemble the simulatgr.
Insure that a tight seal has been made.
Standard wvalus: 0.0FD AC

[ 250 2 Turn on the simulator and allow che temperaturs Lo
reach 34°C+.29¢C:

I V/} j+- Set Intoxllyzer mods selection in the ACH mode by
switching mode selection switch 49 on or selectxﬁg e

on keyvboard menu.

(v

2. Attach simulator to the simulater entrance port on the
ITntoxilyzear,
vl 5. Intoxilyzer 5000 display reads “READY TO START" or
SEESH BUTTONY .
{vaﬁ &. Push Start Test button or prass enter on kevboard.
(v“v4 7. Insert card in response to display.
(+»] 8. Bir blank completed.
[ufkf 8. Calibratiocn check completed.

Test results D.Q?‘fy_g.ﬂ‘?’—e AC
(V] 16, air blank completed.

{ Ve 11. When display reads Test Complete remove ewvidence card.
Attach the c3ard to the completad checklist.

{ ) 12, Rerturn mode selection switch 89 to off position after
all calibration checks are complete or types Q and enter
on keyboard.

SIGNRTUREéglhﬂwheaﬂﬁﬁlddALmﬁh

*WITH QOFE WITHOUT VAPOR RECIRCULATION AND WITE QR WITHOUT EEYBOARD

DHS/DSL3/Form C118 (Rew. 7-93)

Pursuant to section 23-1327, Anzona Revised Statutes, this document is a certified duplicate of the information contained in computer
storage devices of the Tucson Police Department.
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Pursuant to section 28-1327, Arizona Revised Stantes, this document i5 a certified duplicate of the information contained in computer
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