CERTIFICATION by CUSTODIAN of RECORDS

Tucson Police Department Crime Laboratory

G

I hereby certify that these documents are a true and correct copy of the
periodic maintenance* for the [ntoxilyzer 5000 Serial Number

(7 lo-(0 5003 maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department

of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits; as defined in A.A.C. R9-14-404 A 3,
for a 0.080AC solution are 0.070AC to 0.090AC.

Date:

i

slig/os. call_0.0F9 AC Calz O.0Z§ AC

Date: & //3/0% Call_p0 7§ AC Cal2_ 0 .0ZF AC

Date:  MNVA- Cal 1 _AC Cal 2 AC

Between the dates of _‘53//5”/{3'5_ and 630

the instrument was operating properly and accurately.

The instrument was taken out of service for repairon A A
The Instrument was returned to service on A A

P

Irene Doran

Cl 3T

ADPS QAS Permit # QAS 29586

SUBSCRIBED AND SWORN to before me this__ /3  day of
. June 2005
- GF:—'[EELEIE&!&EY
T THY A N
. ":ﬁ:rnnv PUBLIC-ARIZONA 74{:;%; A’ E'ﬁmm £
&S/ PIMA COUNTY ‘ J
L2 \y Gomm. Exp. Sept, 4, 2008 Notary Public

*Includes documents specified in A A.C, R9-14-404 A 6

ursuant o secion 28-1327 Arizona Revise i, this document is-2 cerified duplicate of the
B t Hon28-1327, A R d Statutes, this da t d dupl fth
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[q b

AGENCY  Tucson Police QA SDECIALIST LrenC Doransn 7433/

LBPrinc Name)
INTOXILYZER SERIAL & ép&-{j,{j@@,} LOCRTION Dy HO
DATE Junc /3 2 Jpos T __f/43

play rsads: "READY TO START" or “"BUSH BUTTOM TQ START
T

DVM Test check. Setting should be betwa=sa -200 and
50 Mode sslection switch S2 on, 51 and S3 aff ar

M{f/ keyboard menu: selection "H": R=ading is ¢ 35 E:
Display Test check. Mode szlection switch 51 on and 52
and 53 off or keyboard menu selection “V*

Uf// Printer Test check. Mode salection switech Sy 53 53
off 'ar keyboard menu selection “B.

Uff Cleck time check. Mode salsction switch 510 (= i O S
keyboard ‘menu salsccion “5v

vl Date check. Mode selection switch 511 on oF kevboard
meny selectiagpn “EY

QPFERATIONAL TESTS

i Blcohol free: subjest Test gossuls G.ﬁ}C}{] ac

Erroz racognition logic system functcioning
Invalid test printed

Proper sample recognition syste
Invalid sample printed
Deficient sample printed."

MSR Completensss of sample purge with collection tubet*
Calibration standard 0. OoFn AC
Results: 0. 0 24T v 0. r)'?-?v_‘h:_
Instrument operating properly and accuratel v, Lf’f
COMMENTS :

i
SIGNATURE W @{’9{ A~

0. N/a alcohol concentration standard collected for subseguant
analysis.*x

*WITH QR WITEQOUT VAPOR RECIRCULATION &ND WITH DR WITHOOT EERYBOARD
**THIS STEP IS ONLTY HEQUIRED IF THTS DEVICE IS BEING USED FOR
SAMPLE CAPTUORE.

DHS/DSLE/Form C117 (Rev. 7-93)

Purstant o section 28-1327, Ardzoma Fevised Statgres, this document is 2 camifed duplicate of the information contained in computer
storage devices of the Tucson Police Deparmment.
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Pursuant to section 28-1327, Arizona Revised Statites, this document s a certifisd duplicare of the information contained in computer

storage devices of the Tucson Polics Department.
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Pursuant (o section 28-1327, Arizona Revised Siatutes, this decument is a certified duplicate of the information contained in computer

storage devices of the Tucson Police Department.
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Bgency Tucson Pollice Dep

Intoxil

QA Specialist Lz"f#’:-' = Z)Gr“dﬂ 41(23_5!

A
(A

SIGNATURE

e
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Date _Q{{%s‘_‘ Time {/?{3

¥Z

=

[#1]
i

e R 4 1 ]

LB o]
. s

=iy

o

m
H

ial # _@{5 -850 3 Location D 7 {i@

(Prlint Hamea)

[

Bouz standard alcohol sclution of known wvaluds into a
elezn dry simulater jar and ass=mbls the simulatar.
Insure that & tight seal has bezno mads.

Standard value: 0.g§&C ac

Turn on the simoulator and alliow Che Tegmperatcuza To
reach 34°%CE.2°%C.

Set Intexilyvzer mods selection in the ACHK mode by
switching mode seslection switch §9 on or sslecting "“C”
on keyboard menua.

AZttach simulatcor ta the simulator sntrance po-t on ths
Intoxilyzer.

Intoxilyzer 5000 display reads “BEADY TO START" or
“egsH: BUTTAOMN":

Push Start Test button or press enter on kayvboard.
insect card in response to display.

air blank complated.

Calibration check completesd.

Test results 0. OF§F S 0.0 7FF AC

Airp blank completed.

When display reads Test Complete remove evidencs card.
Attach the card to the completed checklist.

BEetnrn mode selection switch #9% to off position after
1} calibratien chacks are complete or typs Q and anter

Aas,

28

*WITH OR WITHOUT VAPOR RECIRCULATION AND WITE OR WITEOUT REYBOARRD

DHS/NDSLE/Form C118 (Rewv. 7-93)

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a cemified duplicate of the information contained in computer
storage devices of the Tucsen Police Department.
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