BXIIBIT Q

THEIS REPORT PREPARED PURSUANT TO DUTY IMPOBED BY
A.A.C. R9-14-404(3)

ARIZONA DEPARTHMENT OF HEALTH {ERVICES

STANDARD QUALITY ASSURANCE PROCEDURES &w\
INTOXILYZER MODEL 5000%

AGENCY Tucson Police A SPECIALIST \SU\NQU’ ch\‘DS 46lb0

(Print Name)

INTOXII’B{/Z:.R sERIAL #_lolg = 6UB0H LOCATION_ DUl HQ
DATE e\ 1570044 TIME L3O
v Dlsolay reads é&tDY TO START' or PPUSH BUTTON TO START
TEST.

DIAGNQOSTIC TESTS
DVM Test check. Setting should be between .200 and
.600. Mode selection switch S2 on, S1 and S3 off or
keyboard menu selection "H". Reading is _-. 09
«//’ Display Test check. Mode selection switch S1 on and S2

and S3 off or keyboard menu selection "V".
o Printer Test check. Mode selection switch S1, 52, S3

off or keyboard menu selection "P?P".
V/( Clock time check. Mode selection switch S10 on or

keyboard menu selection "E'". -
Ve Date check. Mode selectlon switcn S11 on or keyboard

menu selection "EM.

QPERATIONAT TESTS
Alcohol free subject Test result 0.000 AC
IV Error recognition logic system functioning
Invalid test printed
v Proper sample recognition system
Invalid sample printed+”
Deficient sample Drlnted«’/

N/A Completeness of samole purge with collection tubex*=*
2 Calibration standard 0.pRO AC
Results: 0.0094 0.018AC /
Instrument operating properly and accurately. YESY NO
COMMENTS:
i 77
SIGNATURE MA F?(/ (,@UA&L\

Q_Jihi_ alcong cggcentration standard collected for subsegquent
analysis.%x*

*WITH OR WITHOUT VAPOR RECIRCULATION AND WITE OR WITHOUT XEYBOARD

**THIS STEP IS8 ONLY REQUIRED IP TEIS DEVICE I8 BEING USED FOR
S8AMPLE CAPTURE.

DHS/DSLS/Form Cl17(Rev.7-93)
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Tucson Police Department Crime Laboratory 4
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AT IMFROPER TIME,

SAMPLE THTRODUCED

SUBJECT S NAME

Dt

TIME FIRST OBSERVED INSTRUMENT LOCATION

Hbllgd

OPERATOR

ADDITIONAL INFORMATION AND/OR REMARKS

INTOXILYZER® INSTRUMENT PRINTER CARD m(

© 1986 by CMIINC




EIRIBIT P

TEIS REPORT PREPARED PURBUANT TO DUTY IMPOSED BY
A.A.C. R9-14-404(A)

ARIZONA DEPARTMENT OF HEALTH BERVICES

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 5Q00%*

STANDARD CALIBRATION CHECK PROCEDURE

Agency _Tucson Police Department Date (9'V1(QSL, Time 10RO

Intoxilyzer Serialf# Llo-00STOY Location Du HQ

QA Specialist _Menpideyr Coowbhs Hoile

() 1.
¢ )
(/) 3.

() 4.
A A s

2203
ﬁﬁi:
ok

( V/{ 12

SIGNATURE

*WITH OR WIT

(Print Name)
Pour a standard alcchol solution of known value into a
clean dry simulator jar and assemble the simulator.
Insure that a tight seal has been made.
Standard value: 0. 0%0 AC
Turn on the simulator and allow the temperature to
reach 34°C#+.2°C.
Set Intoxilyzer mode selection in the ACA mode by
switching mode selection switch #9 on or selecting "C"
on keyboard menu.
Attach simulator to the simulator entrance port on the
Intoxilyzer.
Intoxilyzer 5000 display reads "READY TO START" or
"PUSH BUTTON".
Push Start Test button or press enter on Keyboard.
Insert card in response to display.
Air blank completed.
Calibration check completed
Test results 0.019#0.010% 2
Air blank completed.
When display reads Test Complete remove evidence card.
Attach the card to the completed checklist.
Return mode selection switch #9 to off position after
all calibration checks are complete or type Q and enter

T VﬁggR RECIRCULATION AND WITE OR WITEOUT XEYBOARD

DHS/DSLS/Form C116 (Rev.7-93)

P- 5ol



QYYD HIINIHd wa.\‘Dme_m_ @HIZANXOLNI

ONHIWD A 9861 D

SHHVINIH HO/ANY NOILYWHOSNI TYNOLLIGaY

HO1VH340

QoY)

NOLLY30T INIWNHISNT

A3AHISE0 1SHH INIL

INVN S.133r8NS

TOAMIBLE0 LE3HITIH SEM d3LNTSd

A0TEA ~ IT4HES LHITIT430 #

£5:A1 BEE L RERE e
SR 2@ L83 L337aN35a
asigl QG " AMEIE AId
. IMIL ARG J6Hd 1531
i .
! E5iGT
| HEESAE-S9 ME
| HIAZATEHE TOHOITH

ONIIWD A9 9861 )

QUVD HIINMd INFNNHLSNI gHIZAUXQLNI

._,rﬁﬂcwawwaaoamwa

SHHYW3H HO/ ONV NOLIYINHOSNI TYNQUIGAY

R HOIVYY340 t

o)L, 7

NOUYIOT INFNNHLSNE

g

Q3AHISA0 1581 INIL

INVYN S.123r8aNS

00Td3d HOIL6ATS430 MIN HIGIA
Ehidl GEE ECRER i
ShiAT HOW S 3T4HYE 01 198M]
R TR PSRN 11
IHIL 3NIHA OuHg 1531

T34 hEs S T 98
R SEE-99 N3 GEES G0N ZH
. ATERE TOHOIW - 532 ,




