CERTIFICATION by CUSTODIAN of RECORDS

x W
Tucson Police Department Crime Laboratory /{] ~]'L

[ hereby certify that these documents are a true and correct copy of the
periodic maintenance® for the Intoxilyzer 5000 Serial Number
Laln—00 004 maintained by the Tucson Police Department

rime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R9-14-404 A 3,
for a 0.080AC solution are 0.070AC to 0.090AC,

-

Date: 2/ 29/04  (Cal I O.05% AC Cal2 90F3 AC
Date: /09 Call 9.085/ AC Cal2 p.a50 AC
Date: VA Cal 1 AC Cal2 AC
Betrween the dates of (A2 6% and JAe/os

the instrument was working properl}e" and accurately.

The instrument was out of service for repair from_ A/ /A~

m o

[rene Doran

ADPS QAS Permit # QAS 29586
SUBSCRIBED AND SWORN to before me this ? , day of

F&Lﬁa!rﬁ;rffj 20 0.5,

T OFFICIAL SEAL

—d\ KATHY A. KINNEY

D&/ PIMA COUNTY W@\ JM;‘}f]mth

My Comm. Exn. Sept. 4, 2008

Notary Public

*Includes documents specified in A.A.C. R9-14-404.A.6

Pursuant to section 28-1327, Arizona Bevised Stattes, this document is a certifiad duplicate of the
information contained in computer storage davices of the Tueson Police Deparmment
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AGENCY  Tucson Police QA SPECIALIST ,Z:rgf; Dﬁrﬁﬂ Y33/

(Scint Names)
INTOXILYZER SERIAL # bli-npn G704 LOCATION  DUT HO
ATE ;Jr"ﬂrifru@r’,- Y o006 TTHE 1030

] Tk
~E )
o Olsplay reads "READY TO STARTY orf “PUSH BUTTON TO STERT
TEST
DIAGNOSTIC TESTS . i
/ DV Test chsck. Satbing should be betwes=n 1200 and ’
800 Modz selection switch 52 on, S1 and 53 off or
keybeard menu selsctlon "HY. Reading is 753
e Display Test check. Mode selsesction switch 51 on and 52
and 33 ofi or keyboard menu sslaction “V™.
UKF Brinter Test check. Mode selection switch S1; 52, 53
offi or keybgard menu seslection "B,
- Clock Eime check. Mods selection switch 35310 on or
kxeyboard m=ne selackian “E".
s Date check. Mode sslection swiich ST1 an or keyboard
: maEnu s=lection “ET.

OPERATIOMAL TESTS
v~  Alcohol free subjsct Test result 0. 4920 AC
:; Error recognition logic system functioning
= - Invalid test printed
i Propar sample racognition system
Invalid sample printed
Daficient sample printed ~
M/ A Complateness of sample purge with collsction tube+*#
o Calibration standard 0. Odst aC
Results: 0. sl AC S D080 AT

Instrument operating properly and accurzabely: ¥ES ¥MO

COMMENTS:

2
SIGNATURE (/{M—L/ ,,@»LMM

0. ¥/2 alcohol concentration standard collected for subseguent
analyslsg.*=*

+*WITH OR WITHOUT VAPOR RECIRCULATION AND WITE OR WITHOUT KETYEBOARD
**xTHILS STEER IS5 OHLY BREQUIRED IF THIS DEVICE 15 BEING USED FOR
SAMPLE CRPTURE.

DHS/DSLS/Farm C117 (Rev. 7-93)

Pursuant to section 28-1327, Arizona Revised Statutss, this document is a certified duplicate of the information contained in computer
storage deviess of the Tucson Police Degarmment.
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Pursuant to section 28-1327, Asizona Revised Statutes, this document is a certified duplicats of the information contained in computer

storage devices of the Tucson Polics Depamment,
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Pursuant to section 28-1327, Arizona Revised Stanutes, this document i5 a cenified duplicate of the information contained in computer
storage devices of the Tucson Police Department.
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Agency

Tuc

EXHIBIT P

THIS REPORT PREPARED PURSUANT TC DUTY IMPOSED BY
B.A.C. R9-14-404{8)

ARTEZONA DEPARTMENT OF HEALTH SERVICES

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MQODEL 5000+

STANDARD CALIBRATION CHECK PROCEDURE 431-\

son Police Depattment Date //.an Soe Time /A9
) =

Intoxilyzer Serial ¥ (y(p- N EHOY Location D/ T 70

aa specialist Lyvne Dovppn o323/

t V0

IPrint Namea] -

Pour a standard alecohol solution of kaown walue inteo a
clean dry simulator jar and assemble the simulator.
Insure that a tight seal has been made.

Standard walue: 0. /7£0 AC

urn on the simulstor and allow the temperature to
reach 34°C+:2°9¢.

Set Intoxilyzer mode selection in the ACA mods by
switching mode selection switch £9 on or selecting “C*
on keyboard menu.
Attach simulater teo the simulator entrance pert on the
intoxilyzar.

Intoxilyzer 5000 display reads “READY TO START® ar
WPRUSH BUTETON':

Push Start Test button or press snter on keyboard.
Insert card in response to display.
Bir blank completed.

Calibration check completed.

Test results 0.p0elAC ~ O .OF0 AC

. Air blank completed.

When display reads Test Complete remove evidence card.
Attach the tard teo the completed checklist.

Beturn mode sslection switch #9 to off position after
all calibration checks are complete or type Q0 and enter
gen kevboard.

SIGNATURE M 99’@44«—.,\

s

*WITH OR WITHOUT VAFOR RECIRCULATION AND WITH OR WITEOQOUT KEYBOARD

DHS/DSLS/Form Cll6 (Rev. 7-93)

Pursuant to section 28-1327, Arizona Revised Statutes, this document is-a certified duplicate of the information contained in computer
storage devices of the Tucson Police Department.
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