CERTIFICATION by CUSTODIAN of RECORDS

Tucson Police Department Crime Laboratory

0N

[ he_reby certify that these documents are a true and correct copy of the
periodic maintenance® for the Intoxilyzer 5000 Serial Number
- O maintained by the Tucson Police Department

Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.,

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A A.C. R9-14-404.A 3
for a 0.080AC solution are 0.070AC to 0.090AC.

Date: 3L¥/0S Call 2.065D AC Cal2 4076  AC

Date: 7/50/0S Call 0.080 AC Cal2 O 0OFU AC

Diate: N A Cal 1 AC Cal2 AC

Between the dates of B/ =3 and F2p OS5

the instrument was operating properly and accurately. .

The instrument was taken out of service for repairon A/ 4
The instrument was retumed to service on AL A
i

Irene Doran
S0 [OF

ADPS QAS Permit # QAS 29586
SUBSCRIBED AND SWORN to before me this 0D , day of

A PR, h L2005 .

OFFICIAL SEAL 5

SN\ KATHY A. KINNEY ;
SEETN | orary Fuauc‘m:zm_Jm\_Aﬁw_T
%5 PiMA COUNTY _

"My Comm Exp. Sept. 4, 2008 Notary Public

*Includes documents specified in A.A.C. R9-14-404.A.6

Pursuant (o section 28-1327, Arizona Revised Starutes, this document is a cerified duplicate of the
mformation contained in computer storage devices of the Tugson Pelice Department.




AGENCY Tucson Rolice QA SPECTALIST I:f"f‘j‘]c" _ﬂﬂr & i 1,4'@_3_3;’
. Y é?é, @Qj{j% {Print HSE] _Z"_‘[C?L

A . AL 3 i - LOCATION [,..1"

Hpril o0~ 1 2005 e — 933 2

¥ H:pﬂd"" =
Display reads “READY TO START® ar "“PUSH BUTTON TO START
S e TART
LRy P 3
DIAGNOSTZ®C TESTS
o ODVM Test check Sebting should be between 200 and
800. Mode selectlion swirch 572 Oty 5L and 53 pff or
V//f’keybma:d mene salaction "H". Reading is !éf 5
. Display Test check. Mode selection switch $1 on and 52
V/;/ and 53 off or keyboard menu seleaction “v~.
1 Printer Test check. Mods sslaction swipch S1, 525 53
off or keybosrd menu selection “g~
o _ Clogk fTime check. Mode sslsction switch S10 on or
keyboard menu selection “g*
b Cate chesck. Mode selection switeh 511 on or keyboard
menu selactiaon "EY.

O2EHATFONAL TESTS

v Alcohol free subject Test rasult 0. 200 AC
v Error recognition logic system functisaning
uf Invalid test printed

Proper sample recognition susijp
Tnvalid sample printed
Deficient sampls printed ¥
W/a Completeness of sample purge with collection tube**
/ \/  Calibration standard gyﬁ AC
Besults: 0.{FDAC + aifJ’QaA-—c.,.
YES \/‘\iﬂl

Instrument operating properly and accurately.

COMMENTS :

SIGNATURE (M@M

0. N/A alcohol concentration standard collscted for Subsequent
dnalysis.**

*WITE OR WITHOUT VAPOER RECIRCULATION AND WITH OR WITHOUT EERYBOARD
¥**THIS STEP I5 OWLY REQUIRED IF THIS DEVICE IS BEING USED FCR ¢
SAMPLE CAPTUORE.

DHS/DSLS/Form CL17 (Rev. 7-93)

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a cerrified duplicate of the information contained in computer
storage devices of the Tucson Police Deparment
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Pursuant to section 78-1327, Arizonz Revised Stanstes, this document is a cerd fied duplicate of the information contained in computer

storage devices of the Tucson Police Department
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storage devices of the Tucson Police Department.
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ARTZONAR DEPRRTMENT OF HEALTH SERVIC

STANDARD QUALITY ASSUZANC

E PROCERURES
TNTOXILYZER MODEL 5 *

STANDARD CALTEDATION CHECK PIGCEDURE {ﬁﬁﬁ

Agency Tucson Police Department Date 5"/:;2 ﬂ/ﬁ’;‘ Time 0‘?352_
Intoxilyerer Ssrial 4 s "ijﬁsaﬁf _ Locatian VST .
QA& Specialist _I.:!'fi"? e Dq,rrﬂr #7 [ 33/

(Brint Wame)

[ Vf? 1. Paur a

a_standard alcohol sglution of known walue into a
clean dry simulator jar and assemble the simulator.
Insure that a tight seal has been made.,
Standard value: 0.0Fr2 ¥
b oZ® 2. Turn on the simulator and a2lleow the temperaturs to
reach 34%C+ . 2%9%¢,
{ V/H 3. Set [ntmxl?yZEr mode selection in the ACA mode by

switching mode selection switch £9 on or seslecting “c”
on keyboarg menu.
[u//} 4. Attach simulator to the simulator sntrance port on the

Incoxilyzers

| o 5 Intoxilyzer 5000 display reads “READY TO START” or

YEUSH BUTTON,

tvf €. Push Start Test buttcon or press enter. on keyboard.

{ ¢) 7. Insert card ia response to displav.

{V/ } B. Alr blank completed.

{V/ b Calibration check completead.

Test results 0. DFD o 0.05D AC

tj, 10. Air blank completed.

! 11, When display reads Test Complete remove evidence card.
Attacn the gcard te the completed checklist.

i,f ) 12. Return mode sSelection switch #9 to off positien after

all calibration checks are complete or type @ and enter

on-keyvboard.
SIGNATURE ﬁdl{iijuﬁ

*HWITE OR WITHOUT VAPOR RECIBCULATION AND WITH OR WITEQUT EEYBOARD

DHS/DSLS/Form Cl116 (Rewv. T=93)

Pursuant to section 28-1327, ATizona Revised Statutes, this document is 2 certifiad duplicate of the information contained in computer
storage devices of the Tueson Police Department.
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