CERTIFICATION by CUSTODIAN of RECORDS

Tucson Police Department Crime [Laboratory 4
1 p w"u

I hereby certify that these documents are a true and correct copy of the
periodic maintenance® for the Intoxilyzer 5000 Serial Number

( -005005 maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R9-14-404.A 3,
for a 0.080AC solution are 0.070AC to 0.090AC.

Date: /2/20/8%  Call D-082  AC Cal2 pOfO AC

Date: /At f05" Call__p.0 7& AC Cal2 p. 079 AC

Date: /WA _ @Ely AC €al2 AC

Between the dates of (2> T /0¥ and /A G/O5

the instrument was working properly and accurately.

The instrument was out of service for repair from A/~

Irene Doran

ADPS QAS Permit # QAS 29586
SUBSCRIBED AND SWORN to beforeme this 7, day of

fL‘f})ﬂrJ/;.{L. B s
OFFICIAL SEAL j I
2\ KATHY A. KINNEY
NOTARY PUBLIC-ARIZONA
PIMA COUNTY
. Sept. 4, 2008 ‘
My Somm, Exg. Sep Notary Public

*Includes documents specified in A .A.C. R9-14-404.A.6

Pursiant to section 28-1327, Arizona Revised Statuies, this document is a certified duplicate of the
information contained in computer storage devices of the Tucsan Police Department.




"THIS REPORT PREBARED PURSUANT TO LUTY TMPOSED BY
. BOB-14-4041(a)
ARTZONA DEPARTMENT OF HEALTH SEOVICES

a Ao

STANDARD QUALITY ASSURANCE EROCEDURES ﬁ?\
INTORILYEER MODEL 5000+

AGENCY Tucson. Bolice QA SPECIALIST ZF‘L"!'?C _DG!’?:?H ‘;‘&-35/
(Brint Name| S

INTOXILYZER SERIAL # S/o-00500% LOCATION Ay I O

DATE Jﬁnuﬁr?az{z’& M 2005  TIME (030 i

/ = ;
Display reads “READY TO START” or “2SUSH 8UTTON TO STAR

LST ART
TESTZE
DIAGNOSTIC TESTS : ;
il DVM Test check. Setting should be betwssn .200 and
800: Modes selection switch 52 oo, S1 and S3 oif or
xeyboard menu selection ™H". Reading is =ﬁi€i§
M/ Display Test check. Mode selecticn switch 51 oo and 52
and 33 o0ff or kevboard menu salectiog “uwo,
L/f Printer Test check. Mode selection switch 81, 52, 53
fE or keyboard menu selection “B”.
L/f ock time che Mods selection switch 3510

1

k. on or
election “E™.

=

]
1]
1=
]

ctlon switch 511 on or keyboard

OPERATIONAL TESTS
\“ RAlcohol free subject Test result a. 00 AC
Error recognition leogic system functioning
Inwvalid test printed
v Broper sample recognition system
Invalid sample printed
Deficient sample printed"f

NSB Completeness of sample purge with collection tube+*+
Calibration standard 0.0 AC
Results: 0. OFEAT + T o oy
Instrument gpezating propazly and accurately. ¥YES uff;ﬂ
COMMENTS:

SIGNATURE %@/}\_’(_/ ;@'ﬂ—") v,
£A

0. N/A alcohol concentration standard collacted for subsequent
analysis. *#

*WITH OR WITHOUT VAPOR RECIRCULATION AND WITH 0OR WITHOUT EERYEOARD
**THIS STEP IS5 ONLY HEQUIRED I1F THIS DEVICE IS BETNG USED FOR
SAMPLE CAPTURE.

DHS/DSLEFarm C117 (Rev. 7-93)

Pursuant to section 28-1327, Arizona Ravised Stanges, this document i5 2 certified duplicate of the information contained in computer
storage devices of the Tucgon Pélice Deparment.
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Pursusant 1o section 28-1327, Arizona Revised Stanres, this document is 2 cerifed duplicate of the information contained 1o computer

starage devices of the Tusson Police Deparment.
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Pursuant to section 28-1327, Arizona Revized Stanstes, this document {3 2 eertified duplicate of the information contained in computer

storage devices of the Tucsan Polics Depanment




SH 55-885665 éh’&lﬁfﬂi
Eve?. 14 18158
INMALID TEST

SAMPLE INTRODUCED
AT INMPROFER TIME.

s

ALl S MAME

s g DyLHO
Too L s

| OFERATTR
| 7 ADDIIONAL INFORVATION AHD/ DA AEMAAKE

1= a |
h 5

WTOXILY ZERT INSTEUMENT PRINTER CARD / m
=

T 1986 by CMIINC s o |
= 3

Pursuant to section 28-1327, Anzona Reviged Stanses, this decument (s a certified duplicats of the information contained in computer
stgrige devices of the Tucson Police Department.




T e
THHIBIT P
THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY
& AC. RE-=14-404({R)
AEIZONA DEPARRTMENT OF HELLTH SEBVICES
STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 5000%
STANDARD CALTBRATION CHECE PROCEDUEE A?\
Agency Tucson Police Department Date f'/,.’;,?,_{; NG Time /030
Intoxilyzer Sexial % /fHlb-0nSHAs Location ST A7)

QA Specialist Zﬁrgﬂs’ BQ{‘Z?H "}"1‘}13,3.»"'

(Print Name) -

{+ ) 1. Pour a standard alcohcl solution of kn
clean dry simulator jar and assembles ¢
Insure tnat a tight seal hHas been made
Standard wvalue: 0.nfD AC

b 1) 2. Turn on the simulator and allow the temperature to
reach 34°C+.:29C;

v Set Intoxilyzer mode selection in the ACA mode by

switching mode selection switch #9 aon or selecting "CY

on keybeard menu.

4. Attach simulator to the simulator entrance port on the

Intoxilyzer.

(o 5. Intoxilyzer 5000 display reads "RERDY TO STRRTY ar
"EOSH BUTTON'.

(v 6. Push Start Test button or press enter on keyboard.

[Jﬂ/} 1. TInsert card in response to display.

{7 ) 8. Air blank completed.

(V4 9. calibration check complated.
Test results 0.0F% « 0. 0F9 RC

“Lx“ﬁ 10. Bir blank completad.

(« «f 11. When display reads Test Complste remove evidence cacd.
Attach the card to the completed checklist:

{ v/] 12. Return mode selection switch #9 to off position after
all calibration checks are complete or type Q and enter
on keyboard.

SIGNATURE M M

own vdlge intn a
he simulatoer.

Lab

S

*WITH OR WITHOUT VAPOR RECIRCULATION AND WITH OR WITHOUT EEYBOARD

DHS/DSLS/Form Cl1lé (Rewv. 7-93)

Pursuant to section 28-1327, Arizona Flevized Statutes, this document is a certified duplicate of the information contained in computer
starage devices of the Tucson Polics Depariment.
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Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicare of the Information contained In computer

storage devices of the Tucson Police Department.




