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CERTIFICATION by CUSTODIAN of RECORDS /197

Tucson Police Department Crime Laboratory

I hereby certify that these documents are a true and correct copy of the
periodic maintenance* for the Intoxilyzer 5000 Serial Number

- maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following

dates. The acceptable accuracy limits, as defined in A.A.C. R9-14-404.A.3,
for a 0.080AC solution are 0.070AC to 0.090AC.

Date: /O/(g'/US’ Call 0{17&7 AC cCal2 D07 AC
Date: ll/,;/og Call__0.077 AC caz2__ 0078 AC

Date: N [A Cal 1 AC Cal2 AC

Between the dates of ) / (» / oS~ and /1 / o / o5~

the instrument was operating properly and accurately.

The instrument was taken out of service for repair on N / 1
The instrument was returned to service on Al / A

/ﬁmﬂ L Lol

enmfer L. Coombs

3/0702 /0(0

ADPS QAS Permit # QAS 29886
SUBSCRIBED AND SWORN to before me this .2 2 , day of
WG/M/'\/ ,2004 .

SIER\ KATHY A. KINNEY
4] NOTARY PUBLIC-ARIZONA

LA\ f . PIMA COUNTY—] [
”My Comm. Exp. Sept. 4, 2008 otary Public

*Includes documents specified in A.A.C. R9-14-404.A.6

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department.




EXHIBIT Q

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY
A.A.C. R9-14-404(A)

ARIZONA DEPARTMENT OF HEALTH SERVICES

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 5000*

AGENCY  Tucson Police QA SPECIALIST J“\{\'(-C(_( CC)DW\bS i 10O

(Print Name)
INTOXILYZER SERIAL # (th” 00500S~ LOCATION Al 70

oate  _Ninfember @ X Zeos  THME NG 35

Display reads “RéADY TO START” or “PUSH BUTTON TO START
TEST.”

.

DIAGNOSTIC TESTS

v DVM Test check. Setting should be between .200 and
.600. Mode selection switch S2 on, S1 and S3 off or
keyboard menu selection “H”. Reading is ‘/(/
Display Test check. Mode selection switch S1 on and S2
and S3 off or keyboard menu selection “V”.
Printer Test check. Mode selection switch S1, S2, S3
off or keyboard menu selection “P”.

Clock time check. Mode selection switch S10 on or
keyboard menu selection “E”. ‘

Date check. Mode selection switch S11 on or keyboard
menu selection “E”.

CRRR

OPERATIONAL TESTS

; Alcohol free subject Test result 0. 000 AC
Error recognition logic system functioning

Invalid test printed
Proper sample recognition system
Invalid sample printed
Deficient sample printed
N/A Completeness of sample purge with collection tube¥**
v~ Calibration standard 0.0§0 AC
Results: 0.077AC. & D.DIK AC. /
YES NO

Instrument operating properly and accurately.

COMMENTS :

ol A A
SIGNATURE a// AU /7/ /MS

0. N/A alcoholC:onc ration standard collected for subsequent
analysis.*¥*

_—

*WITH OR WITHOUT VAPOR RECIRCULATION AND WITH OR WITHOUT KEYBOARD
**THIS STEP IS ONLY REQUIRED IF THIS DEVICE IS BEING USED FOR
SAMPLE CAPTURE.

DHS/DSLS/Form C117 (Rev. 7-93)

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplimtc of the information contained in computer
storage devices of the Tucson Police Department.



ONHIND Aq 986L ©
QYYD HIINIHd thS_.DF_.mZ_ GHIZAUXOLNI -
SHYVYINIY YO/ ONV NOLIVIAHOSINI TYNOLLIAQY
HOIVHILO
SIS
mo:.HWOJ ANIWNHLISNI Q3AH3SHO LSHH AN
. L. B - _JWVN S.10378Ns
g BEe AMYIZ ¥IY
Znieg HE 1531 133rans
‘ChiGR - @Be" NHET3 414
FUTL - 3INTIWA QHNE 183l
Shigm Se/Fa/11
Shachn-as s BEES 300U 2ZY
A3ZATBHE_TOHOITE ~ H3ZATTHOINT
- LH3WLEH430 321704 HOSIAL o

Y/~

ONIIWND Aq 9861 O

QHVO HALNIYd LINIWNUHISNI GHIZXHXOLNI

SHHYW3IH HO/ ANV NOLVINHOSINI TWNOLLIAQY

HOLVHIJO

O,

w ZO_.—%NW a ANIWNYLSNI

QINHISE0 LSHI INHL

JNWN S.103rgns

TS S S i e s - e~ = ——_—
R e e e e -~ ——

T e e e s e e s - - ———

e e e it i e v s o

333333
. -333333

ALI60-

F1agn
I hBegl.
I-€agn
l-cagn
I GBEN

, IIIIIIIiIIIIIIIIIIIII:IIIIIIIII
.wwmmmwmwwmmmmwwummwmmmuwwwwmuwm
e wmmwmwmmwwuwumwuummmwmmwm
mwwmwwmmmmmwmmmmmm@mwummm
.mmwummwmmuwmwmwmwmmmmuwwmwwwmmm
.mmmmwwmwmwmmumwmmmmwuuwNmWMwmwm
mmmumwmmmmwmwmmmumwwummmmwuwmwm
9 o . - hTrlo/3
o 58/28411 S8BSAR~-9a NS 3

2 8' l 7 computer
32 ArIZDna Rcvlsui Statutes thlS docu"lent 1S a cer tlﬁed dupllcate Ofthe lnformatlon conta-lned n p
F ursuant to section > >

storage devices of the Tucson Police Department.



NN A9 9861 ©
S\ﬁ QUYO YILNIMd INFNNUISNI .wENb_xo,h,z_.
SHHVINTY HO/ONV NOLYINHOINI TYNOILIGaY
HOIVHIJO
NONOYH
I%%mz_ Q3AHISE0 _LSHId INIL
. FINVN S.1IIr8NS
16107 Gag” ANYIS WIY
iatat 220" © O OAJ3WD: "TNa
watet . Bnae” CHHETE A1
3WIL ....u:.jI al Bl 1534
19:871 SASZE/TT
SHASRA~99 HS aaag ,Jmmm_r_ -
M3 ATENY TOHODY - W3IZATIKOLNI
o hzm:._. HHd430 33104 I_s_mu:._. :

QUVO H3INId

NI WD AQ 9861 O

ININNYLISNI @tuN>.=x0._.Z_

SHYYWIH HO/GNV NOLVIWHOANI TWNOILIOOY

HOLYH3HO

de oM

NOLUYIOT INIWNHILSNE Q3IAHISBO 1SHIH INLL
QI
, i FINVYN S.L0308NS
@@uwﬂﬂ aga -’ ANEE ¥IW -
65160 487" - AZ3HD T HD
6G5I68 NCEER ETCRERICE
C3uIL .maqa} au48 Coo 183l
@@.m#ﬁ. . sa/sz2a/11
LOACHER=-99 NS - aaeAs 300U 7249
HIAZATHNRYE TTOHO3TH - H3ZANTXK0LNI
‘ k:u:hmxmuo 321704 HAsanl

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in computer

storage devices of the Tucson Police Department.



SSED- START TEST AT
ROFER TIME

L " SUBJECT S NAME -
e BT DREVED INSTR-LIUMENMTLLOCAi noup_

OPERATOR
ADDITIONAL INFORMATION AND/OR REMARKS

INTOXILYZER® INSTRUMENT PRINTER CARD ) m

{ © 1986 by CMIINC.

Pursuant to'section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in computer
storage devices of the Tucson Police Department.



Agency Tucson Police Department Date ]\!Z‘oéj

EXHIBIT P

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BYVMy’
A.A.C. R9-14-404(A)

ARIZONA DEPARTMENT OF HEALTH SERVICES

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 5000*

STANDARD CALIBRATION CHECK PROCEDURE

Time UEBS'

Intoxilyzer Serial #

QA. Specialist

1.
(\/) 2.
“ v o3,
( V) s
A V) 5.
A0 s
, 7.
\ﬂl/) 8.
'_/(ﬂ 9.
s .
R
(v 12,
SIGNATURE

Lo\b - 005005 Location DU/ H/q
\\\Jﬁ (\\fi\&'(’_,r (1 D()v‘t\.bﬁ Yoo O

({Print Name)

54

Pour a standard alcohol solution of known value into a

clean dry simulator jar and assemble the simulator.
Insure that a tight seal has been made.

Standard wvalue: 0. 0RO AC :
Turn on the simulator and allow the temperature to
reach 34°C+.2°C.

Set Intoxilyzer mode selection in the ACA mode by

switching mode selection switch #9 on or selecting "“C
on keyboard menu.
Attach simulator to the simulator entrance port on th

Intoxilyzer.

Intoxilyzer 5000 display reads “READY TO START” or
“PUSH BUTTON".

Push Start Test button or press enter on keyboard.
Insert card in response to display.

Air blank completed.

Calibration check completed.

Test results 0. 7T 1RAC &0,6’\8

AC
Air blank completed. '

. When display reads Test Complete remove evidence card

Attach the card to the completed checklist.
Return mode selection switch #9 to off position after
all calibration checks are complete or type Q and ent

B ﬁ;m (f Coowds

*WITH OR WITHOUQ VAPQ.B) RECIRCULATION AND WITH OR WITHOUT KEYBOARD

DHS/DSLS/Form Cl1l6

(Rev. 7-93)
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Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in computer
storage devices of the Tucson Police Department.
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Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in computer

storage devices of the Tucson Police Department.




