CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Department Crime Laboratory
2701 S. Stone Avenue Tucson, AZ 85701-1917

| hereby certify that these documents are a true and correct copy of the /{3\‘\ "]:D\'Q

periodic maintenance® for the Intoxilyzer 8000 Serial Number ¢
B0 060323  maintained by the Tucson Police Department

Crime Laboratory pursuant to the requirements of the Arizona Department

of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104 A2,
for a 0.100AC solution are 0.090AC to 0.110AC.

Date: f:?*f“/aﬁ’/;a Call  2.099 AC Cal2 0 097 AC

Between the dates of @ 3 /r’f /;’g} and zi?‘?/.a 25Af£
the instrument was Dperamlw proparl}r and accurately.

The instrument was taken out of service for repdir on__ A4
[
The instrument was returned to service on /:j.

OLt 5

Lher}fl K. Straub

04/13/)0

ADPS QAS Permit # 33408

SUBSCRIBED AND SWORN to before me this /3%  _ day of
Aprcd 2040

%MWﬂﬁaﬂa{fsf —

Notary Public

*Inciudes documents specified in AA.C. R13-10-104.A.5 AT My Com 'r 17,201

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department



/ ﬁﬁg_

EXHIBIT G-#

URSUART TOD RUTY IMPOSED BY
3=-3i0-104 (&)

ABIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE FROCEDERES
INTOXILYZER MODEL BOOD

STERDARD QURLITY ARSSURANIE PROCEDURE

OR ‘SPECIALIST ahi(u@{ Sﬁzm{.ﬁ AGENCY Tucson Solice Department
oate O Qf/aﬁ/m / TIME Vi o 3

INTOXILYZ2ER szrIal ¢ _80-000323 ocarros _ (WRims, lab

:“/;' 1. Display zesds “PUSH BUTTON T0 START"

{ ‘J/' i. Cleck time check.
[ ] 2. Date check.

‘5,- 1. Alcohcl-free subject test resulrt 0. HOO AT,
] 2. Bxror recogrnition logie system functioning,

Not & Suctessfully Combpleted Test Ssguesnce trinced
/ 3. Proper sample recognition system.

Net & Successfnlly Completed Test Seguence princed
I/ Deficient sample printed.

{ 4. Standard Calibration Check szandszd o0, /80  ar
Result: ¢. A9 ,7_ AC
Instrenencs is operating progperly and accurately: ¥ES /r::

COMMENTS

SIGNATURES %f %
| —

DPS Form Exh &-4 (Zsv. 03=01;

Prerstiant 1o seetiol 28-1327, Arizona Revived Statires, this docnment i ¢ certlfied duplicare of the information conialmed tn
compuier rrovage devices af tie Tuevon Paliee Deparinieny,



INTOXILYZER 2000
Location: TUCSON POLICE DEPT
Serial Number : B0-000323

04/08/2010 12:23:51 ‘Q\\

Standard Lot#: 642845

Last Changed By: C. STRAUB #50772
QAS: C. STRAUB #50772
TOCSOR FD
Cperater: C. STRAUB #50772
TUCS0N PD

Subject: SQAP,SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Alr Blank 0.000 12:24:40
Diagnostic Test Pass 12:25:08
Air Blank 0.000 12:25:35
0.100 Cal Check 0.099 12:25:54
Air Blank 0.000 12:26:23
Subject Test 0.0C0 12:26:43
Air Blank ABT* 12:26:50
Alr Blank 0.000 12:27:18

*Sequence Aborted

Not a Successfully Completed Test Sequence

Purauant 1o seetion 28-1327, Arizona Fevised Statutes, this document is a certified duplicas of the infermation contaned m computes
storage deviees of the Tueson Police Department:



1

INTOXILYZER 8000
Location: TUCSCN POLICE DEPT
Serial Number : 80-000323

04/08/2010 12:27:22

Standard Lot#: 642845 fj\
Last Changed By: C. STRAUB £50772 \
QAS: C. STRAUB #50772

TUCSON BD

Operator: C. STRAUB #50772

TUCSON BD

Subject: SQAP,SQAP
DOE: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time
Air Blank RFI* 12:27:56
Air Elank IPS** 12:28:04

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Seguence

Dursuant to section 281327, Arizona Revised Statutes, this document is a certified dupiicate of the information contained in computer
stornge devicss of the Tueson Police Depaniment.



INTOXILYZER 8000
Location: TUCSON POLICE DEPT
Serial Number : BO-000323

04/08/2010 12:28:08 Ajﬂ
Standard Lot#: 642845

Last Changed By: C. STRAUB #50772

QAS: C. STRAUB #50772
TUCSON FD

Operateor: C. STHRAUB #50772
TUCSCN PD

Subject: S0AP,SDAFP
POB: 11/11/711W1
Sex: F Weight: 111

15 Minute Deprivation Perioed? Yes

Test g/ 210L Time

Air Blank 0.000 12:28:56
Diagnostic Test Pass 12:29:24
Air Blank 0.000 12:29:51
0.100 Cal Check 0.099 12:30:10
Air Blank 0.000 12:30:39
Subject Test 0.1356% 12:33:47
Air Blank 0.000 12:34:20
Air Blank 0.000 12:3£:48
Subject Test JOLx ek 12:35:05
Air Blank 0.000 12:35:40

*Deficient Sample
**Invalid Sample
Begin new deprivation periocd

Not a Successfully Completed Test Seguence

Pursuant 1o ssetion 28-1127. Arizono Revised Swtutes, this-document 15 2 certified dupiicars of the mformation contained 1 compuser
storage deviess of the Tucson Police Department



INTOXILYZER BOOO0
Location: TUCSON POLICE DEPT
Sarial NMusber: 80-000323

04/08/2000 T2:36:04

Standard Lot#: B42845

Last Changed By: C. STRAUS #50772 /\)\\
QrS: C. STRAUE #50772

TUCEON FD

Tast gf210% Time

Alr Blank 0.000 12:36432

Cal Check 0.097 12:36:50

Air Blank 0.000 12:37:20

—— F3 5 li-
%t or's Signature

Pursiant 1o seetion 28-1327, Arizona Revised Starutes, this document (s o certified dupiicate of the imformation contamed in compiie)
storage devices of the Tucson Palice Depariment



¢ 97
BXHIBIT G-2 345‘

TRIS REPORT -PREPARED PURSUANT TO DUTY IMPOSED 3Y
A.k.C. R13-10-104 (&)
ERTZ0ONE DEPARTMERT OF PUBLIEC SATETY
STENDARD QUALITY RSSURARNCE BRC TURES
INTOXILYZER !-'O::: 802t
STANDARD CRLIBRATION CHECH BROCEDIEE
OA Specialist AGENCY Tuocson Policsa Deparimenc

oate (0 *Y/ o8 /m TIME I~ 5 ﬂJZ
-n-cx--vz:—' S5arizl £ Eﬂ*ﬂaﬂ 33 s Location ﬂ,&ﬂzr Mb

{ -"/!’ Ensure that gas Tank 1s attasnec o inzirument and contains &
standard alcohol concentration soluczion 0. /08  ac.

OR

Ppur & standard &lcohol conscentration sSolution ﬁédk aC,
into & tlean dry simulator and assemble the simulatol., Ensure
that 2 tight seal has been made. Torn on the simulstor and
allow temperature to reach 34°C + 0.2°C

(=]
-

e Intoxilyzer 8000 display reads “PUSH BUTTON TG START"

. ) , GB t& the *"Centrel Testing Msnug™, ‘Select *D" for dry
centre: test or “W' for wet centroel test. After
selgerion 15 made press ENTER.

i 4. Alr blank completed.

{ 5. Cglibration check completed. Testc rTesulis Qii AZ.

I‘.'r'

ank completed.

v
{ /]‘ 5. Air
b/: . Remove printeg record. Attach the regord To tThe completed
checkl:ist.

Pursant ra section 28-1 327, Arizena Kevised Stanites, this document is a cortiffed duplicare of the Information ceniaitied i
camptier srorage devices afthe Tuoson Poliee Depariment,




INTOXILYZER BOOOD
Location: TUCSON POLICE DEPT
Sgrial FNumber: 80-000323

04/G8/2010 12:22:29
Standars Lot#: 642645

Last Changed By: C. STRAUS £50772

QaS: C. STRAUB #50772

TCCS0ON 7D

Test g/210L Ti=e

Air Blank 0.000 12:22:56
Cal Check 9.099 12:23:1%5
Air Blank 0.004 12:33:44

lgnature

Pursuant to section 26-1327, Arzona Revised Swtores, this document is a cerrified duplicars of the information ¢ontained in computer
serage devices of the Tusson Police Deparment



94
54?3

TUCSON POLICE DEPARTMENT
CRIME LABORATORY

INTOXILYZER SERVICE RECORD
FOR
CALIBRATION GAS TANK CHANGE

o
/@\ o
Date: & ?,A ,:571 /f‘;’.}‘ \"\{\\
QAS: C«&m% SHeALR

Intoxilvzer Serial Number: Bo-000323
New Lot Number: Y2845

New Expiration Date: 0-%/,,? E,Z--? 4

(l/'; 1. Intoxilyzer 8000 display reads “PUSH BUTTON TO START"™
( V’( Remove the old gas tank and install the new one.
/ Hit the "ESC™ key twice and swipe the QAS card.

(v')
(/( 4. Go to the "M-Maintenance™ menu and select “S-Standard Change.”
Select D" for dry gas and enter the following information:

=

fad

Enter Target Value: 0.100

Enter Control Lot # From the tank label

Enter Exp Date: From the tank label (mm/dd/yyyyv)

Edit info Y/N? Y or N

Update Std Info? Y ENTER

“Please wait saving...”
Hit the “ESC* key twice.
Go to the “M-Maintenance” menu and select “Control Testing. ”
Select D™ for dry control test. After selection 1s made press
ENTER.

{ 'r}/ 7. Atlr blank completed.

{/( 8. Calibration check completed. Test results 0. & fz AC,
{I/J/__ 9.  Air blank completed.

(o

10. Remove printed record. Attach the record to the completed checklist.

SIGNATURE  ( l{:{.-ld / %-/
L

Pursuant to scction 28-1327, Arzona Revised Statutes, this decument is a certified duplicate of the information contained in
computer storage deviees of the Tueson Police Department.

FJ‘\ Ly




INTOXILYZER 8000
Location: TUCSCN POLICE DEPT
Serial Fumber: BD-000323

o4£/08/2010 TE:20:51 &‘)\

Standard Lot#: 542845
Last Changed By: C. STRAUH #50772

QAS: C. STRAUB #30772

TUSSAN BD

Test g/210L Tima

Air Blank 0.000 12223118
Czi Chack 0.099 12:221-37
Air Blank 0.000 12:22:06

Pursuant to section 25-1327, Angona Revised Statutes, this document 15 2 certified duplicars of the informanon contamned m computer
storage devices of the Tueson Police Dreparmment



