CERTIFICATION by CUSTODIAN of RECORDS

Tucson FPolice Deparrment Crime Laborator)
270 S. Stone Avenue Tucson, AZE3701-1917

I hereby certify that these documents are 2 true and corract copy of the /&,\)\ o
periodic maintenance* for the Intoxilyzer 8000 Serial Number 1%
1

P

50 ~po3 23 maintained by the Tucson Police Department WV
Crime Laboratory pursuant 1o the requirements of the Arizonz Department
of Public Safety for a quality assurance program.

A guality assurance speciaiist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for 2 0.100AC soiution are 0.090AC t0 0.110AC.

Date: /0,/;21/10 Call p.095 AC Cal2 p.094 AC

Berwaen the dates of 29/23//0 and se/27//0
3 i . x = = 3 F 4 A
the instrument was operating properly and accurately.

The instrument was taken out of service for repair on KSR
The mstrument was returned 10 Service on ) A/

7

Cheryl K. Straub

26l 3r ) s
/ 7
ADPS QAS Permit # 33408

SUBSCRIBED AND SWORN 10 before me this__ <2/ . day of
(Ctobon 2010

At izl

Notary Public

OFFICIAL SEAL

AM. HERNANDEZ
NOTARY PUBLIC-ARIZONA

PIMA COUNTY
My Comm. Exp. Mar. 17, 2012

*Inciudes documents specified in A.A.C. R13-10-104.A.5

Pursuant te section 28-1327, Arizona Revised Statutes, this documens is 2 certified duplicate of the
mformarion contamed in compurer storage devices of the Tucson Police Deparmnent




DATE _ /D /,,?///c TIME [0 /3
INTOXILYZER SERIAL % PO -DoD373 vocarzon _CRums  Aab

( LT 1. Display reads “PUSE BUTTON TO START”

({ ¥\ 1, Cilock tims check.
( o) 2. Date check.

iy/f 1. Rlcohol-free subject test result 0. OPT ac.
(/2. Error recognition logic system functioning.
Not a Successfully Completed Test Seguence printed
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Not a Successfully Completed Test Ssgus
Deficient sample printed.

V/T . Standard Calibrat
Result: 0. 2 ac
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Instrument is operzting properly and accurately.

DD Tarm Ty ~ | - AS 01
DPS Form Exh G-¢& Rev., Lvo-Ul

Dursuan: 10 secrion. 28-1327. Arizona Revised Siatuzes, this document is a certified dupiicare of the Iiformation containeg ir:
compuier storage devices of the Tucson Police Departmen:



INTOXILYZER 8000
Location: TUCSON POLICE DEPT
Serial Number : 80-000323

10/21/2010 10:14:42
Standard Lot#: 642845

Last Changed By: C. STRAUB - #50772
QAS: C. STRAUB #50772
TUCSON PD

Operator: C. STRAUB #50772
TUCSON PD

Subject: SQAP,SQAP

DOB: 11/11/1111

Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 10:15:28
Diagnostic Test Pass 10:15:55
Air Blank 0.000 10:16:23
0.100 Cal Check 0.094 10:16:41
Air Blank 0.000 101 7 2 101
Subject Test 0.000 10217237
Air Blank ABT* 10:17:43
Air Blank 0.000 170:718: 12

*Sequence Aborted

Not a Successfully Completed Test Sequence

Fursuant to secuon 28-1327, Anzona Revised Stamnes, this documen: is 2 certified duplicate of the informanon contaned m compuzer

siorage devicesof the Tucson Police Deparmmen:
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INTOXILYZER 8000
Location: TUCSON POLICE DEPT

Serial Number : 80-000323

10/21/2010 10:18:17 fﬁ%«
Standard Lot#: 642845

Last Changed By: C. STRAUB . #50772

QAS: C. STRAUB #50772

TUCSON PD

Operator: C. STRAUB #50772

TUCSON PD

Subject: SQAP,SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time
Air Blank RFI* 10:19:05
Air Blank IPS** 10:19:213

*RFI Detect
**TImproper Sample

Not a Successfully Completed Test Sequence

Fursuant 1 section _28-1327_. Arnzona Revised Statutes, this document is z certified duplicats of the mformmation contained 1n cormpuzer
storage aevices of the Tucson Police Departmen: ‘



INTOXILYZER 8000
Location: TUCSON POLICE DEPT

Serial Number : 80-000323 /(711\
10/21/2010 10:219:18

Standard Lot#: 642845

Last Changed By: C. STRAUB - #50772

QAS: C. STRAUB #50772

TUCSON PD

Operator: C. STRAUB #50772

TUCSON PD

Subject: SQAP,SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 10:20:06
Diagnostic Test Pass 1020533
Air Blank 0.000 10:21:00
0.100 Cal Check 0.095 10:21:19
Air Blank 0.000 10:21:49
Subject Test 0.081%* 10224557
Air Blank 0.000 1025529
Air Blank 0.000 10:25:56
Subject Test XXX K¥* 10:26%13
Air Blank 0.000 10: 26547

*Deficient Sample
**Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence

Fursuant to section 28-1327, Anzona Revised Statures, fnis document is 2 cerdiied aup

: . 2 plicate of the mformarion contamed I computer
storage devices of the Tucson Police Deparmment. '
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INTOXILYZER 8000
Location: TUCSON POLICE DEPT
Serial Number: 80-000323

10/21/2010 10:27:00 /#\

Standard Lot#: 642845
Last Changed By: C. STRAUB #50772

QAS: C. STRAUB #50772 b

TUCSON PD

Test g/210L Time

Air Blank 0.000 10:27:28
Cal Check 0.094 10:27:46
Air Blank 0.000 10:28:16

Ol SE

Opera%r 's "gignature

Pursuant 1o secnon 28-1327. Anzona Revised Starures, this document is 2 certified duplicate of the mformanuon contained m computer
storage devices-of the Tucson Police Deparmen: '



ARIZONAZ DEPARTMENT
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STANDARD QUALITY ASSURANCE PROCEDURES

"'\?r._ﬁ}-—'-_"_r.-," mR

~NliJ

STANDARD CALIBRATION CHECK PROCEDURE

MODEI 8000

~

concentration

~oe = B ~_ " P - A= _n-=
PSS £oOorm BEBXn =2 (Rev., Lo—UL

Pursuanr 1o secrion 28-1327, Arizong Revised Staruzes, this documenr is a certified auplicare of the injormation comained in

computer storage @evices of the Tucson Poitce Department.
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INTOXILYZER 8000

Location: TUCSCON POLICE DEPT
Serial Number: 80-000323
10/21/2010 10:13:20

Standard Lot#: 642845
Last Changed By: C. STRAUB #50772

QAS: C. STRAUB #50772 =

TUCSON PD

Test g/210L Time

Air Blank 0.000 10:13:48
Cal Check 0.095 10:14:06
Air Blank 0.000 10:14:36

-
Opellator 's Signature

= e 3 B i e i 3 ;
Fursuant 1o secuon 28-1327, Arizona Revised Stamures, this Gocument is a centified duplicate of the miormanon contamed In COMpUIET
storage devices of the Tucsen Police Deparmmen:



