CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Department Crime Laborator
270 S. Srone Avenue Tucson, AZ 85707-19]7

I hereby certify that these documents are z true and correct copy of the

periodic maintenance* for the Intoxilyzer 8000 Serial Number W 0
E2-200 33 mamtained by the Tucson Police Departmen: 10

Crime Laboratory pursuant to the requirements of the Arizona Department -3‘1'

of Public Safaty for a quality assurance program. ‘

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC t0 0.110AC.

Date: 2-4-]o (Call 0.[®0 AC Cal2 o.1™ AC

Between the datesof | ~7- /0 and 2-Y-(D
the instrument was operating properly and accurately.

The instrument was taken out of service for repair on M/ &
The instrument was returned 1o serviceon N/A

Uare el
Clare L. Conley

F.ﬂ-{’.) Cff 2210

ADPS QAS Permit # 33314

T ———— Y , day of

Notary Public

*Inciudes documents specifed m A AC RIZ10-10£4.A3 A 2
e RN2%5 PIMA COUNTY

My Comm. Exp. Jan 8, 2013

Pursuant to section 28-1327, Arizona Revised Sianntes, this document s 2 certified dupficate of the
information contained in computss sworaze devices of the Tueson Police Department.
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INTOXILYZER 8000
Location: TUCSON POLICE DEPT 2{\{]
Serial Number : 80-000331

02/04/2010 13:48:17 Q},__
Standard Lot#: 654682

Last Changed By: C. CONLEY #34517 {6“
CaAS: C. CONLEY #3457

TUCSCN PD :
Operator: C. CONLEY #34517

TUCSON FD

Subject: TEST,SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank ¢.000 13:49:06
Diagnostic Test Pass 13:48:33
Air Blank 0.000 13:50:00
0.7100 cal Check 0.099 13:50:19
Air Blank 0.000 13:50:48
Subject Test 0.000 13:51:26
Air Blank ABRT* T3:51:32
Air Blank 0.000 13:52:01

*Sequence Aborted

Not a Successfully Completed Test Sequence

Pursuant to section 28-1327, Arczona Revised Statutes, this document is a cerified duplicate of the information contained in computer
stovage éevices of the Tocson Police Department.



INTOXILYZER 8000

Location: TUCSOR POLICE DEPT %4()/7
Serial Number : B0-000311

02/04/2010 13:53:13 \JFN
Standard Lot#: 654682

Last Changed By: C. CONLEY #34517 fh
QAS: C. CONLEY #34517

TUCSON PD )
Operator: C. CONLEY 234517

TUOCSON PD

Subject: TEST, SQAP
POB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Pericd? Yes

Test g/210L Time
Air Blank RFI* 13:53:54
Air Blank IpS** 13:54:05

*RFI Detect
** Improper Sample

Not a Successfully Completed Test Sequence

Pursuant to section 28-1327, Anzome Revised Statutes, this docament is a cemified duplicate of the miormation contained in computer
storage devices of the Tucson Police Depuroment.



INTCXILYZER 8000

Location: TUCSON POLICE DEFT

Serial Number : 80-00¢331 L%<%;?
02/04/2010 13:54:33 Q)Ux
Standard Lot#: 654682

Last Changed By: C. CONLEY #34517 491
QAS: C. CONLEY 34517

TUCSON PD )

Operator: C. CONLEY #34517

TUCEON PD

Subject: TEST,SQAP
DOB: 11/11/71111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 13:55:23
Piagnostic Test Pass 13:55:50
Air Blank 0.000 13:56:18
0.100 Cal Check 0.100 13:56:36
Air Blank 0.000 13:57:06
Subject Test 0-159* 14:00:14
Air Blank 0.000 14:00:46
Air Blank 0.000 14:01:13
Subject Test XXX ** 14:01:46
Air Biank 0.000 14:02:19

*paficient Sample
**Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence

Pursuant to section 28-1327, Arizona Revised Statotes, this docament 18 2 cortified duplicate of the informatioa contined in computer
siorage devices of the Tucson Police Deparmment.



INTOXILYZER 8000

Lecation: TUCSON POLICE DEPT

Serial Number: 50-000331 gé‘a
p2s0472070 14:03:03

Standard Lot#: B54682 l’l
Last Changed By: C. CONLEY #3£517 ,191
QAS: €. CONLEY #34517

TUCSON PD

Test g/210L Time

Alr Blenk 0.o00 14:-03:31

Cal Check 0.100 14:403:43

Air Blank 0.000 14:04:75

Mane (el

Cperator's Siunature

Pursuant to section 28-1327, Arirons Revised Statutes. this document & a certified duplicate of fhe information contained o compe=
storage devices of the Tucsoe Police Department.



C DUEY IMPOSZD BY
{

STANDARD QUALITY ASSURANCE PRCCEDURESR
INTOXZILYZER MODEL B8COC /’S(-l

&.lﬁ‘wln

QA BpaciszlistT are l BCENCY Tucson Police Departments
DETE 2 -4 -0 TIME 13410
Inzoxilyzer Ser:ial & Hv-OD033y Location DU{ Ha ONW

RXIZOHE DEPRETHMENT OF PUBRIC SATETY \)@

STANDERAD CALIBRRATION CEECK PROCEDURE

[ ) 1. Ensure that gas tank is attached to instrument and contains a
standard slconol concentration solutiorn 0. /0% AT,
Or

Pour & standard aicohol concentration .solurion A,
into 2 clean dry simulstor and assexrble the simuiator. Ensore
that a tight ssal has beern made. Turn on the simuiater and
allow temperature to reach 34°C = 0.2°C

{ ) 2. Intoxilyzer BO00 display rTeads “PESKE BETTON TO STARTT

(! 3. Go to the *Contrel Taesting Menu™., Select “D" fcor dry
cantrol test or "W for wet control: Ltest. Aiter
selection fs made press ENTER.

¥ ) &. BRiz blank completad.

{ 5. Calibration check completed. Test results 0. /5 RC.

{ o ! €. Air blaock completed.

() 7. FHRemove printed record., Atiach the record to rhe completed
checkliist,

SIGNATURE Oljaﬂ-l 05"\0-‘._
/

EPE Form Exh &-2 (Rev. 05-01)

Pursuant o section 28-1327, Arizors Revised Sioutes, this documernt ix o certified dupiicate of the imformasion conigined in
computer storige devices of the Tucson FPoiice Department



INTOXILYZER 8000
Location: TIICSON BOLICE DEPT (? {B’-\
Seriz! Numbher: 8C-T003N

02/04/2010 13:46:50 b,\

Standard Lot#: 654682 /31
Lagk Changed By: C. CONLEY #34517 l

QAS: C. CONLEY #34517

TUCSSR PD

Test gf210L Time

Alr Blank 8.000 13:47:17
Cal Check 0.100 13:47:36
Adir Blank 2.000 1%2:48:05

Mans Conlle,

Operator's El-gt-[iture

Pursuant to section 28-1327, Arizosa Revised Statutes, this document it 2 cerified duplicate of the information contained in computer
storags devices of the Tecson Police Department.



