CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Department Crime Laboratory

V 270 8. Stone Avenue Tucson, AZ 85701-1917 /(‘l\ \'U
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I hereby certify that these documents are a true and correct copy of the l{‘l‘q’
periodic maintenance® for the Intoxilyzer 8000 Serial Number

_ 20~ 00033 maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department

of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC to 0.110AC.

Date: HZ]&Q Cal1 p.102 AC Cal2 p.qol AC

Between the dates of _3/‘{/;0 and
the instrument was operating properly and accurately.

The instrument was taken out of service for repairon -~
The instrument was returned to service on —

Sarah L. Cione
t{ﬁ:/m

ADPS QAS Permit # 33355

SUBSCRIBED AND SWORN to beforeme this /7%  _ davof

/ .20/ .
Jsnaads!
<AL\ Wandsy o
—— GPEiCiAL SEAL
: .;'.*_i 'L'“‘I A.M. HERNANDEZ

Notary Public

B e 5] NOTARY FUBLIC-ARIZOKA
| . ] T =T e =
e PIMA CO UNTY |

*Includes documents specified in A.A.C. R13-10-104. A5 | NIy comm, Exp. May

, 17, 2012 |

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Deparment.
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