UA
CERTIFICATION by CUSTODIAN of RECORDS \\- 24 0%

Tucson Police Department Crime Laboratory
270 S. Stone Avenue Tucson, AZ 85701-1917

I hereby certify that these documents are a true and correct copy of the
periodic maintenance* for the Intoxilyzer 8000 Serial Number

80 - 000332 maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC to 0.110AC.

Date:_1/20/08 _ Cal1 0,097 AC Cal2_0.09] AC

Between the dates of /() /23/ 08 and ”,/5"0/08
the instrument was operating properly and accurately. ’

The instrument was taken out of service for repair on —
The instrument was returned to service on —

s Loy
re 7
Sarah L. Cione

12 /20/95
7 4
ADPS QAS Permit # 33355

SUBSCRIBED AND SWORN to before me this _ ,20\'!‘ , day of
7( Qg umfih 2008 .

W’(_//Mq}vo//vﬂ
J i OFFICIAL SEAL

Notary Public A2 D\ AM. HERNANDEZ

Sie
752} NOTARY PUBLIC-ARIZONA |
PIMA COUNTY

*Includes documents specified in A.A.C. R13-10-104.A.5 #
My Comm. Exp. Mar. 17, &,

* Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department.



EXHIBIT G~4

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY { Gz (?SC
A.A.C. R13-10-104(n)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES \ 21 -0%
INTOXILYZER MODEL 8000 \\:

STANDARD QUALITY ASSURANCE PROCEDURE

QA SPECIALIST Sam}’) c;nant AGENCY Tucson Police Department
DATE _ij/ao/o'ﬁ TiME ()50

INTOXILYZER SERIAL # /- (0033  wocarron Téom 2

({ b1, Dispiay reads “PUSH BUTTON TO START”

DIAGNOSTIC TESTS

{ } 1. Clock time check.
({ \/) 2, Date check.

OPERATIONAL TESTS

1. Alcohol-free subject test result 0. QQO AC.
2. Error recognition logic system functioning,
“Not a Successfully Completed Test Sequence printed

(Y )
¢/

{ v’ ) 3. Proper sample recognition system. . _
Not a Successfully Completed Test Sequence printed

/ Deficient sample printed.

(¥) 4. standard Calibration Check standard 0. |00 AC

Result: 0. OQfZ AC

Instrument is operating properly and accurately. YES / NO

COMMENT S

SIGNATURE 5&/\4//} éﬁb&(

L)
h
1
fe ]
'_J

Revs

o
Y
e

Pursuant to section 28-1327, Arizona Revised Statutes, this document is o certified duplicate of the information comained in
Computer storage devices of the Tucson Folice Departmen;.



Z?f’ S¢
INTOXILYZER 8000
Location: TUCSCN POLICE DEPT

Serial Number : 80-000332 YIN
11/20/2008 10:52:06

Standard Lot#: 735401G

Last Changed By: S. CIONE #50616

QAS: S. CIONE | #50616

TUCSON PD

Operator: 8. CIONE #50616

TUCSON PD

Subject: SQAP,TEST
DCB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 10:52:53
Diagnostic Test Pass 10:53:20
Air Blank 0.000 10:53:47
0.100 Cal Check 0.096 10:54:06
Air Blank 0.000 10:54:36
Subject Test 0.000 10:55:02
Air Blank 0.000 10:55:29
Five Minute Wait ABTx*

Air Blank : 0.000 10:56:07

*Sequence Aborted

Not a Successfully Completed Test Sequence

Pursuans 1o secs on 28-1327, Arizong R

_ evised Suatutes. this dooum
computer siorage devices of the Tucson

_ ent is a certified duplicare of the i ion ¢ 1
i Deparmmen ] f f the irformaiion contained in



INTOXILYZER 8000 i?f 5&:

Location: TUCSON POLICE DEPT
Serial Number : 80-000332

11/20/2008 10:56:11 YN
Standard Lot#: 735401¢

Last Changed By: S. CIONE #50616

QAS: S. CIONE o #50616

TUCSON PD

Operator: S. CIONE #50616

TUCSON PD

Subject: SQAP,TEST
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time
Air Blank RFI* 10:56:39
Air Blank IPS** 10:56:47

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

Pursuam 1o section 2 7 Ari ;
Suan n 281327, Arizona Revised § '
iSLl, tauutes. this documeny i - ; o ;
computer siorage devices of the Tucson Folice Department # certfed duplicare of the informasion corgined i



INTOXILYZER 8000 z 3¢

Location: TUCSON POLICE DEPT

Serial Number : 80-000332

11/20/2008 10:56:53 YN
Standard Lot#: 735401G

Last Changed By: S. CIONE #50616

QAS: S. CIONE . #50616 i
TUCSON PD ’

Operator: S. CIONE ’ #50616

TUCSON PD

Subject: SQAP, TEST
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 10:57:36
Diagnostic Test Pass 10:58:03
Air Blank 0.000 10:58:31
0.100 cal Check 0.097 10:58:50
Air Blank 0.000 10:59:19
Subject Test 0.095* 11:02:28
Air Blank 0.000 11:03:00
Air Blank 0.000 11:03:28
Subject Test RGE** 11:03:41
Air Blank 0.000 11:04:16

- *Deficient Sample
**Range Exceeded

Not a Successfully Completed Test Sequence

Purs j 7 } ]
SUant 1o section 28-1327 Arizona Revised Staures, this document is o cery

compurer storage devices of the Tuzson Folice Department iiled duplicate of the Irformation comained jn



INTCXILYZER 8000
Location: TUCSON POLICE DEPT

Serial Number : 80-000332 .
11/20/2008 11:04:22 QL})\
Standard Lot#: 735401¢

Last Changed By: S. CIONE #50616

QAS: S. CIONE #50616

TUCSON PD '

Operator: S. CIONE #50616

TUCSON PD

Subject: SQAP, TEST
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 11:05:06
Diagnostic Test Pass 11:05:33
Air Blank 0.000 11:06:01
0.100 Ccal Check 0.097 11:06:19
Air Blank 0.000 - 11:06:49
Subject Test XXX * 117:07:12
Air Blank 0.000 11:07:45

*Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence

Pursuan: to section 28-1327 Afizona Revised Statures this doc

: ument is a certified duplicare o the irformation ¢ ined |
compuler Storage devices gf the T, ucson Police Departmeny ' ? 4 ermation comained "



INTOXILYZER 8000
Location: TUCSON PCLICE DEPT
Serial Number: 80-000332

11/20/2008 11:07:58 Q:)\h\
Standard Lot#: 735401@G
Last Changed By: S. CIONE #50616

QAS: 5. CIONE #50616

TUCSON PD

Test g/210L Time

Air Blank 0.000 11:08:26
Cal Check 0.097 11:08:44
Air Blank ¢.000 11:09:14

QAM Liong

//’bperator's Sigﬁature

F ursuan 1o segtion ‘8—.{32 Art ; . riified 4 ! h
! < /) zona Revised S{GHJEES this dOCH ] certifie uplicate o Ine inrormar on comained
i ! Enlis g 7 1) [ ne, In
compurer Sioragge dE'VICES of the Tu..'son} olice D@partmem o i f ' i I I ;



LAHLIBIT @G-2

THIS REPORT PREPARED PURSTJANT TO DUTY IMPOSED By 7 (?JC
A.A.C. Rl13- 10-104(n)

ARIZONA DEPARTMENT OF PUBRLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURZS
INTOXILYZER MODEL 8000 | - n-0%

STANDARD CALIBRATION CHECK PROCEDURE

QA Specialigt Samb cw'm’}& AGENCY Tucson Poljice Department
DATE u[ga[a? TIME )5

Intexilyzer seria) # 8{!"00@3‘32 Location “Jéam A

{‘/) 1. Ensure that 925 tank is attached to instrument ang contains a
standard alecchol concentration soluticen 0. 100 AC,
OR :
Pour a gstandard alcohol concentration solution AC

r

intoc a clean dry simulator ang assemble the simulator. Ensure
that = tight seal has been made. Turn op the simulator ang
allow temperature to reach 34°¢ + 0.z2°C

( ‘]//) 2. Intoxilyzer 800p display reads “PUSH BUTTON To START"

) 3. Go to the “Coentrol Testing Menu~. Select “D” for dry

control tesgt op “W*  for wet control test. After
Selection is made Dress ENTER.

Air blank completed,

Calibration check completed. Tegt results O.QQZ AC.
Zir blank completed,

\_»\\\__
N S S

Remove printeg record. Artach the record to the Completad
checklist.

SIGNATURE ~<S)mh Done
/ y

DPS Form Exh G-2 (Rev. 05-01)

Pursuant 10 section 28-1327, Arizona Revised Statures, this documen; is certified duplicate of the formation contained in
computer storage devices of the Tucson Police Depariment,



INTOXILYZER 8000 ; \Y(T

Location: TUCSON POLICE DEPT
Serial Number: 80-000332

11/20/2008 10:50:39 Qo

Standard Lot#: 735401G
Last Changed By: S. CIONE #50616

QAS: 5. CIONE #50616

- TUCSON PD
Test g/210L Time
Air Blank 0.000 10:51:06
Cal Check 0.097 10:51:25
Air Rlank 0.000 10:51:55

Opefrator's Signature

FPursuan: 10 Section 28-1327 Arizg
e Tu

na Revised Stavnes. this documen ; 7 ; iyt .
compuer siorage devices of the Tye #nt is & certified duplicare of the Information comaineg in

cson Police Departmeny



