CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Deparoment Crime Laboratory
270 §. Stone Avenue Tucson, AZ 8370i-19]7

I hereby certify that these documents are a true and correct copy of the /@\1\

periodic maintenance® for the Intoxilvzer 8000 Serial Number
{o-pp0332 maintained by the Tucson Police Department

Crime Laboratory pursuant to the requirements of the Arizona D-e::-anm-n'

of Public Safety for a2 quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
fora 0.100AC solution are 0.090AC 10 0.110AC.

Date: | 0-i5-~09 Call 0.09% AC Cal2 0.09¢ AC

Between the datssof 9 -17-09 and /0-/1<-D9
the instrument was operating properiy and accuratsiy.

The instrument was taken out of service for repairon _ N /R
The instrument was returned to serviceon __ N/ f

Uan 8l

Ciare L. Conley
|9~ - 69

ADPS QAS Permit # 33314

SUBSCRIBED AND SWORN to before me this /5™ . day of
Cehphpy 2009 .

SABLLLiNAnALE

OFFICIAL SEAL
, A.M. HERNANDEZ
-".' | NOTARY PUBLIC-ARIZONA
s/ PIMA COUNTY
Wy Comm, Exp. ¥ar, 17, 2012

Notary Public

*Includes documents specified in A.A.C R13-10-104. A5

Pursuant to section 28-1327, Arizona Revised Statutes this documenr is a certified duplicats of the
information contained in compuzsr storage devices of the Tueson Police Deparment



EXHIBIT &—4

TEIS REPORT PREPAPED PURSUANT TO DUTY IMPOSED BY
R.R.C. R1:-1D-104 (A}

ARTZONA DEPARRTMENT OF PUBLIC SATETY ‘ %,]

STAHNDARD QUALITY ASSURANCE ERICEZDURES

INTOXILYZER MODEL 3000 /@\ h&
STANDARD QUALITY ASSURARNCE 'BROCEDURE \“‘15

Ch SPECIALIST Glarz Cnh,,‘. AGERCY Tucson Po ice Deparrtsent
!
paTE  (D—i¢ -84 rmez (Do

INTOXILYZER SERIAL ¢ §D-6yp232 rocarioy _ O D DUl Hp,

I ) 1. Displav reads “PUSH BUTTON TO START"
DIAGNOSTIC TZSTS

{‘f Y 1. Clock rime check.

{ ) 2. Date check.

OPERATIONAL TEZTS

«) 1. Alconol-free subject test result 0. O0D A
v | 2. Error recognition logic system functioning.
Mot a Successfully Completed Test Secusnoe printed
(¥ | 3. Proper sample recognition system.
Met a Successfullyv Completed Test Sagusnce arinted
Peficient samole printed.
: /) 4. Standard Calibration Check standard o.loD AZ

resulc: 0. 094 AC

Instzument is nper-=rting properly and accurstely. Y=S v’ uO

coMMENTS  Mwe

SIGNATURE uﬂu O_ﬁ'«j—b\.‘

L}

DPS Torm Exh &-2 (Bev, 05-01}

Pupsuant to seotion 28-1337, drizong Revised Staturey, this document v o certified duplicate of the infortatton contaired iy
compuler siarage devices of the Tucson Police Deparmmer



INTOXILYZER 8000

Location: TOCSON POLICE DEP

24

T

Serial Number : 80-000332

10/15/2009 10:05:40 5N
Standard Lot#: 8010021 1jh
Last Changed By: W. HONOMICHL 42992

QAS: C. CONLEY i #34517
TUCSON PD

Operator: C. CONLEY #34817
TUCSON FPD

Subject: TEST,SQAP

DoB: 11/11/1111

Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time
Air Blank RFI* i0:06:08
Air Blank IpSa* 10:06:16

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

Fursuan: @ szovion 281327, Anzona Fevised Sursten thil documen iz
Storags dovices of the Tusson Polize Depammen

& eesiified duplicate of tae nformenen somminss = somuaet



INTOXILYZER 8000

Location: TUCSON POLICE DEPT ‘?54%;\
Serial Number : B0-000332

10/15/2009 10:02:14 (P.UN
Standard Lot#: 8010021 ,@l\
Last Changed By: W. HONOMICHL #42992

QAS: C. CONLEY ' #34517

TUCSON PD

Operator: C. CONLEY #34517

TUCSON ED

Subject: TEST, SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Asr Blank 0.000 10:03:00
Diagnostic Test Pass 10:03:27
Air Blank 0.000 10:03:55
0.100 Cal Check 0.098 10:04:13
Air Blank 0.000 10:04:43
Subject Test 0.000 10:05:01
Air Blank ABT* 10:05:08
Air Blank 0.000 10:05:36

*Sequence Aborted

Not a Successfully Completed Test Sequence

Plrsuant 1o secnon 281227, Asizons Faevessd Starmmer. tis Soctment {5 o pemtiy

th e duplicgrs of 4 fi o
“um d=vices af the Tuﬂ!ﬂ'ﬁ Bulice T - g k Vit miormation FONIEITIEC T SFTEES



INTOXILYZER 8000
Location: TUCSON POLICE DEPT L{»«’]
Serial Number : 80-000332

10/15/2009 10:07:05 fﬁﬁl L

Standard Lot#: 8010021

Last Changed By: W. HONOMICHL §42992
QAS: C. CONLEY : #34517
TUCSON PD
Operator: C. CONLEY #3457
TUCSON PD

Subject: TEST, SQAP
poB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 10:08:07
Diagnostic Test Pass 10:08:34
Air Blank 0.000 10:09:02
0.100 Cal Check 0.098 10:09:20
Air Blank 0.000 10:09:50
Subject Test 0.328* 10:12:58
Air Blank 0.000 10:13:32
Air Blank 0.000 10:13:59
Subject Test XXKx* 10:14:36
Air Blank 0.000 10:15:10

*Deficient Sample
**Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence

Pursuant w gsctiog 28-1327, Anizons Revissd Smies. thi a
0 Eestion 27 Ty W5 Uitk 0CUmEN 15 b sepified gumlizais of the armat mires SmEe
leTege Covices of the Tuoson Polies Dieparmen " o e



INTONILYZER 8000

Location: TUCSOR POLICE LE2FT -
Sarial Wumber: 80-000332 1:, ‘7
10/15/2009 10:15:27

Standard Lot#: 8010021 /ﬁ\ S

Last Changed By: W. EONOMICIHL #42392

QAS;: C. CONLEY #34517

TUCSON FD - B
Test g/210L Time

Alr Blank 0.000 10:78:54
Cal Check 0.096 10:16:13
Air Slank 0.000 10:16:42

(lare Codey

Cperator's ﬁiqnatu:*

!Wﬂm} - I mmm—-—-‘m‘m— iI5x T mmtm:ﬂdmm Eahe. T e
2 - " - s T ]



EYRIETT G=?
EXHIEIT E&=2

ED DUASUANT TO DETY IMPGSEDR 8Y
s.A.C. RI3Z-10-104(5]

ARIZONA DEPARTMENT OF PURLIC SATETY [04{}
STANDARD QUALITY ASSURANCE PROCEDURES \\ Q)\,\
INTOXILYZER MODEL BOGO f)i?\

STANDARD CALIBRATTION CHECE EBROCZEDURE

OR Specialist Ciﬂ.l'"ﬂ_ C'A'?n i-é-... AGENCY Tucson Police Depsrrment
_ I

pate I8-1y-09 TI o 0D

intoxilyzer Serial ¥ &b -¥nn322 Location _IMAI He Ebw

() 1. Ensure that gas tank is attached to instrument and contains a
standard alcohol copcentration sclution 0. |e9 AC.
R

Bour a standard 3lcohol concentration solution AC,
into a clean dry simslzror and assemble the simulator. Ensurs
that a tight seal has been made. Turn on the simulator an
silow temperature to reach 34°C + €.2°C

(o ) 2. Intoxilyzer BO00 display reads “PUOSH BUTTON TO START™

! 3. Ge to ths “Contrel Tasting Menu™. Selscr *D" for dry
coéntrol f=st or " for wer control test. After
selection is made preass ENTER.

v ) 4, &ir blank completed.

VI 5. Calibration check completed. Test results c.ggg AT,

i 1 ®&. Air blapnk completed.

{ ) 7. HhRemove printed racord. Attach the record o the complstad

checklist.

SISNATURE OJ-M.L &*\ﬂ.lxj

DPS PForm Exhk G-2 (Rew. 05-01)

Prrswant to section 28-1327, Arlzona Revived Starutes, this document (s a certified duplicale of the information contained in
computer storape devices of the Tucson Police Deparrment.



INTOXILYZER BO0O
Location: TUCSOR POLICE DEET

Serial Wumber: 80-000332 , /‘J
10/15/2009 10:00:53 i

Standard Lot#: 8010021 /isk\ Q_)U\

Last Changed By: W. JONOMICHL #42932

QaAS: C. CONLEY #324517

TUCSON PD -

T=st g/210L Tine

Air Blank 0,000 10:01:21
cal Check 0.008 10:01+38
air Blank n.o60 10:02:09

Ulom Cobe,

Operator's Sign ature

Fursustic 1 seogon 281327, Ao Foved Soensy S dcoenra s i ) _ _
Stcrze= devicss of the Tooton Pofice Doy s » coviifeed duphemes of E= mforoence sorwrrer = coopoer



