L
& CERTIFICATION by CUSTODIAN of RECORDS
@ Tucsor Palice Qe_narrfzenr Crime [fbr.-rmc:rg
270 8 Stone Avenue Tucson, AZ £3701-191
I hereby certify that these documents are a true and correct copv of the /?\ hﬂ\
periodic maintenance™ for the Intoxilyzer 8000 Serial Number \ )
o ~sre>32 maintained by the Tucson Police Department \\

Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safaty for a quality assurance program.

A quality assurance speciaiist (QAS) tested the instrument on the following

dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A2,
for a 0.100AC solution are 0.090AC 10 0.110AC.

Date: 11~12-09 Call 0097  AC Cal2 0.0%4 AC

Between the dates of _10- 1S - 09 and l1-12-of
the instrument was operating properly and accurately,

The instrument was taksn out of service for repairon  n/R
The instrument was returned to serviceon _wmjj

M €l

|

Clare L. Conley

I~ 17-09

ADPS QAS Permit # 33314

SUBSCRIBED AND SWORN, 10 before me this

’7 , day of

S OFFICIAL SEAL
2 KiMd MESSINGER
MOTARY PUBLIC-ARIZONA
7 - PINA COUNTY

Notary Public

*Includss documents specified m AAC. RIF-16-102.A.5

Pursuant to section 28- 1327, Artzona Revised Stanues, this document i3 2 certified duplicate of the
information contamed in computer storaze devices of the Tucson: Police Deparoment.
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THIS REFORT PREPARED PURSUERNT TO DUTY IMPOSED
A.R.C. R13~-10-104 (&)

ARTZONR DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCZ FROCEDURES
INTOXILYZER MODEL 8000

STANDARD QUALITY ASSURANCE PROCEDURE

147
U

" @
/{U\\-\"‘m

e Departosnz

DATE l]«-fl-D‘?! iz )30k

INTOXKILYZER SERIAL & 4° — 000332

(¥ 3y 13

DIAGNOST

v

¥ T
M: Z.

rocarzon ODwW Dy Ha,

Display reads “PGSH BUTTCH TO START

IC TESTS

Clock time check.
Date checik.

CPERATIONRAL TZSTS

(¥ ) 1
{ ) 24
it v 3.

Tnstromsnt 18 operating properly and accurarely. YES 4

COMMERTE

Not a

Alconegl-free subject rest resuliz 0. oD A
Error recognition logic system functioning.

Proper sample recognition system,

Hot ‘& Successfully Complered Test Seguence printed

Deficient Sampl le printed.

Scandard Calibration Check standard 0. [0 AC

Result: 0. 074 Bz

Successfullv Completed Test Seguence printed

[ {8

News -

STGRATORE Ik Eﬁ&L‘

/

Exh G-& (Rev. 05-01)

Puryuane 16 zection 28-1327, Arizone Revised Staner. iz doeumer iv 2 certified duplicate of the information comoined te
computer storage devices of the Tucson Police Departwmen:



INTOXILYZER 8000 2 &X‘;\

Location: TUCSON POLICE DEPT t)"‘
Serial Number : 80-000332
11/12/2009 13:09: 0
Standard Lot#: 8010021
Last Changed By: W. HONOMICHL #42992 /@\,‘
- QAS: C. CONLEY i #34517
TUCEON EBD
Operator: C. CONLEY #34517
TUCSON PD

Subject: TEST, SQAP
poB: 11/11/11 11
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/Z210L Time

Air Blank 0.000 13:09:47
Diagnostic Test Pass 13:10:15
Alr Blank 0.000 13:10:42
0.100 cal Check 0.097 13:11:0%
Air Blank 0.000 13:11:30
Subject Test 0.000 13:12:03
Air Blank ABT* 13212210
Air Blank 0.000 13:12528

*Sequence Aborted

Not a Successfully Completed Test Sequence

Purseent o gecion 261327, Artzons Revissd Sutosr © i ift
T T 1 ab1327, s eSumenl iy g soifisg dunbices of the mivemarion SIEINEC T o
For=c= Sxvices of e Tucsot Pobies Depeoreer - - = .



INTOXILYZER B000
Location: TUCSON POLICE DEPT

2,4\

Serial Number : 80-000332 U"
11/12/2009 13:12:57

Standard Lot#: 8010021

Last Changed By: W. HONOMICHL §42992 /@\
QAS: C. CONLEY =~ £34517

TUCSCN PD

Operator: C. CONLEY #34517

TUCSON PD

Subject: TEST, SQAP

DeB: 11/11/1111

Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Tast g/210L Time

Air Blank RFI* 13:13:30
Air Blank IpS** 13:13:40
*RFI Detect

*=Improper Sample

Not a Successfully Completed Test Seguence

Pursuant ic seouen 25-1327, Arizona Revissd Sannes. this documen itap
BiorRge Soviess of the Tucsen Folics Dreparenee

wiiftsd deobiome of tae miormenien sosmines o sonme=



INTOXILYZER 8000

Location: TUCSCN POLICE DEPT tjg*
Serial Number : 80-000332

11/12/2009 13:14:27

Standard Lot#: 8010021 /&\
Last Changed By: W. HCEOMICHL #42%802

QAS: C. OCONLEY ' 34517

TUCSON PD

Operator: C. CONLEY #34517

TUCECN PD

Subject: TEST, SCAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 13275238
Diagnostic Test Pass 13:1&8:05
Air EBlank 0.000 13:18:33
0.100 Cal Check Q.08 13:16:51
Air Blank 0.000 13:17:=21
Subject Test 0.346* 13:20:29
Air Blank 0.000 13:21:02
Alr Blank 0.000 13:21:29
Subject Test XAX** 13+2%:50
Air Blank 0.000 13:22:24

*Deficient Sample
**Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence

Pursuantio ssction 28-1327, Artzone Revisse Swanes. fuis documen:

iy I8 & oontifted dymlieats of e informad .
Sumegs oovizes of the Tusson Polics Dropemmmen: e - “0F Sonmnes M commes



Serial Nusber: BO-0G00332

INTOXILYZER 8000 % 5’\)"
Location: TUCBON POLICE DEPT

11/12/2009 13:22:4£6

Standard Lot#: 6010021 \

Last Changed By: W. HONOMICHL #42932 I{J

QAS: C. CONLEY #34517

TUCSON PD - N
Test gl 210L Time

Alr Blank 0. 000 13: 33313

Cal Check 0.096 13:23:32

Air Slank G.000 13:24:01

Rone Londe

Operater's Sin;mal]u ra

Fursnamt w seotion 753327, Anizees Revised Sporer griz dooumem is =5 3 3 -
Siorese devices of the Tusson Folies Dememen RS S MR R SR



EXHIEBIT &-2

THIS RERPORT 'PREPARED: PURSURANT TO DUTY IMPOSED BY
A.A.C. R13-10-104 (&)

BRIZONE DEPARTMENT OF ‘PUOBLIC SAFETY L}4&a
STANDARD QUALITY ASSURANCE FROCEDURES Q}L
IRTOXILYZER MOBEL BOGD
STANDARD CALIBRATION CHECK PROCEDURE /<D\\ {}.tﬁ
. \Y
Qn Specialist Mﬁ.r"ﬁ. @A"’Llﬁq AGENCY Tucson Ppolice Department
1
pate |1— 12-09 TMe 130}

Intoxilyzer Serial ¥ Bo-pm332 Location ODW Dy Ho

W i L. Ensure that gas tank is attached teo Instrumernt and contains a
standard alcohol concentration solution C. 0 AC.
oR
Pour & standard alcohol concentration solution AC,

inte & clean dry simulater and assenmble the simulator. Ensurs
that & tight ssal has been made. Tern on the simulstor and
allow tempersture to reach 34°C + 0.2°%C

(v ) 2. Intoxilyzer BOOC display reads “PUSH BUTTON TO START™

U o= ) 3. Go to the “Control Tasting Msnu", Select "D" for dry
control test or "W for wet contro test. After
seliection fis mads press ENTER.

LV 4. &Air blank complested.

1 5. Calibraticon check completed. Test results 0. 09 Z RC.

{ v ) &. Air blank completed.

| y/W 7. Remove printed recaord. ttach the record o the complieted
checklist.

SIGHATURE UM&

DPS Form Exh G-2 (Rev. 05-01)

Pursuane 1o yection J8-1327, Arizona Revised Statutes, this docwment s a certified duplicate of the information cantained i6
computer sarage devices of the Tucron Police Deportment



INTOXILYZER 8000
Location: TUCSON POLICE DEPT
Sarial Numbar: 80-000332

11/12/2009 13:06:41 /’ %ﬂ

Standard Lot#: 801002% O
tast Changed By: W. HONOMICHL #42992

Test g/210L Time

Alr BElank 0.650 13:-07:08
Cal Check 0.997 130727
Air Blank 0.000 13:07:97

Usne bl

Dperator's Eig-natui"e

Fumsuznt o seonoz 28-1327. Arivons Revised Suoees Siis docinsst s 3 coifar 4l
o * =
smrags devizes of the Tuoion Polics Dopemres = dmi-g: of o mitrerior s o pym——



