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CERTIFICATION by CUSTODIAN of RECORDS

@ Tucson Police Deparimemt Crime Labaratory
270 S. Stone Avermue Tucson, AZ 83701-1917

I hereby certify that these documents are a true and correct copy of the A?u" \1@9\

periodic maintenance® for the Intoxilyzer 8000 Senal Number {L'\
$D -CDV 332 maintained by the Tucson Police Department _

Crime Laboratory pursuant to the requirements of the Arizona Department _
of Public Safety for a quality assurance program.

A guality assurance specialist (QAS) tested the instrument on the following

dates, The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC 10 0.110AC.

Date: 12-10-09 Call 0.09% AC Cal2 ©.09% AC

Between the datesof 11-12-09 and_12-19~09
the instrument was operating properly and accurately.

The instrument was taken out of service for repairon N /P
The instrument was returned to serviceon _N / f

Clare L. Conley

12-{3-09

ADPS QAS Permit # 33314

SUBSCRIBED AND SWQRN to before me this__ /0% . day of
% A .20 0T

AT OFFlClAL S

I ; : .-f,?-‘i;-_:_r A.M. HERNA

Notary Public CAR R 4 KOTARY PUBLIC-

p 1\:"3::-‘%. _.J’" PiMA COU

*Includes documents specified in A A.C. R13-10-104, A5 NEL gy pomm. Exn. Mar

Pursuant to section 28-1327, Arizona Revised Stamues, this document is a certified duplicate of the
information contained in computer storace deviees of the Tueson Police Department.



THIZ REPQET PREPARED BURSUANT T2 DUTY IMPASID BY

E.A.C, RL3-10-104(2)

ARIZONA DEPRARTHMENT OF PUBLIC E4rETY

STANDARD QUALITY ASSURANCE FROUCECDURES
INTOXILYZER MODEL BOOS &}k q}p[)\

STANDARD QUALITY ARIFURANCE PEOCIZDURE {V\\

QR EBPECIALIST QJJLVE-QJ”ﬁl{hj BGENCY Tucson Police Department
!

DATE J“_L#[D—Dﬁ _ TIME D91 b

INTOXILYZER SERIAL ¥+ 8o . ooop232 1ocaTIoN ObW DUl e

vy} 1. Dieplay reads “POSH BUTTON TG STARTY
DTAGNOSTIC TE3TS
1. Clgek time check.

£. Late check.

OFPERATIONAL TESTS

v} 1. Rlechol-fres subject test result 0. o AC.
{ = | 2. Error régognition logle system functiening.
Ngt a Zuccessiully Complsted Test Saduerice printed
i@ 1 3. Eronsr sample recagnition system.
Mot a Successfully Completsd Test Ssguence printed
Deficiant sample privived.
| »7 ) 4. Standard Calibration Check standard 0.)TD AC

Result: 0. (9% e

Instrument 15 oparating properly snd accusately. ¥ES »7 KO

COMMERTS N‘ Ere

SZGNATURE um QMY\GA_

DPE Fozm Exbh &-4 {Rev. §53-01

Purswant o section 281327, drizona Revised Starutes, this documens i o ceriited duplicate of the informaiion contained in
comptter storape devises af the Tueson Police Deparimen
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INTOXILYZER 8000
Location: TUCSON POLICE DEPT
Serial Number : 80-000332

12/10/2009 09:17:39 /ﬁ\
Standard Lot#: 8010021

Last Changed By: W. HONOMICHL #£2992

QAS: C. CONLEY #34517
TUCSON ED

Jperator: C. CONLEY #34817

TUCSON PD

Subject: TEST,SQAP
DeB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 09:18:30
Diagnostic Test Pass 09:18:57
Alr Blank 0.000 09:19:25
0.100 Cal Check 0.098 0G9:19:43
Air Blank 0.000 09:20:13
Subject Test 0.000 09:20:40
Air Blank ABT* 09:20:51
Al Blank 0.000 05:271:20

*Sequence Aborted

Not a Successfully Completed Test Seguence

Pursuant 1o section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information comained

starage deviees of the Tucson Palice Department. in compuler



INTOXILYZER 8000 Cﬁﬁ
Location: TUCSON POLICE DEPT
Serial Number = 80-000332

12/10/2005 09:21:57 4?4\
Standard Lot#: 8010021

Last Changed By: W. HONOMICHL #42992

QAS: C. CONLEY #34517

TUCSON PD

Cperator: C. CONLEY #34517

TUCSON PD

Subject: TEST,SQAP
DOB: 11/11/1111
Sex: M Welght: 111

15 Minute Deprivation Period? Yes

Test __g/210L Time

Air Blank RFI* 89:22:35
Air Blank IPS** 09:22:43
*RFI Detect

**Improper Sample

Not a Successfully Completed Test Sequence

Parsuant 1o section 28-1327, Arizonn Revised Statutes. this document i o certified duplicate of the information contained in computer
glorage devices of the Tucson Police Department.
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INTOXILYZER 8000 ,
Locabion: TUCSSH FOLICE DEFT CAA‘
Serial Number : 80-000332

12/10/2009 09:23:12 ﬂﬁﬂh
Standard Lot#: 8010021

Last Changed By: W. HOROMICHL £425%2

QAS: C. CONLEY #34517

TUCSON PD

Operator: C. CONLEY #34517

TUCSCN PD

Subject: TEST,SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 09:23:56
Diagnostic Test Pass 09:24:23
Air Blank 0.000 09:24:50
0.100 €al Check 0.098 08:25:09
Air Blank 0.000 09:25:39
Subject Test 0.178% 09:28:47
Air Blank 0.000 09:29:19
Air Blank 0.000 09:29:47
Subject Test KAH*x=* 09:30:01
Air Blank 0.000 09:30:35

*Deficient Sample
“2Invaiid sSampie
Begin new deprivation period

Not a Successfully Completed Test Sequence

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the informanon contuined in computer
stozage devices of the Tucson Police Department



INTOXILYZER 4000 {;-61},7

Location: TOZSON POLICE DEET
Sarial Number: B0-000332 (E}J\
127102009 0% 30:58

Standard Lot#: S01003T /\{B
Last Changed By: W. HONOMICHL #42992

QAS; C. COMLEY #34517

TUCSON BD

Tast g 210n Tine

Eir Blank Q.000 0831425
Cal Check 0. 098 09:371:44
Air Blank 0, 0an 0a:3g: 14

(\/me

E"’EI.tL'II = f:'nl[_‘i.l."I.Paf"iIE‘E

Pursuant to section 28-1327, Anzone Revised Statutes, this document 15 2 certified duplicate of the information contamed in computer
storae devices of the Tugson Police Depariment.



TELS .EEPORT BREPARET PURSUBNT TO 2IITY IMPCOEED B
cBiTo RI3-30-204 04
ARTZONL DEPRARTMENT QF BUBLIC SEFRTY

STRNDARD QUALITY ASSURANCE EROCECURES
INTORILYZER MODEL 800D

STANDARD CALIBRRRTION CHECEX EROCEDURE

DI Bpecielist (LLer Q;ﬂléb1 AGENCY Tncscon Folice Departmenc
. l ” N6

DETE |2~10- D9 e GF L

Tntoxilyzer Serial 4 2 Fo-0Do333 Locatieon aDW Dl HQ

Ll 1 Ensure t©hat gas mank is attached Te instrument and contains 3
standard zlcochol concentration solution C: /8D AC.

812)

Pour a standard algohal concentration solution BT,
ipte 8 clean dry simpulstor =and assembls the simumlator. Ensurs
thaet & tight &eal has been mads. Turn on the simulator and
allow tempsraturs To resch 34°C + 0. 2°C

[ o) £ Intoxilyrer BO00 display zeads “PUSH BUTTON TO STERT!

e ) & @ te the “Contrel Tescing Menu", glsct *D% for d@ry
gontrzel teEst or MW" for wet contrgl test AiTer
selaction is made Dress ENTER.

Lo 4 Zir blank completad

o 3 Calibration check complered. Test resulcs 0. 0 fE BT,

Lo ) 6. HAir pklank completed,

i g o REmove rinted record. Attach the record to ths completed
checklist

2

Frrsuani tosection 26-1337, Arizona Revised Stamies, thes document 15 a certified duplioate of vhe information contamed e

comptiter storaee davices of the Tucson Police Deparimen:,



INTOXILYZER BO00

Liocation: TUCSOM FOLICE DEPT .--? {E
Sorial Mumber: 8G-000332 7
1241042009 0%:16:18

Standard Lot#: 2070021
Last Changsd By: W. HONOMITHL #42992

QAS: C. CONLEY #34517 /\%k

TUCEON FhQ

Test o/ 2105 Titne

Air Blank .00 09:16:45
Cal Chack 0.0948 0971704
Alr Blark 0.000 N%=%7:34d

Unne bl

Operator's Sign#tu:e_

Pursuant tolsectim 2-1227, Arizona Revised Statutes, this document is 2 certified duplicate of the information centained in compuier
storaee devices of the Tucson Folice Deparmment



TUCSON POLICE DEPARTMENT
CRIME LABORATORY 1({32

PN

INTOXILLYZER SERVICE RECORD
FOR
CALIBRATION GAS TANK CHANGE

AM 49"
o

Date: 1 L-lo-09

Qas:  (Mlare Lonle

Intoxilyzer Serial Number; __ 50 - 000 532

MNew Lot Mumber: S lD & <

New Expiration Date: 8 -24- 221\

(v) 1. Intoxilyzer 8000 display reads “PUSH BUTTON TO START"™

() 2. Remove the old gas tank and install the new one.
(v ) 3. Hit the “ESC” key twice and swipe the QAS card.
(] 4. Go to the “M-Maintenance” menu and select “S-Standard Change.”™
Select “D™ for dry gas and enter the following information;
Enter Target Value: 0,100
Enter Control Lot #: From the tank label
Enter Exp Date: From the tank label (mm/dd/yyyy}
Edit info Y/N? Y or N
Update Std Info? Y ENTER
“Please wait saving...”
{ ) 5.  Hit the “ESC” key twice.
{w) 6. Go to the “M-Maintenance” menu and select “Control Testing. ™
Select “D” for drv control test. After selection iIs made press
ENTER.
(v) 7. Air blank completed.
(¥ 8. Calibration check completed. Test results 0. 09, AC.
(v") 9. Air blank completed.
{;v") 10. Remove printed record. Attach the record to the completed checklist.

SIGNATURE  Mawe (g,
/

Pursuant to seciion 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in
computer storage devices of the Tucson Police Depariment,



INTOXILYZER 8000 ;2-51323
Location: TUCSON POLICE DEPT

Serial Fumber: B0-000332

12/10/2009 GS:36:76 Uw\
Standard Lot#: §54682

1=st Changes Sy: C. CONLEY #34517 /ﬂ‘,_)b\

QAS: C. CONLEY #34517

vt

Te=st g/24aL Times

2ir Blank 0.000 09:36:43

Cal Check 0.09% 09:37:02

&ir Blank 0.000 0%:37:31

Gperator's Bigna LJ,ma

Purswant 1o section 281227, Arizona Revised Statutes, this document is a certified duplicate of the information contined in computer
storage devices of the Tueson Police Department,



