CERTIFICATION by CUSTODIAN of RECORDS

Tucson Police Department Crime Laboratory
270 S. Stone Avenue Tucson, AZ 85701-1917

I hereby certify that these documents are a true and correct copy of the /p[,\ 1/016

periodic maintenance* for the Intoxilyzer 8000 Serial Number |t -4
Fo-2003= maintained by the Tucson Police Department

Crime Laboratory pursuant to the requirements of the Arizona Department

of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC to 0.110AC.

Date: I1-1/-t0 Call 0.09¢% AC Cal2 0.097 AC

Between the dates of /¢-/S - /9 and [I-11~(o
the instrument was operating properly and accurately.

The instrument was taken out of service for repair on _N/f\
The instrument was returned to serviceon N /RN

(one Mﬂ'

Clare L. Corﬂey

I1-1]-[d
ADPS QAS Permit # 33314
SUBSCRIBED AND SWORN to before me this /] , day of
2 "’O /0
QM%ZM@ drolss”
OFFICIAL SEAL
Notary Public A.M. HERNANDEZ

HOTARY PUBLIC-ARIZOHA

PIMA COUNTY
My Comm. Exp. Mar. 17, 2012

*Includes documents specified in A.A.C. R13-10-104.A.5

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department.



EXHIBIT C-4

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY
A.A.C. R13-10-104(2) /]
\/\k
ARIZONZ DEPARTMENT QF PUBLIC SATETY

QUALT

STANDARD

b b 4 ACSURAN E PROCEDURES
INTOXILYZER MODE

INTOXILYZER SERIRL #

( L)
/

1. Display reads “PUSH BUTTON

DIAGNQOSTIC TESTS
rl/'_ 1

OPERATIONAL TESTS

TO START”

(V) 1. Rlcohol-free subject test result 0. J®d AC
(o) 2. Error recognition logic system functioning
Not a Successfully Completed Test Sequence printed
() 3. Proper sample recognition system
Not a Successfully Completed Test Sequence printed
Deficient sample printed.
) 4. Standard Calibration Check standard 0 IB’D AC
Result: 0. 097 AC
Instrument is operating properly and accurately. YES " NO
COMMENTS N .

DP3 Form Exh G-4 (Rev. 05-01)

Pursuanz 1o secrion 28-1327, Arizona Revised Stauures, this document is a certified duplicate of the information contained in

compuzrer siorage devices of the Tucson Police Department



INTOXILYZER 8000

Location: TUCSON POLICE DEPT Q}”\
Serial Number : 80-000332

11/11/2010 06:26:17 Abk
Standard Lot#: 719919

Last Changed By: W. HONOMICHL #42992

QAS: C. CONLEY #34517

TUCSON PD

Operator: C. CONLEY #34517

TUCSON PD

Subject: TEST, SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 06:27:01
Diagnostic Test Pass 06327329
Air Blank 0.000 06227256
0.100 Cal Check 0.097 06:28:15
Air Blank 0.000 06:28:44
Subject Test 0.000 06:29:06
Air Blank ABT* 06329317
Air Blank 0.000 06:29:45

*Sequence Aborted

Not a Successfully Completed Test Sequence

r‘uﬁuam 0 secuon 28-1327. Anzona Revised Starutes, fus documen: is 2 cerified duplicate of the mformanon contamed m computer
storage devicesof the Tucson Police Deparmment -



INTOXILYZER 8000 ng‘
Location: TUCSON POLICE DEPT

Serial Number : 80-000332 45“\
11/11/2010 06:29:59

Standard Lot#: 719919
Last Changed By: W. HONOMICHL #42992

QAS: C. CONLEY #34517
TUCSON PD

Operator: C. CONLEY #34517
TUCSON PD

Subject: TEST, SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 06:30:46
Diagnostic Test Pass 06:31:14
Air Blank 0.000 06:31:41
0.100 Cal Check 0.098 06:32:00
Air Blank IPS* 06+322Q7
Air Blank RFE1** 06:32:14

*Improper Sample
**RFI Detect

Not a Successfully Completed Test Sequence

T - -

Pursuant to section 28-1327 evised Stztures, this documen: ified dupl f the mf '

-m 0 secnon. g -L327. Anzonz Revised Statutes, this documen: is a certified duplicate of the informanion contained in computer
Storags devices of the Tucson Police Deparmmen:t .



U4y

INTOXILYZER 8000

Location: TUCSON POLICE DEPT Qﬁ“
Serial Number : 80-000332

11/11/2010 06:32:45 451
Standard Lot#: 719919

Last Changed By: W. HONOMICHL #42992

QAS: C. CONLEY #34517

TUCSON PD

Operator: C. CONLEY #34517

TUCSON PD

Subject: TEST, SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 06:33:32
Diagnostic Test Pass 06:33:59
Air Blank 0.000 06:34:27
0.100 Cal Check 0.098 06:34:45
Air Blank 0.000 06:35:15
Subject Test 0.104* 06:38:23
Air Blank 0.000 06:38:56
Air Blank 0.000 06239223
Subject Test EXX** 06:39:45
Air Blank 0.000 06:40:18

*Deficient Sample
**Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence

o T an 13727 - 2 Q T %] - e i 5 I
Fursuznt o secuion ‘ZS-MZ /. Anzana Revised Stautes, this document is 2 certified duplicate of the mformation contained 1 computer
storags asvices of the Tucson Police Deparmmen:. A



INTOXILYZER 8000
Location: TUCSON POLICE DEPT QPJ\
Serial Number: 80-000332

11/11/2010 06:40:40 cl

Standard Lot#: 719919
Last Changed By: W. HONOMICHI #42992

QAS: C. CONLEY #34517 -

TUCSON PD

Test g/210L Time

Air Blank 0.000 06:41:07
Cal Check 0.097 06:41:26
Air Blank 0.000 06:41:55

o S0

Operator's Signature

= T 10 secnon 1327 o . < mis 4 i Aed dunt £ 4] 2 ;
*"ursuzm to section ?'5' 1327, Anzona Revised Statutes, this document is a certfied duplicate of the mformarion contained in compurer
Storags aevices-of the Tucson Police Department '
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INTOXILYZER 8000 /( Zﬁkif\

Location: TUCSON POLICE DEPT

Serial Number: 80-000332 \j"\

11/11/2010 06:24:26
Standard Lot#: 719919 b\'\
Last Changed By: W. HONOMICHL #42992

QAS: C. CONLEY #34517 =

TUCSON PD

Test g/210L Time

Air Blank 0.000 06:24:53
Cal Check 0.098 06:25:12
Air Blank 0.000 06:25:41

U s Qn\Q«_l

Operator's Sigﬁature

= & . T . — £ 5 7 3
Fursuan: 1o scc:m:n .28-_1327. mona Revised Starures, tius document is 2 certified duplicate of the miormanon contamed m computer
Storage devices-of the Tucson Police Deparmmen:



