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INTOXILYZER 8000

:2‘7£1F7;C

Location: TUCSON POLICE DEPT

Serial Number : 80-000332

12/09/2010 13:26:37
Standard Lot#: 719919 /ﬁ*\
Last Changed By: W. HONOMICHL #42992
QAS: S. CIONE #50616
TUCSON PD

Operator: S. CIONE #50616
TUCSON PD

Subject: SQAP, SQAP

DOB: 11/11/1111

Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 13:27224
Diagnostic Test Pass 1322751
Air Blank 0.000 13:28:18
0.1700 Cal Check 0.097 13:28:37
Air Blank 0.000 13229:07
Subject Test 0.000 13:29:50
Air Blank 0.000 13:30:17
Five Minute Wait ABT*

Air Blank 0.000 13:37 242

*Sequence Aborted

Not a Successfully Completed Test Sequence

B Rk - B . .
Fursuant 1o secton 28-1327. Arizone Revised Stamues, fois documen:
Storage asvices of the Tucson Police Dreparmmen:

is a certified duplicate of the mformation contzined in compliter
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INTOXILYZER 8000

Location: TUCSON POLICE DEPT
Serial Number : 80-000332

12/09/2010 13:49:09 (?ﬁ\

Standard Lot#: 719919

Last Changed By: W. HONOMICHL #42992
QAS: S. CIONE #50616
TUCSON PD
Operator: S. CIONE #50616
TUCSON PD

Subject: SQAP,SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time
Air Blank RFI* 13:249:52
Air Blank IPS** 13:50:03

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

~ursuant o section 28-1327, Anizona Revised Starute:, this documen:

; 0 26-1 15 2 certified quplicare of the miormanon contained 1n compuier
Storags aesviess of the Tucson Police Dieparmmen: ‘ .



INTOXILYZER 8000
Location: TUCSON POLICE DEPT

q°f7:c
Serial Number : 80-000332

12/09/2010 13:31:58 /6'\

Standard Lot#: 719919

Last Changed By: W. HONOMICHL #42992
QAS: S. CIONE #50616
TUCSON PD
Operator: S. CIONE #50616
TUCSON PD

Subject: SQAP, SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 13332253
Diagnostic Test Pass 13:33220
Air Blank 0.000 13:33:48
0.100 Cal Check 0.099 13:34:09
Air Blank 0.000 13:34:39
Subject Test 0 . D5E* 13:37:47
Air Blank 0.000 13:38:19
Air Blank 0.000 13:38:46
Subject Test XEX** 13:39:14
Air Blank 0.000 13:39:47

*Deficient Sample
**TInvalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence

Pursuant to secuion 28-1327. Arizona Revised States

o % 281 ' , T1s document is a certified duphicats of the mformarnion contained in computer
storags asvices of the Tucson Police Deparmmen: -



INTOXILYZER 8000
Location: TUCSON POLICE DEPT
Serial Number: 80-000332

12/09/2010 13:50:36 /\6\
Standard Lot#: 719919
Last Changed By: W. HONOMICHL #42992

QAS: S. CIONE #50616 =

TUCSON PD

Test g/210L Time

Air Blank 0.000 13:51:04
Cal Check 0.097 13251222
Air Blank 0.000 1325752

40/‘&/1 C:bnl

/Operator 's Signature

Fursuant to se,ctmp ‘28-1327 . Anizona Revised Stzmures, fnis documen: is a certified duplicare of tne miormanon contamned in computer
Storage cevices-of the Tucson Police Departmen: .
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INTOXILYZER 8000

Location: TUCSON POLICE DEPT

Serial Number: 80-000332

12/09/2010 13525204
Standard Lot#: 719919

Last Changed By: W. HONOMICHL #42992

QAS: S. CIONE #50616 =

TUCSON PD

Test g/210L Time

Air Blank 0.000 13525232
Cal Check 0.097 13:25:50
Air Blank 0.000 13:26:20

6&141}) Lront

4 Operator's Signature

B s . e mm— . 4 . . T oz
Pursuant o section 28-1327, Arizona Revised Statute:, this document 15 a certfied duplicate of the mformanion contamned in cormputer

storage devices-of the Tucson Poiice Department.



