
I hereby certify that these documents are a true and correct copy of the
periodic maintenance * for the Intoxilyzer 8000 Serial Number

20 - 0003 3q maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for a 0.100AC solution are 0 .090AC to 0.11OAC.

Date: 11 Lo I Call 0,102 AC Cal 2 6,091 AC

Between the dates of 0Z1q f o'7 and 11 / q /0 1
the instrument was operating properly and accurately.

The instrument was taken out of service for repair on
The instrument was returned to service on

Sarah L. Cione

//'7

ADPS QAS Permit # 33355

My Comm. Exp. Sept. 4, 2008 Notary Public

KATHY A. KINNEY
NOTARY PUBLIC-ARIZ
P;IM'A COUNTY }

OFFICIAL SEAL

()o i he 6^e'_" , 20C-.

*Includes documents specified in A.A.C. R13-10-104.A.5

Tucson Police Department Crime Laboratory

SUBSCRIBED AND SWORN to before me this 'I , day of

CERTIFICATION by CUSTODIAN of RECORDS

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department.



EXHIBIT G-4

THIS REPORT PREPARED PURS UANT TO DUTY IMPOSED BY

A.A.C. R13-10-104(A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES

INTOXILYZER MODEL 8000

STANDARD QUALITY ASSURANCE PROCEDURE

QA SPECIALIST 5jrab Lam AGENCY Tucson Police Department

DATE 114 qla -7 TIME ____

INTOXILYZER SERIAL # ' O - ooo 33y LOCATION

(7) 1. Display reads "PUSH BUTTON TO START"

DIAGNOSTIC TESTS

3 ) 1. Clock time check.
2. Date check.vel)

(J) 1. Alcohol-free subject test result 0. 000 AC.

( ^) 2. Error recognition logic system functioning.
Not a Successfully Completed Test Sequence printed

v/) 3. Proper sample recognition system.

Not a Successfully Completed Test Sequence printed
3 Deficient sample printed.

4. Standard Calibration Check standard 0. 100 AC

Result: 0. 071 AC

Instrument is operating properly and accurately. YES / NO

COMMENTS

SIGNATURE

DPS Form Exh G-4 (Rev. 05-01)

Pursuant to section 28 -1327. Arizona Revised Statutes . this document is a certified duplicate of the information contained in
computer storage devices of the Tucson Police Department



1NTCk1L ZER 9000
`on SON E DEPTLGia i . T UC SON C_ _

Serial Number : 80-000334
11/192007 20:5;:5.2

Stanoaro Lot4: 7066021
Last '.ranged Bg: T. GALLEGOS 028847

ORS: S. CIONE 451,616
TUCSON PD

Operator : S. CIONE 450616
TUCSON PD

Subject: SORP,TEST
DOB: ll/I Ul': i1
Sex: F Weight: 111

15 Minute Depriuatior. Period' Yes

Test g/21 0L Time

Air BlanK 0.000 20:52:57
Diagnostic Test Pass 20:53:26
Air BlanK 0.000 20:53:53
0.100 Cal ChecK 0.101 20:54:12
Air BlanK 0.000 20:54:42
Subject Test 0. 000 20:54:59
Air BlanK 0 .000 20:55:27
Flue Minute Uait
Air BlanK

ABT*
0.000 20:50:02

*Sequerce Rbcrtec

hot a Succe55 f u l l y
Comp leted

Te5t Sequence

Pursuant to section 29-1317. Arizona RK ised Star mss, *is documea: is a e-rtifteo dupiicate of the information contained in oomo=r
storage . devices of the Tucson Poiice Den neut.



1 OX 1; 8010
Location: TUCSON POLI CE DEPT
Serial Vber : 80-011334
11/19/2007 21:i4:E

Standard Lot#: 7198121
Last Changed Bg: S. CIONE #50616

025: S. CIONE #50Ei6
TUCSON PD

Operator: S. C10NE #50616
TUCSON PO

SUtie[t: 50AP,TEST
DOB: 11/11/1111
Sex: F Ueight: III

i5 '"inute Depriuation Palod% Yes

Test g1210L Tine

Air Blank RFI* 2146
Air Blank IPS** 21:16:08

*RFI Detect
*Ximprope, sample

Not a Succe55 f u l l y
Completed

Te5t Sequence

Pursuant to etion 2€-9327, Arizona Rcl,ise.d Statu*s, thi doenn en; is a

ittiormation
storage devices o: the Tucson Police Dmarun-nt s qertified riupiieate of the

contained in comauscr



1N.TG5'.Lti2_R 8000
Lccatior: T 'UC5C1 PLE SEPT
Sena': Nunber : 80-00;3"s4
11iiS%200r 21:08. _.

Standard Lot'": 7 19872!
Last '_har^geo Bu: S. ClOONE p50E;6

GAS: S. CLONE d59EiE'
TUCSON PS

Operator: S . CLONE g50Ei6
TUCSON PO

Subject: SOPP,TEST
DOB: ;1/11/1;11
Sex: F Ueignt: Ill

15 Minute Depriuation Period: Yes

Test g/21 EL Tit..e

Air BlanK 0.000
Diagnostic Test Pass
Pir BlanK 9.000
0.100 Cal CbecK 0.100
Air B1anK 0.900
Subject Test RFI*
Pir BianK 0.000

21:09:23
21:09:52
.1:10:20
21:10:38
21:1109
21:1134
21:12118

*RFI Detect

Not a Succe 55 f u 11 y
Comp leted

Te5t Sequence

RFT ok-hecftd durrnq

d q cilr's urn pk .

sc

Pursuant to section, 28-1327. Arizona
storage. devices o` the R""''sed Stan t e, *n:^ d^^o

Tucson Police D-p„artment. " ' is a certified duplicate of the information contained in comnuier



!NTCXi_`'Z.P 8000
Location: TUCSON PD-:CE DEPT
Se'._'; iunter: 86-000334
!li!;2GC7 21:12:42

Stanaard Lot#: 7198021
Last Changed By: S. C!DNE p50S16

CAS: S. C!CNE 4506!6
TUCSON PC

Operator : S. CONE a506i6
TUCSON PD

Subject: SDPP,TEST
DDB: '.1/11/1111
Sex: F Weight: ill

15 Minute Depriuatlon Period; Yes

Test g210L Tine

air BIanK 0.000 21:13:38
Diagnostic Test Pass 21:14:07
Air BlanK 0.000 21:14:34
0.100 Cal ChecK 2.100 21:14:53
Air BlanK 0.000 21.15:24
Subject Test 0.l02i 21:18:32
Pin BlanK 0.900 21:19:05
Air BlanK 0.000 21:19:32
Subject Test XNX*$ 21:20:03
Air BlanK 0.000 21:20:37

Deficient Sample
*#lnual!d Sanple

Begin new Oepriuation period

Not a Successfully
Completed

Test Sequence

Pursuant to section 25-1227, Arizona Rr ' sed 5tan_*t __, +'h;is ,ocur_ erstorage covi is a c-Itified duplicate of the ittio:znation contained in comnu^er. ces ai the Tucson Foiiee D^arunmt,



1NTCx'.LY2Erc 81^0
SON POL: .- DEPT^cocation 1 TUC 7u

Serial Nunder: 82.-01833,
2 11:3911 1923]7

- ----------------------------------------

Standard Loth : 7198821
Last Changed BN: S. CIDNE 1458615
- ----------------------------------------

QpS: S. CIDNE #58616
TUCSON PC
------------------------------------------

Test g /2',0!- Tire
---------------------------------------
Pin Blank 0.808 21:22:'86
Cal Check 8. 2.99 2'.:22:2`
Sir BianK 8.018 21:22:55

rerato 'C Ciyriature

Pursuant to section 2€-1327. Arizona
stot oe. Revised S' tatu*s, ttis locuma^ devices of the Tucson Folice D^^nnent is s cafified duplicate o the

ttue:mation contained in commuter



EXHIBIT G-2

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY

A.A.C. R13-10-104 (A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES / SC

INTOXILYZER MODEL 8000

STANDARD CALIBRATION CHECK PROCEDURE

QA Specialist SQrolh C1 p^►^ AGENCY Tucson Police Department

DATE _Ig& -7 TIME :^ 0:yJ
Intoxilyzer Serial # R'D -00033y Location VAI(' L4 BfL,

1. Ensure that gas tank is attached to instrument and contains a

standard alcohol concentration solution 0. /Qd AC.

OR

Pour a standard alcohol concentration solution AC,

into a clean dry simulator and assemble the simulator . Ensure

that a tight seal has been made. Turn on the simulator and

allow temperature to reach 34 ° C + 0.2°C

( 3 ) 2. Intoxilyzer 8000 display reads "PUSH BUTTON TO START"

( 3 ) 3. Go to the " Control Testing Menu". Select "D" for dry

control test or "W" for wet control test. After

selection is made press ENTER.

( / ) 4. Air blank completed.

( 3 ) 5. Calibration check completed. Test results 0. AC.

( 1_//) 6. Air blank completed.

7. Remove printed record. Attach the record to the completed
checklist.

SIGNATURE

DPS Form Exh G-2 (Rev. 05-01)

Pursuant to section 28-1327, Arizona Revised Statutes , this document is a certified duplicate of the information contained in
computer storage devices of the Tucson Police Department.



INTOXIL'ZER BTGG
Location: IUCSON POLICE DEFT
Serial Nurber : 88-905334
11/19/2L,17 29:49:16
------------------------------------------
Standard Lct#: 79E892I
Last Changed By : T. GRLLEGDS #28847
------------------------------------------
OHS: S. CIONE #506!5
TUCSON PD
-----------------------------------------
Test g/2i L Tine
---------------------------------------
Rir B1anK 9.C99 26:49:45
Cal Che.K 9.16% 20:5994
Rir BlanK 0.090 20:59:34

Dera SignatUne

Pursuant tc section Z
storage -1^_7, ArizonaRcvised S*^tt _s, ^.is decd, ^•

devices of the Tucson Foiice D- is a certi
parunent. fied dupiicate el-the ittiormation contained in ompare;
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