CERTIFICATION by CUSTODIAN of RECORDS

Tucson Police Department Crime Laboratory

periodic maintenance* for the Intoxilyzer 8000 Serial Number .

8o -220 53¢ maintained by the Tucson Police Department
Crime Laboratory pursuant 1o the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in AA.C R13-10-1 04.A.2,
for a 0.100AC solution are 0.090ACt0 0.110AC.

Date: | ~{6-0 ¢ Call o. 0 AC Cal2 0.0% AC
L7 C% ~0.099 ~0.077

Between the dates of 219~ D77 and__ |-1b-0%
the instrument was operating properly and accurately.

The instrument was taken out of service for repairon _ ;i A :
The instrument was returneq to service on _w; fA :

Clare L. Conley

}kféﬁog

ADPS QAS Permit # 33314

SUBSCRIBED AND SWORN io before me this | @ , day of
OFFISIAL SEAL

N2 200 |
A KATHY A, KINN A ; S

=i NOTARY PUBLIC-ARIZONA
FIMA COUNTY

Pursuant 1o section 28-1327. Arizona Revised Stantes, this document is a certified duplicate of the
information contained In computer storage devices of the Tueson Police Deparment.
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THIS REDPORT PREPARED PURSUANT T DUTY IMPOsSED BY

ARTZONZ DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES /\{D\\ 1@
INTOXILYZER MODEL &o9p b

STANDARD QUALITY ASSURANCE PROCEDURE \

Oa sPECIzLIsT  (Mop (lmq/a_,’ | AGENCY Tucson police Department
DATE 1. it- ¢ ¢ TIME (33|
INTOXILYZER gEmzaq, # B - DO 33y LOCATION Duj M

20 00023y \Qx\

(v ) 1. Display reads “PUSH BUTTON TC START”

DIAGNOSTIC TESTS

(«7) 1. Clock time check.
{ ) 2. Date chacgk.

OPERATTIONAL TESTS

(v} 1. Alcohol -free SUbjeCt test resylt . 50D AC.
(.} 2. Error recognition legic systan functioning.
Not g Suc:cessfully Completed Tagt Sequence printed
o ) 3, Proper sample Tecognition systen.
Not & Successfully Completed Test Sequence brinted
Deficient sample printed.
(o) 4, Standarg calibration Check Standard o, o AC

Result. o 047 AC

Instrument ig Operating Prorcerly and &ccurately. vEg .S o)

COMENTS  povn

l 2R Q ,x';\\QjMn

SIGNATURE

DPS Form Exh G-4 {Rev, 03-01)

Pursuan; 1o Section 28-1317, drizong Revised Statues 1his document is o certified duplicae of

the information cortained i
computer siorage devices of the Tucson Police Departmeny
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INTOXILYZER 8000

Location: TUCSON POLICE DEPT /éﬂ\
serial Number : 80-000334 \
01/16/2008 10:13:48

Standard Lot#: 7198021

Last Changed By: S. CIONE #50616

QAS: C. CONLEY #34517
TUCS0ON PD

OUperator: C. CONLEY #3451Y
TUCSON PD

Subject: TEST, SQAP
DOB: 11/11/1111
Sex: M Weight: 7111

15 Minute Deprivation Period? ves

Test ‘ 9/210L Time
Alr Blank RFI* 10:14:58

Air Blank IPg** 10:15:27

*RFI Detect
**Tmproper Sample

—

Pursuany 4 s=ctip: -1377 At ' TR T ‘
SiCraze devipss ofﬁéﬁcsaﬁg%%ﬁisw dGEmpiae:tzﬁd d‘glig‘ﬁtf @%ﬁﬂﬁ&l gﬂ%ain:d in compmer



Pursuany 14 SECtio

NOLoR e e Pwtly ‘Complesad sTest: Seque
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SIorags davy cas g

INTOXILYZER 8000

Location: TUCEON POLICE DEPRT
Serial Number - 80-000334

N

01/16/2008 t16:21
Standard Lot#-: 7198021

Last Changed By: S. CIONE #506186
QAS: C. CONLEY #34517
TUCSON PD

Operator: C. CONLEY #34517

TUCSON pPD

Subject: TEST, SQAPD
DOB: 11/11/1111

Sex: M Weight:

15 Minute Deprivation Period? ves

Time

Test ' g/210L
Air Blank 0.000 10:17:22

Diagneostic Test Pass

Air Blank 0.000
0.100 cal Check 0.099
Alr Blank 0.000
Subject Test 0.000
Air Blank ABT*
Air Blank 0.000

*Sequence Aborted

10:17

10:15:
10:19:
10:19:
10:20:

:49
10:18:
10:18:

17
35
06
22
33
01

7 Cin

ey}

LU
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INTCXILYZER 8000
Location: TUCSON POLICE DEPT

Serial Number : 80-000332 /{D\\
01/16/2008 10:20:23

Standard Lot#: 7198021

Last Changed By: S. CIONE #50616

QAS: (. CONLEY #34517
TUCSCN PD

Operater: ¢, CONLEY #3457

TUCSCN PD

Subject: TEST, soap
DOB: 11/11/1711
Sex: M Weight: 117

15 Minute Deprivation Period? ves

Test ' g/2101, Time
Air Blank 0.000 10:21:17

Diagnostic Tegt Pass 10:21:44
Air Rlank 0.000 10:22:11
0.700 Cal Check 0.098 10:22:30
Alr Blank 0.000 . 10:23:00
Subject Test 0.195% 10:26:09
Alr Blank 0.000 10:26:42
Air Blank 0.000 10:27:10
Subject Tegt XX ** 10:27:33
Air Blank . 0.000 10:28:07

*Deficient Sample
**Invalid Sample
Begin new deprivation period

Pursuant 1 gemig 2337 Arg oy e Tens ,
S1oT2ze deviges ofﬁé'ﬁxcsﬁ] p§g%%p§&§n%.-§fﬁi"ltys “Gomplated TRty P REMERGS

an contziped in compiner



PUrSuEnt 10 secrion 281

Stu.ur._ d:Vlc.S GA

the Tucsen P Poii
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& 4“ 7 Cun
INTCXILYZER 8000 .
Location: TUCSON POLICE DEPT

Serial Number-: 80-000334

01/16/2008 10:28:29 /\6\

Standard Lot#: 7198021
Last Changed By: s, CIONE #50616

QAS C. CONLEY #34517

TUCSON D

Test g/210L Time

Air Blank 0.000 10:28:56
Cal Check 0.097 10:29:15
Alr Blank 0.000 10:29:46

{\ \ -
k\ G C,-‘\'jt\,&,i_p\

Cperator’s Signature
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EXHIEIT G-

THIS REPORT PREPARED PURSUANT To DUTY IMPOSED BY ' ‘
A.A. 0. R13-30-104 (&) %7@

ARIZONA DEPARTMENT oF PUBLIC SAFETY

STANDARD QUALITY ASSupamce PROCEDURES
TNTOXILYZER MODEL 800y /\6\\

STANDARD CALIBRATION cHECK PROCEDURE \\u'

QA Specializt [ Qre (.’U'h Qe AGENCY Tucson Polic

DATE  |_{bL.ypy TIME  j& - g

Intoxilyzer geria] #OEL-WWo 33y Location Dy e
— T2 3H

13}
=
]
joj
]
K
rt
=)
(U}
5
rt

(v 1. Ensure that gas tank is attached to instrument ang containg
Standard alcohol concentration sclution 0. /p AC,
OR
Pour a standarg alcchol concentration solution AC,

into a clean dry similator and assemble the simulater, Ensure
that g tight seal has been made. Turn on the similator ang
2llow temperatuzre Lo reach 3z°¢ + 0.z2°¢C

{ V/) 2 Intoxilyzer 800D display rzads “pysy BUTTON To START™

Y 3. go <o the “Contrgi Testing Menu». Select “p” foy dry
control tege or W' for wet control test. Afseyr
Sselecticn ig made pregm ENTER

{ ) 4 Alr blank Completed.

{ o) 5, Calibrarien theck Completaqd, Test results 0. tricj AC,

() 6. Rir blank Completed,

( /) 7. Remove Printed record. Attach the recorg TO the Completed
checkliger .

SIGNATURE ae Condan

DPS rForn Exh @-2 (Rev . 05-01)

FPursuan: 10 fection 28-1327, Apizong Revised Statures. this documeny is o certified duplicgle of the information conained in
SoOmputer siorage devires o the Tucson Pelice Departmen:.
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