CERTIFICATION bv CUSTODIAN of RECORDS
W Tueson Police Department Crime Laborator
270 8. Stone Avenue Tucson. AZ 85701-19]7 /%L\

0
| hereby certify that these documents are a true and correct copy of the o&‘?-ﬁl
periodic maintenance® for the Intoxilvzer 8000 Serial Number 3\

Re-Po033Y4 maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A qguality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in ALA.C, R13-10-104.A.2,
for 2 0.100AC solution are 0.090AC to 0.110AC.

Date: gizf-iAQ Call _0.100  AC Cal2 (.099 AC

Between the dates of ___ | / 7 / 1D and __p./_‘-f [ﬂ}
the instrument was operating properly and accurately. = 7

—_—

The mstrument was taken out of service for repair on
The instrument was returned to serviceon _—

fmﬁ_&w

Sarah L. Cione

_;@/Lo—

ADPS QAS Permit # 33335

SUBSCRIBED AND SWORN to before me this C?t"” , day of

_%,_.m_@_.
SO\l ingndey” I

: OFFICIAL SEAL
..r-_'r-.":\l

. : AN A K HERNANDE?Z

Notarv PUbllc P I.I?nrl FHENRANDELD
H !_._| | =) NOTARY PUBLIC-AMIZONA |

'--k.“u__\:;} Sma AT

R = " o ‘}?_1. e 1"Irﬂh n_-:.‘ll:_.;_ 10
*Includes documents specified in ALA.C. R13-10-104.A.5 L5~ wy Comm. Exp. Mar. 17, 2012 |

Pursumnt to s=clion 28-1327, Arizona Revised Sratunes, this document 1s a certified duplicate of the
mformation contained in computer storage devices of the Tueson Police Deparmment.
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INTOXTLYZER 8000
Location: TUCSCN POLICE DEPT

Serial Number : 80-000334 H
02/04/2010 13:52:39

Standard Lot#: 642845

Last Changed By: &. CICNE #50616

QAS: §. CIONE #50876

TUCSON BD i
Cperator: Z. CIONE #50616

TUCSON PD

Subject: BCAP,SQAP
pOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Periocd? Yes

Test g/210L Time

Air Blaak 0.000 13:53:27
Diagnostic Test Pass 13325354
Air Blank 0.000 13:54:22
0.100 Ccal Check 0.099 13:54:40
Air Blank 0.000 13:55:10
Subject Test 0.000 13:585: 26
Air Blank 0.000 13:55:53
Five Minute Wait ABT*

Adir Blank 0.000 13:56:30

*Seqguence Aborted

Not a Successfully Completed Test Sequence

Pursusnt to section 28-1327, Arizona Revised Statutes, firis document is = certified duplicate of the information contained in compute
storage devices of the Tucson Police Department.



'3‘7.'75::
INTOXILYZER 8000
Location: TUCEON POLICE DEPRYT

Serial Numbar = 80-000334 6\1
02/04/2010 13:56:34 \
Standard Lot#: 642845

Last Changed By: 5. CIONE #50616

QAS: S. CIONE #50616

TUCSON PD -
Operator: S. CIONE #50816

TUCSON 2D

Subject: SQAP, SQAP
PoB: 111171111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time
Air Blank BFI™ 13:57:07
Air Blank IPS** 13:87:17

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the information contamnes in computer
siorage devices of the Tucson Police Depantment.
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INTOXILYZER 8000
Location: TUCSON POLICE DEPT

Serial Number : 80-000334 fﬁii
02/04/2010 13:57:53

Standard Lot#: 642845

Last Changed By: S. CIONE #50616

QAS: S. CIONE £50676

TUCSON PD i
Operator: 5. CIONE #50616

TUCSON 2D

Subject: SQAP,SQAP
peB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 13:59:15
Diagnostic Test Pass 13:59:43
Air Blank 0.000 14:00:10
0.100 cal Check 0.099 14:00:29
Air Blank 0.000 14:00:58
Subject Test 0.098* 14:04:07
Air Blank g.000 14:04:39
Air Blank 0.000 1£:05:06
Subject Test XRK** 14:05:34
Air Blank 0.000 14:06:07

*Peficient Sample
**Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Seguence

Pursuant 1o section 28-1327, Arizona Revised Statuies, this docament is a certified duplicate of the information contained in computer
storage devices of the Tucson Police Déparmment.



INTOXILYZER 8000 5 (f 75(:

Location: TUCSON POLICE DEPT
Serial Number: BO-000334
02/04/20710 14:06:48 /ﬁ‘
Standard Lot#: 642845
Last Changed By: S. CIONE #50616
QAS: B. CIONE #50618
TUCSON 2D
Test g/210L Zime
ir Blank 0.900 14:87:18
Cal Check 0.299 14:07:35
Air Hlank . 0200 14:08:0&

6}&-%&/) £ ont

t!:re'r'or 3 Signaturs

Pursuant w section 28-1327, Arizona Revised Statutes, this docament &= a cemtified duphicate of the information contained in compuses
storage devices of the Tocson Police Deparmment.
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TETZE BEPOERT EREZRREC PURST :
E.A.C. R13=10-104 (&)
BERIZONZ DEPARTMENT OF PUBLIC SAFETY 49\
STANDARAD QUALITY ASSURANCE PROCEDURES @5113‘
INTOXILYZZR MODEL 8600 a_q.

STEARDARD CALIBRATIONR CEECK PROCEDURE

Specialiss A AGENCY Tucsor Bclics Department
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Ensuzre that gas tank is attached To Lfanstrument and containg a
standard alcohol corcentration solution C. 00 AC.

O
Dour 2 standavrd alcohsl concentration solution BC,
into a clear dry simulator and asssmble the simulator. Ensure
that a tight seal has been made. Turm or the simularor and
allow temperature te reach 34°C = 0.2°
Intoxilvzer B000 display reads “PUSH BUTTON TO STARTT

-

Go to the “Control Testing Menu™. Select “D" for dry
contror tTest or W' for wet ceoentrol test. After
selaction is =made press ENTER.

Air Blank completed.
Calipretion check completed. Test results G.ﬂhz AC.
Afir plank completed.

Remove printed record., Attach the record to the completad
checkiist,

Pursuant to section 28-7327, Arizone Revesed Siatules, this docsment i3 o certifted duplicate of the informaiion comained in
coumpater siorape avvicer of the Tucson Police Deparrment.



INTOXILYZER 6000 ; C% 7

Eocation: TUCSON POLICE DEPT
Serial Nusber: B80-00033<£

G2/04/2010 13:50:59 f(ii{
Standard Lot#: 642845
Last Changed By: S. CIONE N5061&

QAS: B. CIONE #5516

TUCSON P

Test gf210L Time

Air Blank 0.000 13:51:26
tal Check 6.100 13:51:45
Air Blank 0.000 T3:52:14

4443/70:%&’

Gp#ratnr 5 Bignature

Pursoani to section 28-1327, Arizona Revised Statutes, this docmment is a certified duplicate of the infoemation contained i compulsr
storage devices of the Tucson Police Depariment.



