Tucson Police Department Crime Laboratory
270 S. Stone Avenue Tucson, AZ 85701-1917

CERTIFICATION by CUSTODIAN of RECORDS

I hereby certify that these documents are a true and correct copy of the /b\\ 0\0
1

periodic maintenance* for the Intoxilyzer 8000 Serial Number

S0 ~200 33Y maintained by the Tucson Police Department \L'

&

Crime Laboratory pursuant to the requirements of the Arizona Department

of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,

for a 0.100AC solution are 0.090AC to 0.110AC.

Date: 12 -9-(D Call_ 0.09% AC Cal2  0.099 AC

Between the dates of 11-l1-L O and 12-9-(D

the instrument was operating properly and accurately.

The instrument was taken out of service for repair on M /A

The instrument was returned to serviceon N/NA

Mo Ll

/
Clare L. Conley

|12~{0~|D

ADPS QAS Permit # 33314

SUBSCRIBED AND SWORN 1o before me this | O%'

, day of

Doconlser .20 10

Lo Lo

Notary Public

OFFICIAL SEAL
ROSA REYNA

*Includes documents specified in A.A.C. R13-10-104.A.5

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the

information contained in computer storage devices of the Tucson Police Department.




STANDARD QUALITY ASSURANCE PROCEDURE

Tucson 'Poli

QZ SPECIALIST ud.(& (-{J'Yl LQ«-, AGENCY
]

DATE |29~ TIME O"‘l-’-ﬂ"

INTOXILYZER SERIAL # §0-002 334 rocarron ODW Dul HQ

) 1. Display reads “PUSH BUTTON TO START”

result 0. (PO AC.
vstem functioning.
ted Test Seguence printead
systen.

Completed Test Seguence printed

x A%
R B S

(8]

v~) 4. Standard il ion Check standard C.J¥0 AC

Instrument is operazting properly and accurately. ’ES’// NO

zmoes . ma o o — .
DPS Form Exh G=-4 (Revw 05-01

Eursuans to secrion 28-1327, Arizona Revised Stanuzes. this document is a certified guplicare of the information contained in
compuzer storage daevices of the Tucson Folice Department



264

INTOXILYZER 8000 qu\
Location: TUCSON POLICE DEPT
Serial Number : 80-000334

12/09/2010 09:27:37 /\j\\

Standard Lot#: 642845 8

Last Changed By: S. CIONE #50616
QAS: C. CONLEY #34517
TUCSON PD

Operator: C. CONLEY #34517
TUCSON PD

Subject: TEST, SQAP

DOB: 1171171111

Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 09:28:31
Diagnostic Test Pass 09:28:59
Air Blank 0.000 09:29:26
0.100 Cal Check 0.100 09:29:45
Air Blank 0.000 09:30:14
Subject Test 0.000 09:30:34
Air Blank ABT* 09:30:40
Air Blank 0.000 09:31:09

*Sequence Aborted

~ Not a Successfully Completed Test Sequence
TUISUAnt e secuon 28-1327, Anzona Revised Starures, this documen: is 2

5 i certfied duphicare of the mfor piE st
stoTage Gevices of the Tucson Polics Denarmer: I toe mmformanon contames in compuer



INTOXILYZER 8000
Location:

TUCSON POLICE DEPT

38\7

Serial Number : 80-000334

12/09/2010 09:32:40
Standard Lot#: 642845 = /i5H
Last Changed By: S. CIONE #50616
QAS: C. CONLEY #34517
TUCSON PD

Operator: C. CONLEY #34517
TUCSON PD

Subject: TEST, SQAP

DOB: 11/11/1111

Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank RFI* 09:33:17
Air Blank IPS** 09:33:25
*RFI Detect

**Improper Sample

= Not_a Successfully
~Ursuamnt 1o secuon 28-1327,

Storage asvices of the Tueson Poiies Dreparmmen:

Anzona Revised Stannes, this doc

Completed Test Sequence

ument is 2 certified quphcare of the mformanon contamed in compurs:



INTOXILYZER 8000 \\4%7
Location: TUCSON POLICE DEPT
Serial Number : 80-000334 L

12/09/2010 N9:33:53

Standard Lot#: 642845 - /fh
Last Changed By: S. CIONE #50616 \
QAS: C. CONLEY #34517

TUCSON PD

Operator: C. CONLEY #34517

TUCSON PD

Subject: TEST, SQAP
DOB: 11/11/1111

Sex: M

Weight: 111

15 Minute Deprivation Period? Yes

Test g/ Z210L Time

Air Blank 0.000 09:34:43
Diagnostic Test Pass 09:35:11
Air Blank 0.000 08935238
0.100 Cal Check 0.099 09:35257
Air Blank 0.000 09:36:26
Subject Test 0.179%* 09:39:35
Air Blank 0.000 09:40:07
Air Blank 0.000 09:40:34
Subject Test XEX** 09:40:51
Air Blank 0.000 09:41:24
*Deficient Sample

**Invalid Sample

Begin

new deprivation period

Not a Successfully Completed Test Sequence

Pursuant 1 secuon 28-1327. Anzonz Revised
Siorags asvicssof tne Tucson Polics Dieparmmen:

Stamures, tnis docuEnent is 2 cerdfied auphegte of the miormanon contained in compurer



INTOXILYZER 8000 c;—64)f7

Location: TUCSON POLICE DEPT

Serial Number: 80-000334 ()/U\
12/09/2010 09:41:49

Standard Lot#: 642845 /fD\

Last Changed By: S. CIONE #50616

QAS: C. CONLEY #34517

TUCSON PD

Test g/210L Time

Air Blank 0.000 09:42:16

Cal Check 0.099 09:42:35

Aiy Blank n_non No:42:04

ans. Gda,

Operator's Signatul‘e

- -
Pursuant 1o secuon 28-1327. Anzona Revised Stanes, thus d ified 1 ne 1 Jae)

: n 28-1327. teg, this document is & cerdfied quplicars of the mformanon contamed eT
storage dsvicesof the Tucson Poilcs Deparmment. ' ) I
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INTOXILYZER 8000

Location: TUCSON POLICE DEPT 7 (b
Serial Number: 80-000334

12/09/2010 09:25:55 w

Standard Tot#: 642845

Last Changed By: S. CIONE #50616 /\’?\5\

QAS: C. CONLEY #34517

TUCSON PD

Test g/210L Time

Air Blank 0.000 09:26:22
Cal Check 0.098 09:26:41
Air Blank 0.000 09:27:11

Operator's Signa\ture

T - ]
Pursuant to section 28-1327, Anzona Revised Stamure:

, this document 1s 2 cerdfied duplicats of the miorman i
Jissimse o o= 28 ertified duphicars of on contamed T
storags devices-of the Tucson Peilce Deparmmen:. HHIGRSTESI



