CERTIFICATION by CUSTODIAN of RECORDS

Tucson Police Department Crime Laboratory

270 §S. Stone Avenue Tucson, AZ 85701-1917 / b\l\ \\

I hereby certify that these documents are a true and correct copy of the 9‘
periodic maintenance* for the Intoxilyzer 8000 Serial Number

gV -0VO33 4 maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC to 0.110AC.

Date: 2~ 21| Call © 099 AC Cal2 2.09% AC

Between the dates of 1 -7~ and 2-3-1
the instrument was operating properly and accurately.

The instrument was taken out of service for repairon 1/ /i
The instrument was returned to service on UJ_A

Mo (ol

Clare L. Conley

2-Y -]

ADPS QAS Permit # 33314

SUBSCRIBED AND SWORN to before me this 4/77( , day of
' OFFICIAL SEAL W) ;20 A .

o ermpei®)\MONICA L. BRAVC
=2 F‘fﬁ NOTARY PUBLIC-ARIZaxIA //0
e 1y Gawm, Eyp. Juas 27, 3011 ﬂ/@] o2
' - otary Pubhc

*Includes documents specified in A.A.C. R13-10-104.A.5

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department.
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LRIZONZ DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD QUALITY ASSURANCE PROCEDURE /b\\ ,\p\\

Q2 SPECIALIST H ay £ OM\QA-'\ AGENCY Tucson
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DATE 22-3-]| TIME 0%0%

INTOXILYZER SERIAL # $d-0D0 334 rocarion O DWW Ddu| Hiy

(v ) 1. Display reads “PUSE BUTTON TO START"
DIAGNOSTIC TESTS

(v ) 1. Clock time check.

{v”) 1. Blcohol-free subject test result 0. UV AC
() 2. Error recognition logic system functiaoning
Not a Successfully Completed Test Sseguence printed
() 3. Proper sample recognition system
Not a Successfully Completed Test Seguence printed
Deficient sample printed.
( )/ ) 4. Standard Calibration Check standard 0. [ o2 AC

Result: 0. 03"{( AC

Instrument is operating properly and accurately. YES v~ NO

an=

Pursuan: to secrion 28-1327, Arizona Revised Stazutes. this document is a certified duplicare of the information contained ir
compuzer storage devices of the Tucsorn Police Depariment
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INTOXILYZER 8000

A
Location: TUCSON POLICE DEPT Q}h
Serial Number : 80-000334
02/03/2011 08:10:18
Standard Lot#: 642845 /bh\
Last Changed By: S. CIONE #50616
QAS: C. CONLEY #34517
TRCSON BD i
Operator: C. CONLEY #34517
TUCSON PD

Subject: TEST, SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 08:11:04
Diagnostic Test Pass 08:11 231
Air Blank 0.000 08:11:58
0.100 Cal Check 0.098 R8z12217
Air Blank 0.000 08:12:47%
Subject Test 0.000 08:13:34
Air Blank ABT* 08:13:40
Air Blank 0.000 08:14:09

-*Sequence Aborted

Not a Successfully Completed Test Sequence

SUTSuENT 1o secnorn 28-1327. Arizonz Revised

: Stamizs. ]is QOCUMEM ix o reriif .
Storage deyics - 15 @ cerii

o Gi e 120 dupiicars of the inf : s
s 0f the Tucsen Police Dreparmen: 0 aup 7 {ne IMIOTMATION ComRInes T compme:



INTOXILYZER 8000 ?%{367

Location: TUCSON POLICE DEPT C&}
Serial Number : 80-000334

02/03/2011 08:14:39

Standard Lot#: 642845

Last Changed By: S. CIONE #50616 /ﬁﬁq
QAS: C. CONLEY #34517

TUCSON PD i

Operator: C. CONLEY #34517

TUCSON PD

Subject: TEST, SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time
Air Blank RFI* 08:15:42
Air Blank IPS** 08:15:53

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

Pursuant 1o sec 132 i E s nis 4 ormar o
s_ Lam. i) s-.no}: l’.’f.‘;l..-‘:". Arnzona Fevised Sametes. tis documem is 2 cemiified auniizars of fhe ind
Storage dovices of the Tusson Police Droparmen: o SRS



INTOXILYZER 8000

Location: TUCSON POLICE DEPT t}}
Serial Number : 80-000334

02/03/2011 08:16:19 ,(D\)l
Standard Lot#: 642845

Last Changed By: S. CIONE #50616

QAS: C. CONLEY #34517

TUCSON PD i

Operator: C. CONLEY #34517

MTTACMHRT DN
FEE WA w L g

Subject: TEST, SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 08:17:06
Diagnostic Test Pass 08:17:z33
Air Blank 0.000 08:18:00
0.100 Cal Check 0.099 08:18:19
Air Blank 0.000 08:18:49
Subject Test 0.063%* 08:21257
Rir Blank n.000 Ng:22:29
Air Blank 0.000 08:22:56
~Subject Test XXX ** 08:23232
Air Blank 0.000 08:24:06

*Deficient Sample
**Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence

Pursuant 1o secnion 28-1327 A T asinad T e
o = uc:. __E_l..- 1. Anz'pnz REVISEC STaTuiat. mis ocumem is 2 coriified dupiicers of fhe ind
r2gz dovices of the Tucson Police Dieparmmen: T eees Oy s miormanon contmmze m commect



INTOXILYZER 8000 ~
Location: TUCSON POLICE DEPT 5 4@/’

Serial Number: 80-000334

02/03/2011 08:24:36 Q}J\
Standard Lot#: 642845

Last Changed Bv: S. CIONE #50616 /\—‘)\l\

QAS: C. CONLEY #34517

TUCSON PD

Test g/210L Time

Air Blank 0.000 08:25:03
Cal Check 0.098 08:25:22
Air Blank 0.000 08:25:52

U (VN S Q)/Y\D/t,\,\

Operator's Signalture

b= .

Pursuant 1o secton 28-1227 ; =i . . :

i sezuon __S 1327, Anzo‘_ nz Feovised Stametzs. this GOCUMSM 1S 2 serfified dupiicars of the i

vags. Geyicss oF the Tucson Pollce Drzparmem. piicars of the mfoTmAtion cOnAInEC in =

- bl ket



STANDARD QUALITY ASSURANCE PROCEDURE

2+ <
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INTOXILYZER MODEL 8000
AN o

antration solution 0. [0 AC.
concentrestion sclution AC
and assemble the simulator. Ensure
bssn mads, Turn on tThe simulator and

4
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T™HDE Tias S ~n | e NS—0G"
DPS FTorm Exh &-2 (Revw C5-01

Pursuare 10 secuon 281327, Arizono Revised Srtatuzes, this document is a certified dupiicare of the imormahon comained in
compuier siorage @evices of the Tuzson Police Departmen:.



INTOXILYZER 8000 %7
LOCAatlon: TULSUN FULICE DepPY <77

Serial Number: 80-000334

02/03/2011 08:08:06 QN\
Standard Lot#: 642845 /1\—)\'\

Last Changed By: S. CIONE #50616

QAS: C. CONLEY #34517

TUCSON PD

Test g/210L Time

Air Blank 0.000 08:08:34
Cal Check 0.099 08:08:52
Air Blank 0.000 08:09:22

Operator's Signature

Pursuant 1o section 28-1277 Avirane T e a5 7a
e “es suon ‘.2_1_..... Anizonz Fevised Stamies. mis documen T —
CTags Govices of the Tucson Police Trenarmen: tTmns LiZ2rz 07 ine mIDTMATION CONTINES 1T compne:



