CERTIFICATION by CUSTODIAN of RECORDS /<D\D\

Tucson Police Department Crime Laboraiory

I hereby certify that these documents are a true and correct copy of the \
periodic maintenance* for the Intoxilyzer 8000 Serial Number
%0 000111 2 maintained by the Tucson Police Department

Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.AC. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC to 0.110AC.

Date: f/{e_/ﬁ? Cal1_0.100 AC Cal2_0.099 AC

Between the dates of Jaﬁ 3/0'7 and f//é / 08

the instrument was operating properly and accurately. /

The instrument was taken out of service for repair on "
The instrument was returned to service on  —

ook 7 Crpnt
Sarah L. Cione

/1008

ADPS QAS Permit # 33355

SUBSCRIBED AND SWORN to before me this__ | &, day of
:rnfi Wi 5 200% .

7 e

PiMA COUNTY

— CFFICIAL SEAL cy Y

PPN\ KATHY A KINN / .
B | HOTARY PUBLIC-ARIZONA yalsS Ve = A Kias
"Wy Comm Exp. Sept 4, 2008 Notary Public

*Includes documents specified in A.A.C. R13-10-104.A.5

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department.
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EXHIBIT G-4 / O}f (? sC

THIS REPCRT PREPARED PURSUANT TO DUTY IMPOSED RV
A.A.C. R13-10-104(R)

ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDERD QUALITY ASSURANCE PROCEDURES /LD\J\ @ib
INTOXILYZER MODEL 8000 \ i)

STANDARD QUALITY ASSURANCE PROCEDURE \‘\

QA SPECIALIST Sﬂm\}'] C,'one, AGENCY Tucson Police Department

DATE lflk{ZO? TiIME Q:3Y am

INTOXILYZER SERIAL # §0H-~00071I2 LOCATION DUT HA

( ‘/) 1. Display reads “PUsy BUTTON TO START”

DIAGNOSTIC TESTS

v

{ ) 1. Clock time check.
(/) 2. Date check.

OPERATIONAL TESTS

(V) - Alcchol-free subject test resylt 0.000 AC.
( V) 2. Error recognition logic system functicning.

Y, Not a Successfully Completed Test Sequence printed
( )

roper sample recognition system.
Not a Successfully Completed Test Sequence printed
Deficient sample printed.
{ \/) Standard Calibration Check standard 0. JoO AC

Result: 0, Qiﬂ AC

[

{8

[t

Ingstrument is operating properly and accurately. YES ‘/ NO

COMMENTS

SIGNATURE oA (oo
\% #-La

Fursuant to section 28-1227, srizona Revised Statures. this document i5 o certifled duplicate of the information comtained in
computer storage devices of the Tucson Police Department
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INTOXILYZER 8009
Location: TUCSON POLICE DEPT

Serial Number : 80-000712

01/16/2008 09:37:28
Standard Tot#: 71980271

Last Changed RBy: S. CLEARY #44524
QAS: S. CIONE #50616
TUCSON PD

Operator: S. CIONE #506176
TUCSON PD

Subject: SQAP,TEST
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 09:38:1¢6
Diagnostic Test Pass 09:38:43
Alr Blank 0.000 09:39:11
0.100 Cal Check 0.100 09:39:29
Ailr BRlank 0.000 09:39:59
Subject Test 0.000 09:40:13
Air Blank 0.000 09:40:41
Five Minute Wait ABT*

Air Blank 0.000 09:41:20

*Seguence Aborted

Not a Successfully Completed Test Sequence

Pursiant 1o scenor 2841327, Arizona Revised Sterutes, thie sooumen

St L sl & is & certiflied duplizats of the miormation contameg I commomer
SLorage. esvices of the Tusson Polies Denasmmem o
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INTOXILYZER 8000
Location: TUCSON POLICE DEPT
Serial Number : 80-000712

01/16/2008 09:44:11 /oM

Standard Lot#: 71S802T

Last Changed By: 8. CLEARY #44524
QAS: S. CIONE #5066
TUCSON PD
Cperator: S. CIONE #50616
TUCSCON PD

Subject: SQAP,TEST
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time
Alr Blank RFI* 09:45:10
Alr Blank IPS5** 09:45:25

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

Ty A : i A : : ] ;

-UTSBERT 1 seenon 28-1327. Anzona Revised Starras, thie dotument iz portifiec dupiicats of the mformanon contuned in COmTneT
i - i 2 - T e A e

Storage.doviess of the Tusson Folice Dieparmment
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INTOXILYZER 8000

Location: TUCSON POLICE DEPT \\
Serial Number : 80-000712 /%
01/16/2008 09:48:17

Standard Lot#: 7198021

Last Changed By: S. CLEARY #44524

QAS: S. CIONE #50616

TUCSCON PD

Operator: S. CIONE #50616

TUCSON PD

Subject: SQAP,TEST
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Ves

Test g/210L Time

Alr Blank 0.000 09:49:02
Diagnostic Test Pass 05:45:29
Air Blank 0.000 09:49:5%¢
0.10C Cal Check 0.099 09:50:1%
Air Blank 0.000 09:50:45
Subject Test 0.097* 09:53:53
Alr Blank 0.000C 09:54:24
Alr Blank 0.000 09:54:52
Subject Test Kk * 09:55:13
Air Blank 0.000 09:55:4%

*Deficient Sample
**Invalid Sample
Begin new deprivation periocd

Not a Successfully Completed Test Sequence

Pursnant 1p seenion 28-1377. Amizona Reviger Stanmes, this Socumen s e eeTiified cuplicate of the MICTmAation coNtained IT compirer
Storags Szviess of the Tusson Polize Dreparment ’
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INTOXILYZER 8000

Location: TUCSON POLICE DEPT
Serizl Number: B0-000712

01/16/2008 09:57:56 /\U\\

Standard Lot#: 7198021
Last Changed By: S. CLEARY #44524

QAS: 5. CIONE #50616

TUCSON PD

Test g/210L Time

Air Blank 0.000 09:58:23
Cal Check 0.099 09:58:42
Air Blank 0.000 09:59:12

<aoh (ong

Operator's Signature

: . SWITIT is & ceTtfied dimiicats of the miormanon commned in commner
Slorage deviens of the Tucson Police Drparmmem. ‘



INTCXILYZER 8000
Location: TUCSON POLICE DEPT
Serial Number: 80-000712

01/16/2008 09:59:36 /lﬁu\

67’6’56

Standard Lot#: 719802
Last Changed By: S. CLEARY #44524

QAS: 5. CIONE #506106

TUCSON PD

Test g/210L Time

Alr Blank 0.000 10:00:04
Cal Check 0.099 10:00:23
Air Blank 0.000 10:00:52

__Samb Oory

Opérator‘s Signature

! ; . : ...,
Durs: - - iRl - : - NAE R el A1 ; e

rs.xam‘ 1t szeuon ‘_8".::._7‘ ﬁmzﬂcna Fevised Stamutes, tnis dosum STH 5 & COTIEEN duplizate of tne mmfoTmanon comaned it compmer
storag: deviess of the Tucson Police Deparment. ‘



EXHIBIT G-2

TEIS REPORT PREPARED PURSUANT TC DUTY IMPOSED BY r7 6; c
A.A.C. R13-10-104(2) U% S
ARIZONA DEPARTMENT OF PUBLIC SAFETY

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000 /ﬁ\\

STENDARD CALIBRATION CHECK PROCEDURE

QA Specialist Samh Cﬂm{, AGENCY Tucson Police Department

DATE _| ZE(:/OQ TIME 9134 am

Intoxilyzer Serial # 80-000'-“9\ Locaticn DUIHQ

{ i/) 1. Ensure that gas tank is attachad to instrument and contains a
standard alcohol concentration solution 0./00 AT,
OR
Pour a standard alecchol concentration solution AT,

inte a clean dry simulator and assemble the simulator. Ensure
that a tight seal has been made. Turn on the simulator and
allow temperature to reach 34°C + 0.2°C

{ / ) 2 Intoxilyzer 8000 display reads “PUSH BUTTON TO START”

ava 3. Go to the “Control Testing Menu”. Seslect “D" Zo» dry
control test or “W’ for wet control test. After
selection is made press ENTER.

e 4 Eir blank completed.

( /) 5. Calibration check completed. Test results 0. 100 AC.

( /// €. Air blank completed.

{ ) 7 Remove printed record. Attach the record to the completed

checklist.

SIGNATURE %/7 Cant

DPS Form Exh &-2 (Rev. 05-01)

FPursyant to section 28-1327, Arizona Revised Staiutes, this document is g certified duplicate of the information comained in
computer storage devices of the Tucson Police Depariment,



INTOXILYZER 8000

Location: TUCSON POLICE DEPT

Serial Number: 80-0007712

01/16/2008 09:34:22

Standard Lot#: 7198021 /@\’\

Last Changed By: 8. CLEARY #44524

QAS: 5. CIONE #50676

TUCSCN PD

Test g/210L Time

Air Blank 0.000 09:34:50
Cal Check 0.100 09:35:09
Air Blank 0.000 09:35:38

54/104 Coond

Operator's Signature

Pursuan: 0 seonion 28-1327. Atizona Foovised Stanrres, thic socument te 2 o

storage.

oo

ira
ics

s oF the Tucson Polize Dreparmens.

SoZiment 13 2 eriified duplicare of the mformation coMzined i tompme:
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