CERTIFICATION by CUSTODIAN of RECORDS

Tucson Police Department Crime Laboratory
270 8. Stone Avenue Tucson, AZ 85701-1917

I hereby certify that these docurnents are a true and correct copy of the / ‘T}\ 19&
periodic maintenance® for the Intoxilyzer 8000 Serial Number {l.:‘
20 - Doo 7| 2 mamtained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department _
of Public Safety for a quality assurance program.

A quality assurance specialist {QAS) tested the instrument on the following
dates, The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC t0 0.110AC.

Date: 12-10-29 (Call 0.]06d AC cal2 0,079 AC

Between the datesof /1~] 2.0 9 and ?L»f‘o-rﬂ?
the instrument was operating properlv and accurately.

The instrument was taken out of service for repairon N/ A
The instrument was returned to serviceon N )\

/
Clare L. Conley

| 2 =l 8 -09

ADPS QAS Permit # 33314

SUBSCRIBED AND SWORN to before me this /O day of
40, , 2009 .

]

T/zﬁ/\fﬁﬁwm s,/wv %

Notary Public l ( )

*Includes documents specified in A AC. R13-10-104.A.5

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a cerified duplicate of the
mformation contained in computer storage devices of the Tueson Police Drepartment



THIS REPORT DREPARED PURSUANT TO DUTY IMPOSED BY
A.5.C. RiZ-10-104(4) ] 4“’)
ARIZONE DEPRRTMEINT 0OF PUBLIC SATETY (—_}V\

STANDARD QUALITY ASSURANCE PROCEDURES

INTOXILYZER MODEL 8000 _ /\{lo\\ "]ﬁﬁn&

STANDARD QUATITY ASSURANCE PROCEDIRE '.‘5:]

@A SPECIALIAT Qﬁr:w& Q)ml% AGENCY Tucson Beolice Department

DRTE )2 ~(9-09 TIME 0949

INTONILYZER SERIAL % $0-s0v7(2.  iocatrion ODW Dy MO

(v} 1, Dispiay reads “PUSH BUTTON TC START"

DIAGROSTIC TESTS

|f\"( I L
L) 2: D

ook Time check.
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QPERETIONAL TESTS

¢} 1. Rleshol-free subject test result 0, oo ACk
i ) 2. Error recegniticon lpogic system functiening.
Not a Successiully Completed Test Seguence printed
{ v} 3, Proper sample recosniTtion. system.
HNot a Successfully Completed Test Seqguence princed
Deficient sample printed.
{ "1 4. Standard Calibration Check standard 0. /B0 Jate
Fesult: 0. D AC

Instrument is operating properly and accurately. ¥YES «  NO
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Fursuant 1o seoiion 2821327, drizona Revived Standes, this document (5 a certified duplicate af the information containgd i
compuier storage agvices of the Tueson Police Department



INTOXILYZER 8000

Locatiorn: TUCSON BOLICE DEPT

Serial Number : 80-000712

12/10/2009 09:50:

35

Standard Lot#: B20501I
Last Changed By: C. STRAUB

#50772 4%\

OAS: C. CONLEY #3451
TUCSON PD

Operator: C. CONLEY #34517
TUCSON FDIr

Subject: TEST,SOAPD

DOB: 11/11/1111

Sex: M Weight: 111

15 Mimate Deprivaticon Period? Yes

Test g/210L Time

Air Elank 0.000 09:51:20
Diagnostic Tast Pass 09:57:47
Air Blank 0.000 08::52:15%
0. 1700 Cal Check 0.099 09:52:33
Alr Blank 0.000 (9:53:03
Subject Test 0.000 09:53:20
Air Blank ApT* 09:53:26
Alr Blank 0.000 G3+53:58

*Seguence Aborted

Not a Successfully Completed Test Sequence

S UrEUENT e secnon 38-1327. Anzons Rovised Swmnnee. this docimen is p cerifieg Gimtt

ELOTEZE Conioes of the Tusson Polios Demarmes

catz of ins InIOTetion conteanss on semomeT



INTOXILYZER 8000 ’]

Location: TOCSON POLICE DEPT th\
Serial Number : 80-000712
12/10/2009 D2:5£:-00
Standard Lot#: 8205011 /ﬁ\
Last Changed By: C. STRAUB #50772
' QAS: C. CONLEY £34517
TUCSON PD
Operator: CT. CONLEY #343517
TUCSON PD

Subject: TEST,SQAP
POB: 11/11/71111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Tegt gf21UL Time
Alr Blank RFI* 09:54:35
air Blank IPS** 09:54:43

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Seguence

Ty ey - 2 = :
SURRRANG 10 Rethon 281327, Anizone Booviged Statetey fhik dODumen 152 eerifing drabioar: of

: {nz infhrmanior contmes i sompne
morags eeviess of the Tucson Poliss Doparmnen: 'w.. o



INTOXILYZER 8000 Lﬁ*%k{?

Location: TUCSON POLICE DEPT
Serial Number : 80-000712

12/10/2009 09:54:48 (PN
Standard Lot#: 8205011 /{j’\
Last Changed By: C. STRAUE #50772

- QAS: C. CONLEY #34517
TUCSON PD
Operator: C. CONLEY #34517
TOCSON PD

Subject: TEST,SQAP
BOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? ¥Yes

Test g/210L Time

&ir Blank 0.000 09:55:45
Diagnostic Test Pass 09:56:12
Air Blank g.000 D9:56:40
0.100 Cal Check 0.100 09:56:58
Air Blank 0.000 09:57:28
Subject Test 0.288* 10:00:36
Air Blank 0.000 10:01:08
Air Blank 0.000 10:01:36
Subject Test XXX **%- 10:02:06
Air Blank 0.000 10:02:39

*Deficient Sample
**Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence

= i r— L
—uTseant w eeonon 281327, Arizons Fovissd Summner. mis dooumen ts fifimd dpniiogre of b ;

W 2e-laci, ATizon: Rovis : REMIs & eeviilied duniicets of the infommation soniises o commi=r
Rorepe cevices of the Tisson Folics Depormaen. o



INTOXTICYIER 8000

Location: TUCSON POLICE DEPT L 2
Sarial mumber: BO-0GOT1Z €+4h
1271052009 10:03:04
Standard Lot#; 8205011 CN\
Last Changed By: C. STRAUB #50772 _
QAS: C. CONLEY #34517 : l‘ y
- TUCSOM PO
Test glfZ10L Time
Air Blank 0.000 1003+ 37
Cal Check 0.099 10:03:50
Alr Blank o.o00 10:04:20

\J P

Operator's Siqn4tu:a

Fuzsuant to gecuos 16-1307. Anizons Foovis=t Siatisi Wi GOCLIMSN U5 ¢ soriied quplicats of the Minrmenion senmies o commns
sttags devices of the Trcson Policr Deopermen ' Gl B



TEIE® REEQRT BUR

NTOXILYZER

STANDARD

QUALITY ASSURANCE PROCEDURES

CALIBRATION CHECE FROCEDURS

UANT T0 DUTY
L0-10L(R]

IMPOSED BY

OF DIBLIC SEFETY

Y
O
o

()

MODEL BOGD

W

AGENCY “Sucson Police Department

Q% Specialistc Umtﬁh Leq
/

DATE  12~1d-01

mras

0999

Intoxilyzer Serisi £

Bo-oDR 71

Locazion ODiw DUl Ho

{ ) 1. Ensore that gas tank is attached To instcrument and ceontains a

standard alcohol concentration soluiion 0. ) oD AC.
oF

Pour a standard alcohol concencration sclution BC,
inte & clean dry simulator and assemble the simulator. Ensure
thatr & tight seal has been made. Turn on the simulator and
allow temperature to reach 34° + 0,2°

(v ) 2. Intoxdlyzer BODU display feads “PUSH 3UTTON TO START™

(v ) 3, Go to the “Contrel Testing Menu”. Select “D" for dry
concral test or "“W" for west contrel tTest. After
selactipon is made press ENTER.

{ v 4. HAir blsnk completed.

( ¥') 5. cCslibrstion check completad. Test results 0. (50 AC.

[ v ) €. Air blank completed. :

[} 7. Remove printed record. Attach che racord te the complated
checkiist.

SIGNATURE &eim ‘l"\ Le--.

DPE Form Exh

Pursuani to section 28-1327. Arizono Revised Stanwes, this documend is o certified duplicars of the formation contained in

computer storage deviees of the Tueson Police Dopartment.



INTCETIYZER 8000

Location: TUCSON POLICE DEPT g {b/?
Serial Number: 80-0007%2 FT
12/10/2009 09:49:15

gtandard Lot#: B20507I Qﬂh;\*
Last Changed By: ©. STRAUB #50772

QAS: C. CONLEY #34517 /ﬁ |

- TUCSON FD
Test G/210L Time
Air Blank 0.000 05:49:42
Cal Check 0.100 02:50:01
Alr Blank 0.000 0%:50:31

Yane Cenlle,

Operator's Eiqn?:tu:u
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