CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Department Crime Laborator)
270 §. Stone Avenue Tucson, AZ §5701-1917

0

I hereby certify that these documents are a true and correct copy of the  , O
periodic maintenance® for the Intoxiivzer 8000 Serial Number ¢

80-000112 maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for 2 quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following

dates. The acceptable accuracy limits. as defined in A A.C. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC t0 0.1 10AC.

Date: Eétlggﬁ Call 0.104 AC Cal2 0,092 AC

Between the dates of 1 /m1/2010 and _Q/4/2010
the instrument was operating properly and accurately.

The instrument was taken out of service for repairon _—
The instrument was returned 1o service on _—

ﬁ/mmg

Sarah L. Cione

37/ ) /i
ADPS QAS Permit # 33333

SUBSCRIBED AND SWORN 10 before me this_ G day of

20/0 .
SI(NHsdndas” o
4 gy, OrNTALA
Y] ' Pubnlic rll.’i-..-' _":-.ll.'. A, HERD
Notary Public | ) MOTARY PUBLIG-ARIZOX
B PIMA COUNT®
*Inciudes documents specified in A A.C RIZ-I-104.A 5 | My Comm. Exsi, |

Pursuan: 1o section 2801327, Anzona Revised Suamnes, this document &5 & c=mified dupiicats of the
information contzined in computer storzgs devices of the Tucson Polics Depanment
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INIILZE

Lacation; TUCSON POLICE [=PT

Serlal Mosgers 80-0072

it ==

Stagrg Las: TEE
Lzt [hargeg By ©. STRALB 50772

e M - B e it 5 e e

Lot S AR

o Ll

=7 Lionts 111

15 Mingte Desriiacior Perlog? Yes

TE ) Tim

fir Alan 1.0 15:55: 2
Gizgshic Tees o S|
Sl 1 =S
LG 1 e 3
air S L L
gject Test n.an Vel
Bir e 5.3 I5:3t-28
Fie Minets it @

e 1 - 152,07

sfeqtenes Aooried

Mot & Successfully
Completed
Test Sequence

ficd i 3 n i0 SoTTanEs
Pursizant to seczion 281377, Arrzona Rewsed Ststutes. s documeat is 3 cemificd dunlicate of the mfonmation contamed
aomape ceviess of the Tucson Police Deparmmens.
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Pursuant to s2ction 28-1327, Anzona Revised Saannes, this documens is 3 certified dugiicare of the miormenon conmines m computer
storage devices of thie Tucson Police Depmmment
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Pursuamt to section 2B-1327. Anzons Revised Staniies, thrs docurment 15 4 cernified duplscate of Gie informatson comamed m computer
srage devices of the Tueson Palice Depammene
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Pursuant 1o section 28-1227, Anzone Revised Stwtutes, this docoment 15 4 certified dupiicate of the infonmation contamed in compuisr
Farags devaess of the Tucsor Palice Deparomens



STANDARD QUALITY ASSURANCE ZROCEDURES
INTOXILYZER MODEL BOQOD

STARDARD CALIEBRATION CHECE PROCCEDORE a‘q

\/ . Ensure that gas tank 3is attached to iasTrument and contains s
standard alcohol concentration scrlu::.cm G |[[Q Al
R
Pour ‘& standard ealcohol concenctration SCLlution EC,
ingo & clean dry simulator and assemble the simulator. Ensore
that = tight seal hzs bser made. Turn on the simolacor and
aliow temperature te reach 34°C + 0.2°C

fud

Intoxilyzer BOOO display reads “PUSH BUTTON T& STERRTY

X
Lal
o Y

¢ te the *“Coategl Testing Menu™. Selgcz "D for dry
ontrol <test or K" for wet control test. Alter
selaccion is made press ENTER.
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‘temove printed record. httach :the record Toe the completed

Pursuant to secrion 261327 drizona Revised Sratutes. this docoment &5 & ceriifies duplioate of the bformaiion contames in
computir siorage devices of the Tusson Police Departmen:
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Pursiiant lo seengn 38-1327, Arizons Revised Starares, this docimsar i3 a cornified duplicate of the mformanon conmmed in cotmpurey
steage devicss of the Tucson Polics Depanment.



