CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Department Crime Laboratory
270 S. Stone Avenue Tucson, AZ 85701-1917

I hereby certify that these documents are a true and correct copy of the /L\U\\ _fU\\)\
periodic maintenance™® for the Intoxilyzer 8000 Serial Number \

30 -2007)2 maintained by the Tucson Police Department ‘(‘r )
Crime Laboratory pursuant to the requirements of the Arizona Department

of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC to 0.110AC.

Date: 12~10-(® Call o.lpb AC Cal2 D.099 AC

Between the dates of 1= 11~(D and 12~1D0-(0
the instrument was operating properly and accurately.

The instrument was taken out of service for repairon N /A
The instrument was returned to service on N /f

M bl

Clare L. Conley

]2~|o~[0©

ADPS QAS Permit # 33314

SUBSCRIBED AND sg to before methis 16 "L" day of
2 . .
AP0 OFFICIAL SEAL

g @M@ Sempid) ROSA REYNA

; NOTARY PUBLIC-ARIZONA
7/ -PIMA COUNTY
My Comm. Exp. Jan. 31, 2011

Notary Public

*Includes documents specified in A.A.C. R13-10-104.A.5

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department.
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STANDARD QUALTTY ASSURANCE PROCEDUR

INTOXILYZER MODEL B00O B\O

STANDARD QUALITY ASSURANCE PROCEDURE \’-))
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QR SPECIALIST uo.r“-e,ﬂml-u, AGENCY Tucso
/

DATE |2-~lo~|D rive  O70Y

INTOXILYZER SERIAL # Qo—000 (2 LoCATION 0 Dw dui H

(v") 1. Display reads “PUSH BUTTON TO START”
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recognition sys
Not a Successfully Complete
Deficient sample printed.
Standard Calibration Check standard 0. (@ AC

Result: 0. Qﬁﬂ AC

)

nstrument is operating properly and accurately. YES \/ NO

EPursuan: to section 28-1327, Arizona Revised Statutes, this document is a certified duplicare of the informarion comained ir
compuzer storage devices of the Tucson Police Department
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INTOXILYZER 8000

Location: TUCSON POLICE DEPT C)J\
Serial Number : 80-000712

12/10/2010 07:05:57

Standard Lot#: 719919 - /Q?k
Last Changed By: S. CLEARY #44524

QAS: C. CONLEY #34517

TUCSON PD

Operator: C. CONLEY #34517

TUCSON PD

Subject: TEST, SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 07:06:46
Diagnostic Test Pass 07:07:14
Air Blank 0.000 07:07:41
0.100 Cal Check 0.100 07:08:00
Air Blank 0.000 07:08:29
Subject Test 0.000 07:08:46
Air Blank ABT* Q708353
Air Blank 0.000 07:09:21

*Sequence Aborted

Not a Successfully Completed Test Sequence
Fursuant o s::uc; _25-';3:'.'_. Anzons Kevised StEmute:, fis AoCUmEn: 15 2 cerffied quphiczs of tos micrmanon contzmad I COmplite:
SLOT2g: ceviess-of tne Tucsen Poiice Dreparmmen: -
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INTOXILYZER 8000

Location: TUCSON POLICE DEPT \JYN
Serial Number : 80-000712

12/10/2010 07:09:37

Standard Lot#: 719919 . /@\\
Last Changed By: S. CLEARY #44524

QAS: C. CONLEY #34517

TUCSON PD

Operator: C. CONLEY ' #34517

TUCSON PD

Subject: TEST, SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test ey 20 6L Time
Air Blank RFI~* O7=10: 87
Air Blank IPS** 07:10:15

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

"‘.'_—a:..z:: 0 s:mc_z 2@-_’.327. A:m:m Revised Stznme:, tis document1s 2 cerdfied auphczre of tne micrmanon contamsd COmDUIST
SIoTage gevices0f the Tucson Polics Depzrmmen:
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INTOXILYZER 8000

Location: TUCSON POLICE DEPT Q}U\
Serial Number : 80-000712

12/10/2010 07:10:36

Standard Lot#: 719919 . /\j\
Last Changed By: S. CLEARY #44524

QAS: C. CONLEY #34517

TUCSON PD

Operator: C. CONLEY #34517

TUCSON PD

Subject: TEST, SQAP
DOB: 11/11/1111
Sex: M Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 071121
Diagnostic Test Pass 07:11:49
Air Blank 0.000 07:12:16
0.100 Cal Check 0.100 07:12:35
Air Blank 0.000 07:13:04
Subject Test 0.142%* 07:16:13
Air Blank 0.000 07:16:44
Air Blank 0.000 07:17:12
Subject Test XXX ** 07:17:38
Air Blank 0.000 07:18:12

*Deficient Sample
**Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence

;1 it 10 3echon 1327 = Re A S tec o slole * - < i £ ' 5
SLI_S“‘Z"M < & ':ﬁﬂﬁ 25_‘--3- !, Anzona Kevised Stames. mis document is & certfied auphisare of tne mformanon contamed in compiter
orage asvices of the Tucson Polies Depzrtmernt



INTOXILYZER 8000
Location: TUCSON POLICE DEPT

Serial Number: 80-000712
12/10/2010 07:18:31 gﬁg\
Standard Lot#: 719919 \_)J\

QAS: C. CONLEY #34517

Last Changed By: S. CLEARY #44524 /@\\

TUCSON PD

Test g/210L Time

Air Blank 0.000 07:18:58
Cal Check 0.099 07:19:17
Air Blank 0.000 07:19:46

U i

Operator's Signatg’re

"'IS‘LIZ'.":" T secuon 28-1327, Anzona Revised Stamres, fnis document is 2 eertiied auplicars of tne miommanon contamed m oompuTe:
storags deviees-of the Tueson Police Deparmes ‘ -
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INTOXILYZER 8000

Location: TUCSON POLICE DEPT ’(_@{\ QN\

Serial Number: 80-000712

12/10/2010 07:04:37
Standard Lot#: 719919
Last Changed By: S. CLEARY #44524

QAS: C. CONLEY #34517

TUCSON PD

Test g/210L Time

Air Blank 0.000 07:05:05
Cal Check 0.100 07:05:23
Air Blank 0.000 07:05:53

Maor b,

Operator's Signaéure

Pursuzmr o secuon 28-1327, Anzonz Revise? Stames

1 3 . . This documen: is a cemibed auplicers of the MIoTD2NOD cONtamecd M COMDL
Storages qevicss-of the Tucson Poilcs Depzrmen:t ' e



